Sample Summary Report

Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP
Sample Number:  ABLK11 Method:  Aroclor Matrix: Water MA Number: DEFAULT
Sample Location: pH: Sample Date: Sample Time:

% Moisture: 0.00 % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Aroclor-1016 10 UG/L 10 U ] Yes S3VEM
Aroclor-1221 10 UG/L 10 U U Yes S3VEM
Aroclor-1232 1.0 UG/L 1.0 u U Yes S3VEM
Aroclor-1242 10 UG/L 10 U ] Yes S3VEM
Aroclor-1248 10 UG/L 10 U U Yes S3VEM
Aroclor-1254 1.0 UG/L 1.0 u U Yes S3VEM
Aroclor-1260 10 UG/L 10 U ] Yes S3VEM
Aroclor-1262 10 UG/L 10 U U Yes S3VEM
Aroclor-1268 1.0 UG/L 1.0 u U Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP
Sample Number:  ABLK58 Method:  Aroclor Matrix: Soil MA Number: DEFAULT
Sample Location: pH: Sample Date: Sample Time:

% Moisture: 0.00 % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Aroclor-1016 33 UG/IKG 1.0 U ] Yes S3VEM
Aroclor-1221 33 UG/KG 1.0 U ] Yes S3VEM
Aroclor-1232 33 UG/IKG 1.0 U U Yes SVEM
Aroclor-1242 33 UG/IKG 1.0 U ] Yes S3VEM
Aroclor-1248 33 UG/KG 1.0 U ] Yes S3VEM
Aroclor-1254 33 UG/IKG 1.0 U U Yes SVEM
Aroclor-1260 33 UG/IKG 1.0 U ] Yes S3VEM
Aroclor-1262 33 UG/KG 1.0 U ] Yes S3VEM
Aroclor-1268 33 UG/IKG 1.0 U U Yes SVEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP
Sample Number:  ALCS11 Method:  Aroclor Matrix: Water MA Number: DEFAULT
Sample Location: pH: Sample Date: Sample Time:

% Moisture: 0.00 % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Aroclor-1016 0.85 UG/L 1.0 J J Yes S3VEM
Aroclor-1221 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1232 1.0 UG/L 1.0 U ] Yes S3VEM
Aroclor-1242 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1248 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1254 1.0 UG/L 1.0 U ] Yes S3VEM
Aroclor-1260 0.81 UG/L 1.0 J J Yes S3VEM
Aroclor-1262 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1268 10 UG/L 10 U U Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP
Sample Number: ~ ALCS58 Method:  Aroclor Matrix: Soil MA Number: DEFAULT
Sample Location: pH: Sample Date: Sample Time:

% Moisture: 0.00 % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Aroclor-1016 24 UG/IKG 1.0 JP J Yes S3VEM
Aroclor-1221 33 UG/KG 1.0 U ] Yes S3VEM
Aroclor-1232 33 UG/IKG 1.0 U U Yes SVEM
Aroclor-1242 33 UG/IKG 1.0 U ] Yes S3VEM
Aroclor-1248 33 UG/KG 1.0 U ] Yes S3VEM
Aroclor-1254 33 UG/IKG 1.0 U U Yes SVEM
Aroclor-1260 24 UG/IKG 1.0 J J Yes S3VEM
Aroclor-1262 33 UG/KG 1.0 U ] Yes S3VEM
Aroclor-1268 33 UG/IKG 1.0 U U Yes SVEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FW4 Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: RA-TB-01 pH: 2 Sample Date:  12/14/2011 Sample Time:  08:00:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 50 UGIL 10 U U Yes SBVEM
methane
Chloromethane 5.0 UG/L 1.0 U ] Yes S3VEM
Vinyl chloride 5.0 UG/L 1.0 U U Yes S3VEM
Bromomethane 50 UG/L 1.0 U uJ Yes S3VEM
Chloroethane 5.0 UG/L 1.0 U ] Yes S3VEM
Trichlorofluorom 50 UGIL 10 U U Yes SBVEM
ethane
1,1-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
1,1,2-Trichloro-
1,2,2- 5.0 UG/L 1.0 U U Yes S3VEM
trifluoroethane
Acetone 10 UG/L 1.0 U U Yes S3VEM
Carbon disulfide 50 UG/L 1.0 U ] Yes S3VEM
Methyl acetate 5.0 UG/L 1.0 U U Yes S3VEM
Methylene 5.0 UGIL 1.0 U U Yes SBVEM
chloride
trans-1,2-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
Methy! tert-buityl 50 UGIL 10 U U Yes S3VEM
ether
1,1-
Dichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
cis-1,2-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
2-Butanone 10 UG/L 1.0 U U Yes S3VEM
Bromochioromet 50 UGIL 10 U U Yes S3VEM
hane
Chloroform 50 UG/L 1.0 U ] Yes S3VEM
1,1,1-
Trichloroethane 50 UG/L 1.0 U U Yes S3VEM
Cyclohexane 5.0 UG/L 1.0 U U Yes S3VEM
Carbon 5.0 UGIL 10 U U Yes SIVEM
tetrachloride
Benzene 5.0 UG/L 1.0 U U Yes S3VEM
1,2-
Dichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
1,4-Dioxane 100 UG/L 1.0 U U Yes S3VEM
Trichloroethene 5.0 UG/L 1.0 U ] Yes S3VEM
Methy'%c' ohexa 50 UGIL 10 U U Yes SBVEM
Lz 5.0 UGIL 10 U U Yes SIVEM
Dichloropropane
Bromodichlorom 5.0 UG/L 1.0 U ] Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 5.0 UG/L 1.0 U U Yes S3VEM
_ Gsl3 5.0 UGIL 1.0 U U Yes SBVEM
Dichloropropene
4-Methy-2- 10 UGIL 1.0 U U Yes S3VEM
pentanone
Toluene 5.0 UG/L 1.0 U U Yes S3VEM
rans1,3- 5.0 UGIL 10 U U Yes SIVEM
Dichloropropene
1,1,2-
Trichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
Tetrac“'groethm 5.0 UGIL 1.0 U U Yes S3VEM
2-Hexanone 10 UG/L 1.0 U ] Yes S3VEM
Dibromachl orom 5.0 UGIL 1.0 U U Yes SBVEM
ethane
1,2-
Dibromoethane 5.0 UG/L 1.0 U U Yes S3VEM
Chlorobenzene 55 UG/L 1.0 Yes S3VEM
Ethylbenzene 5.0 UG/L 1.0 U U Yes S3VEM
o-Xylene 5.0 UG/L 1.0 U U Yes S3VEM
m,p-Xylene 5.0 UG/L 1.0 U U Yes S3VEM
Styrene 5.0 UG/L 1.0 U U Yes S3VEM
Bromoform 5.0 UG/L 1.0 U ] Yes S3VEM
'wpromé' benzen 50 UGIL 10 U U Yes S3VEM
1,1,2,2-
Tetrachloroethan 50 UG/L 1.0 U ] Yes S3VEM
e
13 5.0 UGIL 10 U U Yes SIVEM
Dichlorobenzene
14 5.0 UGIL 1.0 U U Yes SBVEM
Dichlorobenzene
. 1,2- 50 UG/L 1.0 U U Yes S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 5.0 UG/L 1.0 U U Yes SBVEM
chloropropane
1,2,4-
Trichlorobenzen 5.0 UG/L 1.0 U ] Yes S3VEM
e
1,2,3-
Trichlorobenzen 50 UG/L 1.0 U ] Yes S3VEM
e
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FW5 Method: BNA Matrix: Water MA Number: DEFAULT
Sample Location: RA-RB-01 pH: 7.3 Sample Date:  12/14/2011 Sample Time:  08:30:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzaldehyde 5.0 UG/L 1.0 U U Yes S3VEM
Phenol 5.0 UG/L 1.0 U U Yes S3VEM
Bis(2-
chloroethyl)ether 5.0 UG/L 1.0 U U Yes S3VEM
2-Chlorophenol 5.0 UG/L 1.0 U U Yes S3VEM
2-Methylphenol 5.0 UG/L 1.0 U ] Yes S3VEM
2,2-Oxybis(1- 5.0 UGIL 1.0 U U Yes S3VEM
chloropropane)
Acetophenone 5.0 UG/L 1.0 U U Yes S3VEM
4-Methylphenal 5.0 UG/L 1.0 U U Yes S3VEM
N-Nitroso-aii-n- 50 UGIL 10 U U Yes S3VEM
propylamine
Hexac“'groetha” 50 UGIL 10 U U Yes SBVEM
Nitrobenzene 5.0 UG/L 1.0 U U Yes S3VEM
I sophorone 5.0 UG/L 1.0 U U Yes S3VEM
2-Nitrophenol 5.0 UG/L 1.0 U U Yes S3VEM
2,4-
Dimethylphenol 5.0 UG/L 1.0 U U Yes S3VEM
Bis(2-
chloroethoxy)me 5.0 UG/L 1.0 U U Yes S3VEM
thane
. 2.4- 5.0 UG/L 1.0 U U Yes S3VEM
Dichlorophenol
Naphthalene 5.0 UG/L 1.0 U U Yes S3VEM
4-Chloroaniline 5.0 UG/L 1.0 U ] Yes S3VEM
Hexac?éﬂLOb“tad 50 UGIL 10 U U Yes S3VEM
Caprolactam 5.0 UG/L 1.0 U U Yes S3VEM
4-Chloro-3- 50 UGIL 10 U U Yes S3VEM
methylphenol
2-
Methylnaphthale 5.0 UG/L 1.0 U U Yes S3VEM
ne
Hexachlorocyclo 50 UGIL 10 U U Yes SVEM
pentadiene
246 5.0 UGIL 10 U U Yes SBVEM
Trichlorophenol
245 5.0 UGIL 1.0 U U Yes SBVEM
Trichlorophenol
1,1'-Biphenyl 5.0 UG/L 1.0 U U Yes S3VEM
2-
Chloronaphthale 5.0 UG/L 1.0 U ] Yes S3VEM
ne
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
2-Nitroaniline 10 UG/L 1.0 ] U Yes S3VEM
D'meth%’e'phtha'a 5.0 UGIL 1.0 U U Yes S3VEM
26 5.0 UGIL 1.0 U U Yes SBVEM
Dinitrotoluene
Acenaphthylene 5.0 UG/L 1.0 U U Yes S3VEM
3-Nitroaniline 10 UG/L 1.0 U ] Yes S3VEM
Acenaphthene 5.0 UG/L 1.0 U U Yes S3VEM
24 10 UGIL 1.0 U U Yes SBVEM
Dinitrophenol
4-Nitrophenol 10 UG/L 1.0 U U Yes S3VEM
Dibenzofuran 50 UG/L 1.0 U ] Yes S3VEM
24 5.0 UGIL 1.0 U U Yes SBVEM
Dinitrotoluene
Diethylphthalate 5.0 UG/L 1.0 U U Yes S3VEM
Fluorene 5.0 UG/L 1.0 U ] Yes S3VEM
4-Chlorophenyl- 5.0 UGIL 1.0 U U Yes SBVEM
phenylether
4-Nitroaniline 10 UG/L 1.0 ] U Yes S3VEM
4,6-Dinitro-2- 10 UGIL 1.0 U U Yes SBVEM
methylphenol
N_
Nitrosodiphenyla 5.0 UG/L 1.0 U U Yes S3VEM
mine
1,2,4,5-
Tetrachlorobenze 50 UG/L 1.0 U ] Yes S3VEM
ne
4-Bromophenyl- 5.0 UGIL 1.0 u U Yes SBVEM
phenylether
Hexa‘:h'n‘:"benze 50 UGIL 10 U U Yes S3VEM
Atrazine 5.0 UG/L 1.0 U U Yes S3VEM
Pemac“(')l"mphe” 10 UGIL 10 U U Yes S3VEM
Phenanthrene 5.0 UG/L 1.0 U ] Yes S3VEM
Anthracene 5.0 UG/L 1.0 U ] Yes S3VEM
Carbazole 5.0 UG/L 1.0 U U Yes S3VEM
Di-n-
butylphthalate 5.0 UG/L 1.0 U U Yes S3VEM
Fluoranthene 5.0 UG/L 1.0 U ] Yes S3VEM
Pyrene 5.0 UG/L 1.0 U U Yes S3VEM
Buty| Zegtzey' phth 50 UGIL 10 U U Yes S3VEM
3,3-
Dichlorobenzidin 5.0 UG/L 1.0 U U Yes S3VEM
e
Benzofana):mhrac 5.0 UGIL 1.0 U U Yes SBVEM
Chrysene 5.0 UG/L 1.0 U U Yes S3VEM
Bis(2-
ethylhexyl) 5.0 UG/L 1.0 U U Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
phthalate 5.0 UG/L 1.0 U U Yes S3VEM
Di-n-
octylphthal ate 5.0 UG/L 1.0 U U Yes S3VEM
Benzogz)r:'e“"ram 50 UGIL 10 U U Yes S3VEM
Benzo(k)fluorant 50 UGIL 10 U U Yes S3VEM
hene
Benzo(a)pyrene 5.0 UG/L 1.0 U U Yes S3VEM
Indeno(1,2,3- 50 UGIL 10 U U Yes S3VEM
_ cd)pyrene
Dibenzo(a hjanth 50 UGIL 10 U U Yes SBVEM
racene
Benzol(gag')pery 50 UGIL 10 U U Yes S3VEM
2,3,4,6-
Tetrachlorophen 5.0 UG/L 1.0 U U Yes S3VEM
ol
Hexanedioic
acid, bis(2- 1.0 NJ Yes S3VEM
ethylhex
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FW5 Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: RA-RB-01 pH: 2 Sample Date:  12/14/2011 Sample Time:  08:30:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 50 UGIL 10 U U Yes SBVEM
methane
Chloromethane 5.0 UG/L 1.0 U ] Yes S3VEM
Vinyl chloride 5.0 UG/L 1.0 U U Yes S3VEM
Bromomethane 50 UG/L 1.0 U uJ Yes S3VEM
Chloroethane 5.0 UG/L 1.0 U ] Yes S3VEM
Trichlorofluorom 50 UGIL 10 U U Yes SBVEM
ethane
1,1-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
1,1,2-Trichloro-
1,2,2- 5.0 UG/L 1.0 U U Yes S3VEM
trifluoroethane
Acetone 10 UG/L 1.0 U U Yes S3VEM
Carbon disulfide 50 UG/L 1.0 U ] Yes S3VEM
Methyl acetate 5.0 UG/L 1.0 U U Yes S3VEM
Methylene 5.0 UGIL 1.0 J U Yes SBVEM
chloride
trans-1,2-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
Methy! tert-butyl 50 UGIL 10 U U Yes S3VEM
ether
1,1-
Dichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
cis-1,2-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
2-Butanone 10 UG/L 1.0 U U Yes S3VEM
Bromochioromet 50 UGIL 10 U U Yes S3VEM
hane
Chloroform 50 UG/L 1.0 U ] Yes S3VEM
1,1,1-
Trichloroethane 50 UG/L 1.0 U U Yes S3VEM
Cyclohexane 5.0 UG/L 1.0 U U Yes S3VEM
Carbon 5.0 UGIL 10 U U Yes SIVEM
tetrachloride
Benzene 5.0 UG/L 1.0 U U Yes S3VEM
1,2-
Dichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
1,4-Dioxane 100 UG/L 1.0 U R Yes S3VEM
Trichloroethene 5.0 UG/L 1.0 U ] Yes S3VEM
Methy'%c' ohexa 50 UGIL 10 U U Yes SBVEM
Lz 5.0 UGIL 10 U U Yes SIVEM
Dichloropropane
Bromodichlorom 5.0 UG/L 1.0 U ] Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 5.0 UG/L 1.0 U U Yes S3VEM
_ Gsl3 5.0 UGIL 1.0 U U Yes SBVEM
Dichloropropene
4-Methy-2- 10 UGIL 1.0 U U Yes S3VEM
pentanone
Toluene 5.0 UG/L 1.0 U U Yes S3VEM
rans1,3- 5.0 UGIL 10 U U Yes SIVEM
Dichloropropene
1,1,2-
Trichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
Tetrac“'groethm 5.0 UGIL 1.0 U U Yes S3VEM
2-Hexanone 10 UG/L 1.0 U ] Yes S3VEM
Dibromachl orom 5.0 UGIL 1.0 U U Yes SBVEM
ethane
1,2-
Dibromoethane 5.0 UG/L 1.0 U U Yes S3VEM
Chlorobenzene 50 UG/L 1.0 U ] Yes S3VEM
Ethylbenzene 5.0 UG/L 1.0 U U Yes S3VEM
o-Xylene 5.0 UG/L 1.0 U U Yes S3VEM
m,p-Xylene 5.0 UG/L 1.0 U U Yes S3VEM
Styrene 5.0 UG/L 1.0 U U Yes S3VEM
Bromoform 5.0 UG/L 1.0 U ] Yes S3VEM
'wpromé' benzen 50 UGIL 10 U U Yes S3VEM
1,1,2,2-
Tetrachloroethan 50 UG/L 1.0 U ] Yes S3VEM
e
13 5.0 UGIL 10 U U Yes SIVEM
Dichlorobenzene
14 5.0 UGIL 1.0 U U Yes SBVEM
Dichlorobenzene
. 1,2- 50 UG/L 1.0 U U Yes S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 5.0 UG/L 1.0 U U Yes SBVEM
chloropropane
1,2,4-
Trichlorobenzen 50 UG/L 1.0 U ] Yes S3VEM
e
1,2,3-
Trichlorobenzen 50 UG/L 1.0 U ] Yes S3VEM
e
Formamide, N-
methylthio 1.0 NJ Yes S3VEM
Silane,
methoxytrimethy 10 NJ Yes S3VEM
|-
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP
Sample Number:  B7FW5 Method:  Aroclor Matrix: Water MA Number: DEFAULT
Sample Location: RA-RB-01 pH: 7.3 Sample Date:  12/14/2011 Sample Time:  08:30:00
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Aroclor-1016 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1221 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1232 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1242 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1248 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1254 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1260 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1262 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1268 1.0 UG/L 1.0 U U Yes SVEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FW5 Method:  Pest Matrix: Water MA Number: DEFAULT
Sample Location: RA-RB-01 pH: 7.3 Sample Date:  12/14/2011 Sample Time:  08:30:00
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
alphaBHC 0.050 UG/L 1.0 U uJ Yes S3VEM
beta-BHC 0.050 UG/L 1.0 U uJ Yes S3VEM
delta-BHC 0.050 UG/L 1.0 U uJ Yes S3VEM

gammaBHC 0.050 UGIL 10 U uJ Yes SBVEM
(Lindane)
Heptachlor 0.050 UG/L 1.0 U uJ Yes S3VEM
Aldrin 0.050 UG/L 1.0 U uJ Yes S3VEM
Heptachlor 0.050 UGIL 10 u uJ Yes SIVEM
epoxide
Endosulfan | 0.050 UG/L 1.0 U uJ Yes S3VEM
Dieldrin 0.10 UG/L 1.0 U uJ Yes S3VEM
4,4-DDE 0.10 UG/L 1.0 U uJ Yes S3VEM
Endrin 0.10 UG/L 1.0 U uJ Yes S3VEM
Endosulfan I1 0.10 UG/L 1.0 U uJ Yes S3VEM
4.4-DDD 0.10 UG/L 1.0 U uJ Yes S3VEM
Endosulfan 0.10 UGIL 10 U uJ Yes SBVEM
sulfate
4.4-DDT 0.10 UG/L 1.0 U uJ Yes S3VEM
Methoxychlor 0.50 UG/L 1.0 U uJ Yes S3VEM
Endrin ketone 0.10 UG/L 1.0 U uJ Yes S3VEM

Endrin aldehyde 0.10 UG/L 1.0 U uJ Yes S3VEM

alpha-Chlordane 0.050 UG/L 1.0 U uJ Yes S3VEM

gamma 0.050 UGIL 1.0 U uJ Yes SBVEM
Chlordane
Toxaphene 5.0 UG/L 1.0 U uJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FW6 Method:  Pest Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-01A pH: 6.6 Sample Date:  12/14/2011 Sample Time:  09:15:00
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
alphaBHC 0.050 UG/L 1.0 U uJ Yes S3VEM
beta-BHC 0.050 UG/L 1.0 U uJ Yes S3VEM
delta-BHC 0.050 UG/L 1.0 U uJ Yes S3VEM

gammaBHC 0.050 UGIL 10 U uJ Yes SBVEM
(Lindane)
Heptachlor 0.050 UG/L 1.0 U uJ Yes S3VEM
Aldrin 0.050 UG/L 1.0 U uJ Yes S3VEM
Heptachlor 0.050 UGIL 10 u uJ Yes SIVEM
epoxide
Endosulfan | 0.050 UG/L 1.0 U uJ Yes S3VEM
Dieldrin 0.10 UG/L 1.0 U uJ Yes S3VEM
4,4-DDE 0.10 UG/L 1.0 U uJ Yes S3VEM
Endrin 0.10 UG/L 1.0 U uJ Yes S3VEM
Endosulfan I1 0.10 UG/L 1.0 U uJ Yes S3VEM
4.4-DDD 0.10 UG/L 1.0 U uJ Yes S3VEM
Endosulfan 0.10 UGIL 10 U uJ Yes SBVEM
sulfate
4.4-DDT 0.10 UG/L 1.0 U uJ Yes S3VEM
Methoxychlor 0.50 UG/L 1.0 U uJ Yes S3VEM
Endrin ketone 0.10 UG/L 1.0 U uJ Yes S3VEM

Endrin aldehyde 0.10 UG/L 1.0 U uJ Yes S3VEM

alpha-Chlordane 0.050 UG/L 1.0 U uJ Yes S3VEM

gamma 0.050 UGIL 1.0 U uJ Yes SBVEM
Chlordane
Toxaphene 5.0 UG/L 1.0 U uJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FW6 Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-01A pH: 2 Sample Date:  12/14/2011 Sample Time:  09:15:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 25 UGIL 5.0 U U Yes SBVEM
methane
Chloromethane 25 UG/L 50 U ] Yes S3VEM
Vinyl chloride 25 UG/L 5.0 U U Yes S3VEM
Bromomethane 25 UG/L 5.0 U ] Yes S3VEM
Chloroethane 25 UG/L 50 U ] Yes S3VEM
Trichlorofluorom 25 UGIL 5.0 U U Yes SBVEM
ethane
1,1-
Dichloroethene 25 UG/L 5.0 U U Yes S3VEM
1,1,2-Trichloro-
1,2,2- 25 UG/L 5.0 U U Yes S3VEM
trifluoroethane
Acetone 50 UG/L 50 U U Yes S3VEM
Carbon disulfide 25 UG/L 5.0 U ] Yes S3VEM
Methyl acetate 25 UG/L 5.0 U U Yes S3VEM
Methylene 25 UGIL 5.0 J U Yes SBVEM
chloride
trans-1,2-
Dichloroethene 25 UG/L 5.0 U U Yes S3VEM
Methy! tert-buityl 25 UGIL 50 U U Yes S3VEM
ether
1,1-
Dichloroethane 25 UG/L 50 U U Yes S3VEM
cis-1,2-
Dichloroethene 91 UG/L 5.0 Yes S3VEM
2-Butanone 50 UG/L 50 U U Yes S3VEM
Bromochioromet 25 UGIL 50 U U Yes S3VEM
hane
Chloroform 25 UG/L 5.0 U ] Yes S3VEM
1,1,1-
Trichloroethane 25 UG/L 5.0 U U Yes S3VEM
Cyclohexane 25 UG/L 5.0 U U Yes S3VEM
Carbon 25 UGIL 5.0 U U Yes SIVEM
tetrachloride
Benzene 25 UG/L 50 U U Yes S3VEM
1,2-
Dichloroethane 25 UG/L 5.0 U U Yes S3VEM
1,4-Dioxane 500 UG/L 50 U U Yes S3VEM
Trichloroethene 25 UG/L 50 U ] Yes S3VEM
Methy'%c' ohexa 25 UGIL 5.0 U U Yes SBVEM
Lz 25 UGIL 5.0 U U Yes SIVEM
Dichloropropane
Bromodichlorom 25 UG/L 5.0 U ] Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 25 UG/L 5.0 U U Yes S3VEM
_ Gsl3 25 UGIL 5.0 U U Yes SBVEM
Dichloropropene
4-Methy-2- 50 UGIL 50 U U Yes S3VEM
pentanone
Toluene 14 UG/L 5.0 J J Yes S3VEM
rans1,3- 25 UGIL 5.0 U U Yes SIVEM
Dichloropropene
1,1,2-
Trichloroethane 25 UG/L 5.0 U U Yes S3VEM
Tetrac“'groethm 25 UGIL 5.0 U U Yes S3VEM
2-Hexanone 50 UG/L 50 U ] Yes S3VEM
Dibromachl orom 25 UGIL 5.0 U U Yes SBVEM
ethane
1,2-
Dibromoethane 25 UG/L 5.0 U U Yes S3VEM
Chlorobenzene 25 UG/L 5.0 U ] Yes S3VEM
Ethylbenzene 440 UG/L 5.0 Yes S3VEM
o-Xylene 48 UG/L 50 Yes S3VEM
m,p-Xylene 2200 UGI/L 5.0 E Yes SVEM
Styrene 25 UG/L 5.0 U U Yes S3VEM
Bromoform 25 UG/L 5.0 U ] Yes S3VEM
'wpromé' benzen 25 UGIL 50 U u Yes S3VEM
1,1,2,2-
Tetrachloroethan 25 UG/L 5.0 U ] Yes S3VEM
e
13 25 UGIL 5.0 U U Yes SIVEM
Dichlorobenzene
14 25 UGIL 5.0 U U Yes SBVEM
Dichlorobenzene
. 1,2- 25 UG/L 50 U U Yes S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 25 UG/L 5.0 U U Yes SBVEM
chloropropane
1,2,4-
Trichlorobenzen 25 UG/L 50 U ] Yes S3VEM
e
1,2,3-
Trichlorobenzen 25 UG/L 5.0 U ] Yes S3VEM
e
Benzene, 1.2,3- 5.0 NJ Yes SBVEM
trimethyl-
Benzene,
1,2,3,5- 5.0 NJ Yes S3VEM
tetramethyl-
Benzene,
1,2,4,5- 50 NJ Yes S3VEM
tetramethyl-
Benzene, 1,2,4- 5.0 NJ Yes SBVEM
trimethyl-
Benzene,
1,2,3,4- 5.0 NJ Yes S3VEM
tetramethyl-
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzene, 1-
ethyl-3-methyl- 5.0 NJ Yes S3VEM
Benzene, 1,3, 5.0 NJ Yes SVEM
trimethyl-
Benzene, 1-
methyl-2-(1- 5.0 NJ Yes S3VEM
methylethyl)-
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP
Sample Number:  B7FW6 Method:  Aroclor Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-01A pH: 6.6 Sample Date:  12/14/2011 Sample Time:  09:15:00
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Aroclor-1016 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1221 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1232 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1242 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1248 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1254 0.34 UG/L 1.0 JP J Yes S3VEM
Aroclor-1260 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1262 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1268 1.0 UG/L 1.0 U ] Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FW6 Method: BNA Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-01A pH: 6.6 Sample Date:  12/14/2011 Sample Time:  09:15:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzaldehyde 5.0 UG/L 1.0 U U Yes S3VEM
Phenol 5.0 UG/L 1.0 U U Yes S3VEM
Bis(2-
chloroethyl)ether 5.0 UG/L 1.0 U U Yes S3VEM
2-Chlorophenol 5.0 UG/L 1.0 U U Yes S3VEM
2-Methylphenol 24 UG/L 1.0 Yes S3VEM
2,2-Oxybis(1- 5.0 UGIL 1.0 U U Yes S3VEM
chloropropane)
Acetophenone 5.0 UG/L 1.0 U U Yes S3VEM
4-Methylphenal 5.0 UG/L 1.0 U U Yes S3VEM
N-Nitroso-aii-n- 50 UGIL 10 U U Yes S3VEM
propylamine
Hexac“'groetha” 50 UGIL 10 U U Yes SBVEM
Nitrobenzene 5.0 UG/L 1.0 U U Yes S3VEM
I sophorone 5.0 UG/L 1.0 U U Yes S3VEM
2-Nitrophenol 5.0 UG/L 1.0 U U Yes S3VEM
2,4-
Dimethylphenol 96 UG/L 1.0 E Yes S3VEM
Bis(2-
chloroethoxy)me 5.0 UG/L 1.0 U U Yes S3VEM
thane
. 2.4- 5.0 UG/L 1.0 U U Yes S3VEM
Dichlorophenol
Naphthalene 17 UG/L 1.0 Yes S3VEM
4-Chloroaniline 5.0 UG/L 1.0 U ] Yes S3VEM
Hexac?éﬂLOb“tad 50 UGIL 10 U U Yes S3VEM
Caprolactam 5.0 UG/L 1.0 U U Yes S3VEM
4-Chloro-3- 50 UGIL 10 U U Yes S3VEM
methylphenol
2-
Methylnaphthale 32 UG/L 1.0 Yes S3VEM
ne
Hexachlorocyclo 50 UGIL 10 U U Yes SVEM
pentadiene
246 5.0 UGIL 10 U U Yes SBVEM
Trichlorophenol
245 5.0 UGIL 1.0 U U Yes SBVEM
Trichlorophenol
1,1'-Biphenyl 5.0 UG/L 1.0 U U Yes S3VEM
2-
Chloronaphthale 5.0 UG/L 1.0 U ] Yes S3VEM
ne
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
2-Nitroaniline 10 UG/L 1.0 ] U Yes S3VEM
D'meth%’e'phtha'a 5.0 UGIL 1.0 U U Yes S3VEM
26 5.0 UGIL 1.0 U U Yes SBVEM
Dinitrotoluene
Acenaphthylene 5.0 UG/L 1.0 U U Yes S3VEM
3-Nitroaniline 10 UG/L 1.0 U ] Yes S3VEM
Acenaphthene 5.0 UG/L 1.0 U U Yes S3VEM
24 10 UGIL 1.0 U U Yes SBVEM
Dinitrophenol
4-Nitrophenol 10 UG/L 1.0 U U Yes S3VEM
Dibenzofuran 50 UG/L 1.0 U ] Yes S3VEM
24 5.0 UGIL 1.0 U U Yes SBVEM
Dinitrotoluene
Diethylphthalate 5.0 UG/L 1.0 U U Yes S3VEM
Fluorene 5.0 UG/L 1.0 U ] Yes S3VEM
4-Chlorophenyl- 5.0 UGIL 1.0 U U Yes SBVEM
phenylether
4-Nitroaniline 10 UG/L 1.0 ] U Yes S3VEM
4,6-Dinitro-2- 10 UGIL 1.0 U U Yes SBVEM
methylphenol
N_
Nitrosodiphenyla 5.0 UG/L 1.0 U U Yes S3VEM
mine
1,2,4,5-
Tetrachlorobenze 50 UG/L 1.0 U ] Yes S3VEM
ne
4-Bromophenyl- 5.0 UGIL 1.0 u U Yes SBVEM
phenylether
Hexa‘:h'n‘:"benze 50 UGIL 10 U U Yes S3VEM
Atrazine 5.0 UG/L 1.0 U U Yes S3VEM
Pemac“(')l"mphe” 10 UGIL 10 U U Yes S3VEM
Phenanthrene 3.6 UG/L 1.0 J J Yes S3VEM
Anthracene 5.0 UG/L 1.0 U ] Yes S3VEM
Carbazole 5.0 UG/L 1.0 U U Yes S3VEM
Di-n-
butylphthalate 5.0 UG/L 1.0 U U Yes S3VEM
Fluoranthene 5.0 UG/L 1.0 U ] Yes S3VEM
Pyrene 5.0 UG/L 1.0 U U Yes S3VEM
Buty| Zegtzey' phth 50 UGIL 10 U U Yes S3VEM
3,3-
Dichlorobenzidin 5.0 UG/L 1.0 U U Yes S3VEM
e
Benzofana):mhrac 5.0 UGIL 1.0 U U Yes SBVEM
Chrysene 5.0 UG/L 1.0 U U Yes S3VEM
Bis(2-
ethylhexyl) 52 UG/L 1.0 Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
phthalate 52 UG/L 1.0 Yes S3VEM
Di-n-
octylphthal ate 5.0 UG/L 1.0 U U Yes S3VEM
Benzogz)r:'e“"ram 50 UGIL 10 U U Yes S3VEM
Benzorgk)f'uormt 50 UGIL 10 U U Yes S3VEM
ene
Benzo(a)pyrene 5.0 UG/L 1.0 U U Yes S3VEM
Indeno(1,2,3- 50 UGIL 10 U U Yes S3VEM
_ cd)pyrene
Dibenzo(a hjanth 50 UGIL 10 U U Yes SBVEM
racene
Benzol(gag')pery 50 UGIL 10 U U Yes S3VEM
2,3,4,6-
Tetrachlorophen 5.0 UG/L 1.0 U U Yes S3VEM
ol
Benzenamine,
2 6-dimethyl- 1.0 NJ Yes S3VEM
Benzene, 1,2,4- 1.0 NJ Yes SBVEM
trimethyl-
4b,8-Dimethyl-
2-
isopropylphenant 10 NJ Yes SBVEM
hrene,
4h,5,6,7,8,8a,9,1
0-octahydro-
Benzene, 1.2,3- 1.0 NJ Yes SBVEM
trimethyl-
Benzene, 1,2-
dimethyl-4-nitro- 10 NJ Yes SIVEM
Phenoal, 2,6-
dimethyl- 1.0 NJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FW6DL Method: BNA Matrix: Water MA Number: DEFAULT
Sample Location: pH: 6.6 Sample Date:  12/14/2011 Sample Time:  09:15:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzaldehyde 25 UG/L 5.0 U U No S3VEM
Phenol 25 UG/L 5.0 U U No S3VEM
Bis(2-
chloroethyl)ether 25 UG/L 5.0 U U No S3VEM
2-Chlorophenol 25 UG/L 5.0 U U No S3VEM
2-Methylphenol 20 UG/L 5.0 DJ J No S3VEM
2,2-Oxybis(1- 25 UGIL 5.0 U U No S3VEM
chloropropane)
Acetophenone 25 UG/L 5.0 U U No S3VEM
4-Methylphenal 25 UG/L 5.0 U U No S3VEM
N-Nitroso-aii-n- 25 UGIL 50 U u No S3VEM
propylamine
Hexac“'groetha” 25 UGIL 5.0 U U No SBVEM
Nitrobenzene 25 UG/L 50 U U No S3VEM
I sophorone 25 UG/L 5.0 U U No S3VEM
2-Nitrophenol 25 UG/L 5.0 U U No S3VEM
2,4-
Dimethylphenol 96 UG/L 5.0 D No S3VEM
Bis(2-
chloroethoxy)me 25 UG/L 5.0 U U No S3VEM
thane
. 2.4- 25 UG/L 5.0 U U No S3VEM
Dichlorophenol
Naphthalene 16 UG/L 5.0 DJ J No S3VEM
4-Chloroaniline 25 UG/L 5.0 U ] No S3VEM
Hexac?éﬂLOb“tad 25 UGIL 50 U u No S3VEM
Caprolactam 25 UG/L 5.0 U U No S3VEM
4-Chloro-3- 25 UGIL 50 U u No S3VEM
methylphenol
2-
Methylnaphthale 28 UG/L 5.0 D No S3VEM
ne
Hexachlorocyclo 25 UGIL 50 U U No SVEM
pentadiene
246 25 UGIL 5.0 U U No SBVEM
Trichlorophenol
245 25 UGIL 5.0 U U No SBVEM
Trichlorophenol
1,1'-Biphenyl 25 UG/L 5.0 U U No S3VEM
2-
Chloronaphthale 25 UG/L 50 U ] No S3VEM
ne
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
2-Nitroaniline 50 UG/L 5.0 U ] No S3VEM
D'meth%’e'phtha'a 25 UGIL 5.0 U U No S3VEM
26 25 UGIL 5.0 U U No SBVEM
Dinitrotoluene
Acenaphthylene 25 UG/L 5.0 U U No S3VEM
3-Nitroaniline 50 UG/L 5.0 U ] No S3VEM
Acenaphthene 25 UG/L 5.0 U U No S3VEM
24 50 UGIL 5.0 U U No SBVEM
Dinitrophenol
4-Nitrophenol 50 UG/L 50 U U No S3VEM
Dibenzofuran 25 UG/L 5.0 U ] No S3VEM
24 25 UGIL 5.0 U U No SBVEM
Dinitrotoluene
Diethylphthalate 25 UG/L 50 U U No S3VEM
Fluorene 25 UG/L 50 U ] No S3VEM
4-Chlorophenyl- 25 UGIL 5.0 U U No SBVEM
phenylether
4-Nitroaniline 50 UG/L 5.0 U ] No S3VEM
4,6-Dinitro-2- 50 UGIL 5.0 U uJ No SBVEM
methylphenol
N_
Nitrosodiphenyla 25 UG/L 5.0 U U No S3VEM
mine
1,2,4,5-
Tetrachlorobenze 25 UG/L 5.0 U ] No S3VEM
ne
4-Bromophenyl- 25 UGIL 5.0 u U No SBVEM
phenylether
Hexa‘:h'n‘:"benze 25 UGIL 50 U U No S3VEM
Atrazine 25 UG/L 50 U U No S3VEM
Pemac“(')l"mphe” 50 UGIL 50 U U No S3VEM
Phenanthrene 25 UG/L 5.0 U ] No S3VEM
Anthracene 25 UG/L 5.0 U ] No S3VEM
Carbazole 25 UG/L 50 U U No S3VEM
Di-n-
butylphthalate 25 UG/L 5.0 U U No S3VEM
Fluoranthene 25 UG/L 5.0 U ] No S3VEM
Pyrene 25 UG/L 50 U U No S3VEM
Butylbenzylphth 25 UGIL 50 U U No S3VEM
date
3,3-
Dichlorobenzidin 25 UG/L 5.0 U U No S3VEM
e
Benzofana):mhrac 25 UGIL 5.0 U U No SBVEM
Chrysene 25 UG/L 5.0 U U No S3VEM
Bis(2-
ethylhexyl) 25 UG/L 50 U U No S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
phthalate 25 UG/L 5.0 U U No S3VEM
Di-n-
octylphthal ate 25 UG/L 50 U U No S3VEM
Benzogz)r:'e“"ram 25 UGIL 50 U U No S3VEM
Benzo(k)fluorant 25 UGIL 50 U U No S3VEM
hene
Benzo(a)pyrene 25 UG/L 5.0 U U No S3VEM
Indeno(1,2,3- 25 UGIL 50 U U No S3VEM
_ cd)pyrene
Dibenzo(a hjanth 25 UGIL 5.0 U U No SBVEM
racene
Benzol(gag')pery 25 UGIL 50 U U No S3VEM
2,3,4,6-
Tetrachlorophen 25 UG/L 5.0 U U No S3VEM
ol
4B,8-Dimethyl-
2- 50 DNJ No S3VEM
i sopropyl phenant
Benzene, 1,2-
dimethyl-3-nitro- 50 DNJ No SSVEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FW6DL Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-01A pH: 2 Sample Date:  12/14/2011 Sample Time:  09:15:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 250 UGIL 50.0 U U No SBVEM
methane
Chloromethane 250 UG/L 50.0 U ] No S3VEM
Vinyl chloride 250 UG/L 50.0 U U No S3VEM
Bromomethane 250 UG/L 50.0 U uJ No S3VEM
Chloroethane 250 UG/L 50.0 U ] No S3VEM
Trichlorofluorom 250 UGIL 50.0 U U No SBVEM
ethane
1,1-
Dichloroethene 250 UG/L 50.0 U U No S3VEM
1,1,2-Trichloro-
1,2,2- 250 UG/L 50.0 U U No S3VEM
trifluoroethane
Acetone 500 UG/L 50.0 U U No S3VEM
Carbon disulfide 250 UG/L 50.0 U U No S3VEM
Methyl acetate 250 UG/L 50.0 U U No S3VEM
Methylene 250 UGIL 50.0 DJ U No SBVEM
chloride
trans-1,2-
Dichloroethene 250 UG/L 50.0 U U No S3VEM
Methy! tert-buityl 250 UGIL 50.0 U U No S3VEM
ether
1,1-
Dichloroethane 250 UG/L 50.0 U U No S3VEM
cis-1,2-
Dichloroethene 250 UG/L 50.0 U U No S3VEM
2-Butanone 500 UG/L 50.0 U U No S3VEM
Bromochioromet 250 UGIL 50.0 U U No S3VEM
hane
Chloroform 250 UG/L 50.0 U ] No S3VEM
1,1,1-
Trichloroethane 250 UG/L 50.0 U U No S3VEM
Cyclohexane 250 UG/L 50.0 U U No S3VEM
Carbon 250 UGIL 50.0 U U No SIVEM
tetrachloride
Benzene 250 UG/L 50.0 U U No S3VEM
1,2-
Dichloroethane 250 UG/L 50.0 U U No S3VEM
1,4-Dioxane 5000 UG/L 50.0 U U No S3VEM
Trichloroethene 250 UG/L 50.0 U ] No S3VEM
Methy'%c' ohexa 250 UGIL 50.0 U U No SBVEM
Lz 250 UGIL 50.0 U U No SIVEM
Dichloropropane
Bromodichlorom 250 UG/L 50.0 U ] No S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 250 UG/L 50.0 U U No S3VEM
_ Gsl3 250 UGIL 50.0 U U No SIVEM
Dichloropropene
4-Methy-2- 500 UGIL 50.0 U U No S3VEM
pentanone
Toluene 250 UG/L 50.0 U U No S3VEM
rans1,3- 250 UGIL 50.0 U U No SIVEM
Dichloropropene
1,1,2-
Trichloroethane 250 UG/L 50.0 U U No S3VEM
Tetrac“'groethm 250 UGIL 50.0 U U No S3VEM
2-Hexanone 500 UG/L 50.0 U ] No S3VEM
Dibromachl orom 250 UGIL 50.0 U U No SBVEM
ethane
1,2-
Dibromoethane 250 UG/L 50.0 U U No S3VEM
Chlorobenzene 250 UG/L 50.0 U ] No S3VEM
Ethylbenzene 330 UG/L 50.0 D No S3VEM
o-Xylene 250 UG/L 50.0 U U No S3VEM
m,p-Xylene 2200 UG/L 50.0 D No S3VEM
Styrene 250 UG/L 50.0 U U No S3VEM
Bromoform 250 UG/L 50.0 U ] No S3VEM
'wpromé' benzen 250 UGIL 50.0 U U No S3VEM
1,1,2,2-
Tetrachloroethan 250 UG/L 50.0 U ] No S3VEM
e
13 250 UGIL 50.0 U U No SIVEM
Dichlorobenzene
14 250 UGIL 50.0 U U No SBVEM
Dichlorobenzene
. 1,2- 250 UG/L 50.0 U U No S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 250 UGIL 50.0 U U No S3VEM
chloropropane
1,2,4-
Trichlorobenzen 250 UG/L 50.0 U ] No S3VEM
e
1,2,3-
Trichlorobenzen 250 UG/L 50.0 U ] No S3VEM
e
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP
Sample Number: B7FW6MS Method:  Aroclor Matrix: Water MA Number: DEFAULT
Sample Location: pH: 6.6 Sample Date:  12/14/2011 Sample Time:  09:15:00
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Aroclor-1016 32 UG/L 1.0 Yes S3VEM
Aroclor-1260 3.6 UG/L 1.0 Yes S3VEM
Aroclor-1221 1.0 UG/L 1.0 U ] Yes S3VEM
Aroclor-1232 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1242 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1248 1.0 UG/L 1.0 U ] Yes S3VEM
Aroclor-1254 1.6 UG/L 1.0 P NJ Yes S3VEM
Aroclor-1262 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1268 10 UG/L 10 U U Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number: B7FW6MS Method:  Pest Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-01A pH: 6.6 Sample Date:  12/14/2011 Sample Time:  09:15:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
gammaBHC 0.20 UGIL 10 J Yes SBVEM
(Lindane)
alpha-BHC 0.050 UG/L 1.0 U N] Yes S3VEM
Heptachlor 0.22 UG/L 1.0 J Yes S3VEM
beta-BHC 0.050 UG/L 1.0 U uJ Yes S3VEM
deltaBHC 0.050 UG/L 1.0 U N] Yes S3VEM
Aldrin 0.21 UG/L 1.0 J Yes S3VEM
Dieldrin 0.45 UG/L 1.0 J Yes S3VEM
Endrin 0.43 UG/L 1.0 J Yes S3VEM
44-DDT 0.44 UG/L 1.0 J Yes S3VEM
Heptachlor 0.050 UGIL 10 u uJ Yes SIVEM
epoxide
Endosulfan | 0.050 UG/L 1.0 U uJ Yes S3VEM
4,4-DDE 0.10 UG/L 1.0 U uJ Yes S3VEM
Endosulfan |1 0.10 UG/L 1.0 U uJ Yes S3VEM
4,4-DDD 0.10 UG/L 1.0 U uJ Yes S3VEM
Endosulfan 0.10 UGIL 10 U uJ Yes S3VEM
sulfate
Methoxychlor 0.50 UG/L 1.0 U uJ Yes S3VEM
Endrin ketone 0.10 UG/L 1.0 U uJ Yes S3VEM
Endrin aldehyde 0.10 UG/L 1.0 U uJ Yes S3VEM
alpha-Chlordane 0.050 UG/L 1.0 U uJ Yes S3VEM
gamma 0.050 UGIL 1.0 U uJ Yes SBVEM
Chlordane
Toxaphene 5.0 UG/L 1.0 U uJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP
Sample Number:  B7FW6MSD Method:  Aroclor Matrix: Water MA Number: DEFAULT
Sample Location: pH: 6.6 Sample Date:  12/14/2011 Sample Time:  09:15:00
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Aroclor-1016 32 UG/L 1.0 Yes S3VEM
Aroclor-1221 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1260 35 UG/L 1.0 Yes S3VEM
Aroclor-1232 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1242 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1248 1.0 UG/L 1.0 U ] Yes S3VEM
Aroclor-1254 15 UG/L 1.0 P NJ Yes S3VEM
Aroclor-1262 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1268 10 UG/L 10 U U Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FW6MSD Method:  Pest Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-01A pH: 6.6 Sample Date:  12/14/2011 Sample Time:  09:15:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
gammaBHC 0.20 UGIL 10 J Yes SBVEM
(Lindane)
alpha-BHC 0.050 UG/L 1.0 U N] Yes S3VEM
beta-BHC 0.050 UG/L 1.0 U uJ Yes S3VEM
Heptachlor 0.22 UG/L 1.0 J Yes S3VEM
Aldrin 0.21 UG/L 1.0 J Yes S3VEM
delta-BHC 0.050 UG/L 1.0 U uJ Yes S3VEM
Dieldrin 0.46 UG/L 1.0 J Yes S3VEM
Endrin 0.46 UG/L 1.0 J Yes S3VEM
44-DDT 0.45 UG/L 1.0 J Yes S3VEM
Heptachlor 0.050 UGIL 10 u uJ Yes SIVEM
epoxide
Endosulfan | 0.050 UG/L 1.0 U uJ Yes S3VEM
4,4-DDE 0.10 UG/L 1.0 U uJ Yes S3VEM
Endosulfan |1 0.10 UG/L 1.0 U uJ Yes S3VEM
4,4-DDD 0.10 UG/L 1.0 U uJ Yes S3VEM
Endosulfan 0.10 UGIL 10 U uJ Yes S3VEM
sulfate
Methoxychlor 0.50 UG/L 1.0 U uJ Yes S3VEM
Endrin ketone 0.10 UG/L 1.0 U uJ Yes S3VEM
Endrin aldehyde 0.10 UG/L 1.0 U uJ Yes S3VEM
alpha-Chlordane 0.050 UG/L 1.0 U uJ Yes S3VEM
gamma 0.050 UGIL 1.0 U uJ Yes SBVEM
Chlordane
Toxaphene 5.0 UG/L 1.0 U uJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP
Sample Number:  B7FW8 Method:  Aroclor Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-02A pH: 6.5 Sample Date:  12/14/2011 Sample Time:  10:00:00
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Aroclor-1016 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1221 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1232 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1242 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1248 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1254 1.0 UG/L 1.0 JP U Yes S3VEM
Aroclor-1260 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1262 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1268 1.0 UG/L 1.0 U ] Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FW8 Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-02A pH: 2 Sample Date:  12/14/2011 Sample Time:  10:00:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 50 UGIL 10.0 U U Yes SBVEM
methane
Chloromethane 50 UG/L 10.0 U ] Yes S3VEM
Vinyl chloride 50 UG/L 10.0 U U Yes S3VEM
Bromomethane 50 UG/L 10.0 U ] Yes S3VEM
Chloroethane 50 UG/L 10.0 U ] Yes S3VEM
Trichlorcfluorom 50 UGIL 10.0 U U Yes SBVEM
ethane
1,1-
Dichloroethene 50 UG/L 10.0 U U Yes S3VEM
1,1,2-Trichloro-
1,2,2- 50 UG/L 10.0 U U Yes S3VEM
trifluoroethane
Acetone 100 UG/L 10.0 U U Yes S3VEM
Carbon disulfide 50 UG/L 10.0 U U Yes S3VEM
Methyl acetate 50 UG/L 10.0 U U Yes S3VEM
Methylene 50 UGIL 10.0 J U Yes SBVEM
chloride
trans-1,2-
Dichloroethene 50 UG/L 10.0 U U Yes S3VEM
Methy! tert-buityl 50 UGIL 100 U U Yes S3VEM
ether
1,1-
Dichloroethane 50 UG/L 10.0 U U Yes S3VEM
_ Gis1,2- 50 UGIL 10.0 U U Yes SIVEM
Dichloroethene )
2-Butanone 100 UG/L 10.0 U U Yes S3VEM
Bromochioromet 50 UGIL 100 U U Yes S3VEM
hane
Chloroform 50 UG/L 10.0 U ] Yes S3VEM
1,1,1-
Trichloroethane 50 UG/L 10.0 U U Yes S3VEM
Cyclohexane 50 UG/L 10.0 U U Yes S3VEM
Carbon 50 UGIL 10.0 U U Yes SIVEM
tetrachloride
Benzene 160 UG/L 10.0 Yes S3VEM
1,2-
Dichloroethane 50 UG/L 10.0 U U Yes S3VEM
1,4-Dioxane 1000 UG/L 10.0 U U Yes S3VEM
Trichloroethene 50 UG/L 10.0 U ] Yes S3VEM
Methy'%c' ohexa 50 UGIL 10.0 U U Yes SBVEM
Lz 50 UGIL 10.0 U U Yes SIVEM
Dichloropropane
Bromodichlorom 50 UG/L 10.0 U ] Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level

ethane 50 UG/L 10.0 U U Yes S3VEM
_ Gsl3 50 UGIL 10.0 U U Yes SIVEM
Dichloropropene
4-Methyl-2- 100 UGIL 100 U U Yes S3VEM
pentanone
Toluene 40 UG/L 10.0 J J Yes S3VEM
rans1,3- 50 UGIL 10.0 U U Yes SIVEM
Dichloropropene
1,1,2-
Trichloroethane 50 UG/L 10.0 U U Yes S3VEM
Tetrac“'groethm 50 UGIL 10.0 U U Yes S3VEM
2-Hexanone 100 UG/L 10.0 U ] Yes S3VEM
Dibromachl orom 50 UGIL 10.0 U U Yes SBVEM
ethane
1,2-
Dibromoethane 50 UG/L 10.0 U U Yes S3VEM
Chlorobenzene 50 UG/L 10.0 U ] Yes S3VEM
Ethylbenzene 310 UG/L 10.0 Yes S3VEM
o-Xylene 3700 UG/L 10.0 E Yes S3VEM
m,p-Xylene 1000 UG/L 10.0 Yes S3VEM
Styrene 50 UG/L 10.0 U U Yes S3VEM
Bromoform 50 UG/L 10.0 U ] Yes S3VEM
'wpr"pi'be”ze” 250 UGIL 100 Yes S3VEM
1,1,2,2-
Tetrachloroethan 50 UG/L 10.0 U ] Yes S3VEM
e
13 50 UGIL 10.0 U U Yes SIVEM
Dichlorobenzene
14 50 UGIL 10.0 U U Yes SBVEM
Dichlorobenzene
. 1,2- 50 UG/L 10.0 U U Yes S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 50 UGIL 100 U U Yes S3VEM
chloropropane
1,2,4-
Trichlorobenzen 50 UG/L 10.0 U ] Yes S3VEM
e
1,2,3-
Trichlorobenzen 50 UG/L 10.0 U ] Yes S3VEM
e
Benzene, 1,2,4- 10.0 NJ Yes SBVEM
trimethyl-
Benzene,
1,2,3,4- 10.0 NJ Yes S3VEM
tetramethyl-
Benzene, 1,2,3- 10.0 NJ Yes SRVEM
trimethy!-
Benzene, 1-
ethyl-4-methyl- 10.0 NJ Yes S3VEM
Benzene, 1-
ethenyl-3-ethyl- 10.0 NJ Yes SVEM
Benzene, (1-
methyl-2- 10.0 NJ Yes S3VEM
cyclopropen-1-
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
yh)- 10.0 NJ Yes S3VEM
Benzene, 2-
ethyl-1,4- 10.0 NJ Yes S3VEM
dimethyl-
Benzene, 1,3,5- 100 NJ Yes S3VEM
trimethyl-
Benzene, 1-
ethyl-2-methyl- 10.0 NJ Yes S3VEM
Benzene, 1- 10.0 NJ Yes S3VEM
methyl-2-propyl-
Benzene, propyl- 10.0 NJ Yes SVEM
Benzene, 1-
ethyl-2,4- 10.0 NJ Yes S3VEM
dimethyl-
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FW8 Method: BNA Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-02A pH: 6.5 Sample Date:  12/14/2011 Sample Time:  10:00:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzaldehyde 5.0 UG/L 1.0 U U Yes S3VEM
Phenol 300 UG/L 1.0 E Yes S3VEM
Bis(2-
chloroethyl)ether 5.0 UG/L 1.0 U U Yes S3VEM
2-Chlorophenol 5.0 UG/L 1.0 U U Yes S3VEM
2-Methylphenol 68 UG/L 1.0 Yes S3VEM
2,2-Oxybis(1- 5.0 UGIL 1.0 U U Yes S3VEM
chloropropane)
Acetophenone 5.0 UG/L 1.0 U U Yes S3VEM
4-Methylphenal 150 UG/L 1.0 E Yes S3VEM
N-Nitroso-aii-n- 50 UGIL 10 U U Yes S3VEM
propylamine
Hexac“'groetha” 50 UGIL 10 U U Yes SBVEM
Nitrobenzene 5.0 UG/L 1.0 U U Yes S3VEM
I sophorone 5.0 UG/L 1.0 U U Yes S3VEM
2-Nitrophenol 5.0 UG/L 1.0 U U Yes S3VEM
2,4-
Dimethylphenol 4.8 UG/L 1.0 J J Yes S3VEM
Bis(2-
chloroethoxy)me 5.0 UG/L 1.0 U U Yes S3VEM
thane
. 2.4- 5.0 UG/L 1.0 U U Yes S3VEM
Dichlorophenol
Naphthalene 42 UG/L 1.0 Yes S3VEM
4-Chloroaniline 5.0 UG/L 1.0 U ] Yes S3VEM
Hexac?éﬂLOb“tad 50 UGIL 10 U U Yes S3VEM
Caprolactam 5.0 UG/L 1.0 U U Yes S3VEM
4-Chloro-3- 50 UGIL 10 U U Yes S3VEM
methylphenol
2-
Methylnaphthale 5.0 UG/L 1.0 U U Yes S3VEM
ne
Hexachlorocyclo 50 UGIL 10 U U Yes SVEM
pentadiene
246 5.0 UGIL 10 U U Yes SBVEM
Trichlorophenol
245 5.0 UGIL 1.0 U U Yes SBVEM
Trichlorophenol
1,1'-Biphenyl 20 UG/L 1.0 Yes S3VEM
2-
Chloronaphthale 5.0 UG/L 1.0 U ] Yes S3VEM
ne
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
2-Nitroaniline 10 UG/L 1.0 ] U Yes S3VEM
D'meth%’e'phtha'a 5.0 UGIL 1.0 U U Yes S3VEM
26 5.0 UGIL 1.0 U U Yes SBVEM
Dinitrotoluene
Acenaphthylene 5.0 UG/L 1.0 U U Yes S3VEM
3-Nitroaniline 10 UG/L 1.0 U ] Yes S3VEM
Acenaphthene 5.0 UG/L 1.0 U U Yes S3VEM
24 10 UGIL 1.0 U U Yes SBVEM
Dinitrophenol
4-Nitrophenol 10 UG/L 1.0 U U Yes S3VEM
Dibenzofuran 50 UG/L 1.0 U ] Yes S3VEM
24 5.0 UGIL 1.0 U U Yes SBVEM
Dinitrotoluene
Diethylphthalate 5.0 UG/L 1.0 U U Yes S3VEM
Fluorene 5.0 UG/L 1.0 U ] Yes S3VEM
4-Chlorophenyl- 5.0 UGIL 1.0 U U Yes SBVEM
phenylether
4-Nitroaniline 10 UG/L 1.0 ] U Yes S3VEM
4,6-Dinitro-2- 10 UGIL 1.0 U U Yes SBVEM
methylphenol
N_
Nitrosodiphenyla 5.0 UG/L 1.0 U U Yes S3VEM
mine
1,2,4,5-
Tetrachlorobenze 50 UG/L 1.0 U ] Yes S3VEM
ne
4-Bromophenyl- 5.0 UGIL 1.0 u U Yes SBVEM
phenylether
Hexa‘:h'n‘:"benze 50 UGIL 10 U U Yes S3VEM
Atrazine 5.0 UG/L 1.0 U U Yes S3VEM
Pemac“(')l"mphe” 10 UGIL 10 U U Yes S3VEM
Phenanthrene 5.0 UG/L 1.0 U ] Yes S3VEM
Anthracene 5.0 UG/L 1.0 U ] Yes S3VEM
Carbazole 5.0 UG/L 1.0 U U Yes S3VEM
Di-n-
butylphthalate 5.0 UG/L 1.0 U U Yes S3VEM
Fluoranthene 5.0 UG/L 1.0 U ] Yes S3VEM
Pyrene 5.0 UG/L 1.0 U U Yes S3VEM
Buty| Zegtzey' phth 50 UGIL 10 U U Yes S3VEM
3,3-
Dichlorobenzidin 5.0 UG/L 1.0 U U Yes S3VEM
e
Benzofana):mhrac 5.0 UGIL 1.0 U U Yes SBVEM
Chrysene 5.0 UG/L 1.0 U U Yes S3VEM
Bis(2-
ethylhexyl) 5.0 UG/L 1.0 U U Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
phthalate 5.0 UG/L 1.0 U U Yes S3VEM
Di-n-
octylphthal ate 5.0 UG/L 1.0 U U Yes S3VEM
Benzogz)r:'e“"ram 50 UGIL 10 U U Yes S3VEM
Benzorgk)f'uormt 50 UGIL 10 U U Yes S3VEM
ene
Benzo(a)pyrene 5.0 UG/L 1.0 U U Yes S3VEM
Indeno(1,2,3- 50 UGIL 10 U U Yes S3VEM
_ cd)pyrene
Dibenzo(ah)anth 5.0 UGIL 1.0 U U Yes SBVEM
racene
Benzol(gag')pery 50 UGIL 10 U U Yes S3VEM
2,3,4,6-
Tetrachlorophen 5.0 UG/L 1.0 U U Yes S3VEM
ol

Benzene, 1-

butenyl-. (E)- 1.0 NJ Yes S3VEM
cis-.beta-
Methylstyrene 1.0 NJ Yes S3VEM

Benzene, 1-

ethyl-2,4- 1.0 NJ Yes S3VEM
dimethyl-

Benzene, (1- 1.0 NJ Yes SBVEM
methylpropyl)-

1-methyl-1- 10 NJ Yes SIVEM

indanol
Benzene, 1,2,3- 1.0 NJ Yes SBVEM
trimethyl-

Benzene, 1-

methyl-2-(1- 1.0 NJ Yes SVEM
methylethyl)-
1H-Inden-1-one,

2 3-dihvdro- 1.0 NJ Yes S3VEM
Dipheny! ether 1.0 NJ Yes S3VEM
Benzene, 1.3,5- 1.0 NJ Yes SBVEM

trimethyl-
Benzenemethano
|, .alpha.-methyl- 1.0 NJ Yes S3VEM
Benzene, 1-
ethyl-4-methyl- 1.0 NJ Yes S3VEM
Phenol, 4- 1.0 NJ Yes SBVEM
phenoxy-
Benzenemethano
[, .apha. 4- 1.0 NJ Yes S3VEM
dimethyl-
1H-Inden-1-0l,
2 3-dihydro- 1.0 NJ Yes S3VEM
Benzene, 2-
ethyl-1,4- 1.0 NJ Yes S3VEM
dimethyl-
Benzene, 1,2-
diethyl- 1.0 NJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FW8 Method:  Pest Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-02A pH: 6.5 Sample Date:  12/14/2011 Sample Time:  10:00:00
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
alphaBHC 0.050 UG/L 1.0 U uJ Yes S3VEM
beta-BHC 0.050 UG/L 1.0 U uJ Yes S3VEM
delta-BHC 0.050 UG/L 1.0 U uJ Yes S3VEM

gammaBHC 0.050 UGIL 10 U uJ Yes SBVEM
(Lindane)
Heptachlor 0.050 UG/L 1.0 U uJ Yes S3VEM
Aldrin 0.050 UG/L 1.0 U uJ Yes S3VEM
Heptachlor 0.050 UGIL 10 u uJ Yes SIVEM
epoxide
Endosulfan | 0.050 UG/L 1.0 U uJ Yes S3VEM
Dieldrin 0.10 UG/L 1.0 U uJ Yes S3VEM
4,4-DDE 0.10 UG/L 1.0 U uJ Yes S3VEM
Endrin 0.10 UG/L 1.0 U uJ Yes S3VEM
Endosulfan I1 0.10 UG/L 1.0 U uJ Yes S3VEM
4.4-DDD 0.10 UG/L 1.0 U uJ Yes S3VEM
Endosulfan 0.10 UGIL 10 U uJ Yes SBVEM
sulfate
4.4-DDT 0.10 UG/L 1.0 U uJ Yes S3VEM
Methoxychlor 0.50 UG/L 1.0 U uJ Yes S3VEM
Endrin ketone 0.10 UG/L 1.0 U uJ Yes S3VEM

Endrin aldehyde 0.10 UG/L 1.0 U uJ Yes S3VEM

alpha-Chlordane 0.050 UG/L 1.0 U uJ Yes S3VEM

gamma 0.050 UGIL 1.0 U uJ Yes SBVEM
Chlordane
Toxaphene 5.0 UG/L 1.0 U uJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FW8DL Method: BNA Matrix: Water MA Number: DEFAULT
Sample Location: pH: 6.5 Sample Date:  12/14/2011 Sample Time:  10:00:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzaldehyde 50 UG/L 10.0 U U No S3VEM
Phenol 300 UG/L 10.0 D No S3VEM
Bis(2-
chloroethyl)ether 50 UG/L 10.0 U U No S3VEM
2-Chlorophenol 50 UG/L 10.0 U U No S3VEM
2-Methylphenol 65 UG/L 10.0 D No SVEM
2,2-Oxybis(1- 50 UGIL 10.0 U U No S3VEM
chloropropane)
Acetophenone 50 UG/L 10.0 U U No S3VEM
4-Methylphenal 150 UG/L 10.0 D No S3VEM
N-Nitroso-aii-n- 50 UGIL 100 U U No S3VEM
propylamine
Hexac“'groetha” 50 UGIL 100 U U No SBVEM
Nitrobenzene 50 UG/L 10.0 U U No S3VEM
I sophorone 50 UG/L 10.0 U U No S3VEM
2-Nitrophenol 50 UG/L 10.0 U U No S3VEM
2,4-
Dimethylphenol 50 UG/L 10.0 U U No S3VEM
Bis(2-
chloroethoxy)me 50 UG/L 10.0 U U No S3VEM
thane
. 2.4- 50 UG/L 10.0 U U No S3VEM
Dichlorophenol
Naphthalene 42 UG/L 10.0 DJ J No S3VEM
4-Chloroaniline 50 UG/L 10.0 U ] No S3VEM
Hexac?éﬂLOb“tad 50 UGIL 100 U U No S3VEM
Caprolactam 50 UG/L 10.0 U U No S3VEM
4-Chloro-3- 50 UGIL 10.0 U U No S3VEM
methylphenol
2-
Methylnaphthale 50 UG/L 10.0 U U No S3VEM
ne
Hexachlorocyclo 50 UGIL 100 U U No SVEM
pentadiene
246 50 UGIL 100 U U No SBVEM
Trichlorophenol
245 50 UGIL 10.0 U U No SBVEM
Trichlorophenol
1,1'-Biphenyl 50 UG/L 10.0 U U No S3VEM
2-
Chloronaphthale 50 UG/L 10.0 U ] No S3VEM
ne
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
2-Nitroaniline 100 UG/L 10.0 ] U No S3VEM
D'meth%’e'phtha'a 50 UGIL 10.0 U U No S3VEM
26 50 UGIL 10.0 U U No SBVEM
Dinitrotoluene
Acenaphthylene 50 UG/L 10.0 U U No S3VEM
3-Nitroaniline 100 UG/L 10.0 U ] No S3VEM
Acenaphthene 50 UG/L 10.0 U U No S3VEM
24 100 UGIL 10.0 U U No SBVEM
Dinitrophenol
4-Nitrophenol 100 UG/L 10.0 U U No S3VEM
Dibenzofuran 50 UG/L 10.0 U ] No S3VEM
24 50 UGIL 10.0 U U No SBVEM
Dinitrotoluene
Diethylphthalate 50 UG/L 10.0 U U No S3VEM
Fluorene 50 UG/L 10.0 U ] No S3VEM
4-Chlorophenyl- 50 UGIL 10.0 U U No SBVEM
phenylether
4-Nitroaniline 100 UG/L 10.0 ] U No S3VEM
4,6-Dinitro-2- 100 UGIL 10.0 U U No SBVEM
methylphenol
N_
Nitrosodiphenyla 50 UG/L 10.0 U U No S3VEM
mine
1,2,4,5-
Tetrachlorobenze 50 UG/L 10.0 U ] No S3VEM
ne
4-Bromophenyl- 50 UGIL 10.0 u U No SBVEM
phenylether
Hexa‘:h'n‘:"benze 50 UGIL 100 U U No S3VEM
Atrazine 50 UG/L 10.0 U U No S3VEM
Pemac“(')l"mphe” 100 UGIL 100 U U No S3VEM
Phenanthrene 50 UG/L 10.0 U ] No S3VEM
Anthracene 50 UG/L 10.0 U ] No S3VEM
Carbazole 50 UG/L 10.0 U U No S3VEM
Di-n-
butyiphthalate 50 UG/L 10.0 U U No S3VEM
Fluoranthene 50 UG/L 10.0 U U No S3VEM
Pyrene 50 UG/L 10.0 U U No S3VEM
Buty| Zegtzey' phth 50 UGIL 100 U U No S3VEM
3,3-
Dichlorobenzidin 50 UG/L 10.0 U ] No S3VEM
e
Benzofana):mhrac 50 UGIL 10.0 U U No SBVEM
Chrysene 50 UG/L 10.0 U U No S3VEM
Bis(2-
ethylhexyl) 50 UG/L 10.0 U U No S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
phthal ate 50 UGIL 10.0 U U No S3VEM
Di-n-
actyiphttelate 50 UGIL 10.0 U U No S3VEM
Benzogz)r:'e“"ram 50 UGIL 10.0 U U No S3VEM
Benzo(K)fl uorarit 50 UGIL 10.0 U U No SIVEM
hene
Benzo(a)pyrene 50 UG/L 10.0 U U No S3VEM
Indeno(1,2,3- 50 UGIL 10.0 U U No SIVEM
_ cd)pyrene
Dibenzo(a,hanth 50 UGIL 10.0 U U No S3VEM
racene
Benzol(gag')pery 50 UGIL 10.0 U U No S3VEM
234,6-
Tetrachlorophen 50 UG/L 10.0 U U No S3VEM
ol
Benzene, 1,2,4- 10.0 DNJ No S3VEM
trimetyhyl-
Indane 10.0 DNJ No S3VEM
1H-Inden-1-al,
2 3limeire: 10.0 DNJ No S3VEM
Benzene, 1-
2ot~ 10.0 DNJ No S3VEM
Benzene, 1,2,3- 10.0 DNJ No S3VEM
trimethyl-
Benzene, 1,3,5- 10.0 DNJ No S3VEM
trimethyl-
Benzene, 1-
-3 metl- 10.0 DNJ No S3VEM
1H-Inden-1-one,
2 2o 10.0 DNJ No S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FW8DL Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-02A pH: 2 Sample Date:  12/14/2011 Sample Time:  10:00:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 500 UGIL 100.0 U U No SBVEM
methane
Chloromethane 500 UG/L 100.0 U ] No S3VEM
Vinyl chloride 500 UG/L 100.0 U U No S3VEM
Bromomethane 500 UG/L 100.0 U uJ No S3VEM
Chloroethane 500 UG/L 100.0 U ] No S3VEM
Trichlorcfluorom 500 UGIL 100.0 U U No SBVEM
ethane
1,1-
Dichloroethene 500 UG/L 100.0 U U No S3VEM
1,1,2-Trichloro-
1,2,2- 500 UG/L 100.0 U U No S3VEM
trifluoroethane
Acetone 1000 UG/L 100.0 U U No S3VEM
Carbon disulfide 500 UG/L 100.0 U U No S3VEM
Methyl acetate 500 UG/L 100.0 U U No S3VEM
Methylene 500 UGIL 100.0 DJ U No SBVEM
chloride
trans-1,2-
Dichloroethene 500 UG/L 100.0 U U No S3VEM
Methy! tert-buityl 500 UGIL 100.0 U U No S3VEM
ether
1,1-
Dichloroethane 500 UG/L 100.0 U U No S3VEM
cis-1,2-
Dichloroethene 500 UG/L 100.0 U U No S3VEM
2-Butanone 1000 UG/L 100.0 U U No S3VEM
Bromochioromet 500 UGIL 100.0 U U No S3VEM
hane
Chloroform 500 UG/L 100.0 U U No S3VEM
1,1,1-
Trichloroethane 500 UG/L 100.0 U U No S3VEM
Cyclohexane 500 UG/L 100.0 U U No S3VEM
Carbon 500 UGIL 100.0 U U No SIVEM
tetrachloride
Benzene 500 UG/L 100.0 U U No S3VEM
1,2-
Dichloroethane 500 UG/L 100.0 U U No S3VEM
1,4-Dioxane 10000 UG/L 100.0 U U No S3VEM
Trichloroethene 500 UG/L 100.0 U ] No S3VEM
Methy'%c' ohexa 500 UGIL 100.0 U U No SBVEM
Lz 500 UGIL 100.0 U U No SIVEM
Dichloropropane
Bromodichlorom 500 UG/L 100.0 U ] No S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 500 UG/L 100.0 U U No S3VEM
_ Gsl3 500 UGIL 100.0 U U No SIVEM
Dichloropropene
4-Methy-2- 1000 UGIL 100.0 U U No S3VEM
pentanone
Toluene 500 UG/L 100.0 U U No S3VEM
rans1,3- 500 UGIL 100.0 U U No SIVEM
Dichloropropene
1,1,2-
Trichloroethane 500 UG/L 100.0 U U No S3VEM
Tetrac“'groethm 500 UGIL 100.0 U U No S3VEM
2-Hexanone 1000 UG/L 100.0 U ] No S3VEM
Dibromachl orom 500 UGIL 100.0 U U No SBVEM
ethane
1,2-
Dibromoethane 500 UG/L 100.0 U U No S3VEM
Chlorobenzene 500 UG/L 100.0 U ] No S3VEM
Ethylbenzene 260 UG/L 100.0 DJ J No S3VEM
o-Xylene 3700 UG/L 100.0 D No S3VEM
m,p-Xylene 960 UG/L 100.0 D No S3VEM
Styrene 500 UG/L 100.0 U U No S3VEM
Bromoform 500 UG/L 100.0 U ] No S3VEM
'wpromé' benzen 500 UGIL 100.0 U U No S3VEM
1,1,2,2-
Tetrachloroethan 500 UG/L 100.0 U U No S3VEM
e
13 500 UGIL 100.0 U U No SIVEM
Dichlorobenzene
14 500 UGIL 100.0 U U No SBVEM
Dichlorobenzene
. 1,2- 500 UG/L 100.0 U U No S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 500 UGIL 100.0 U U No S3VEM
chloropropane
1,2,4-
Trichlorobenzen 500 UG/L 100.0 U ] No S3VEM
e
1,2,3-
Trichlorobenzen 500 UG/L 100.0 U ] No S3VEM
e
Benzene, 1-
ethyl-2-methyl- 100.0 DNJ No S3VEM
Benzene, 1,2,3- 100.0 DNJ No SBVEM
trimethyl-
Benzene, 1-
ethyl-4-methyl- 100.0 DNJ No S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FX0 Method: BNA Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-03A pH: 6.8 Sample Date:  12/14/2011 Sample Time:  10:15:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzaldehyde 5.0 UG/L 1.0 U U Yes S3VEM
Phenol 5.0 UG/L 1.0 U U Yes S3VEM
Bis(2-
chloroethyl)ether 5.0 UG/L 1.0 U U Yes S3VEM
2-Chlorophenol 5.0 UG/L 1.0 U U Yes S3VEM
2-Methylphenol 5.0 UG/L 1.0 U ] Yes S3VEM
2,2-Oxybis(1- 5.0 UGIL 1.0 U U Yes S3VEM
chloropropane)
Acetophenone 5.0 UG/L 1.0 U U Yes S3VEM
4-Methylphenal 5.0 UG/L 1.0 U U Yes S3VEM
N-Nitroso-aii-n- 50 UGIL 10 U U Yes S3VEM
propylamine
Hexac“'groetha” 50 UGIL 10 U U Yes SBVEM
Nitrobenzene 5.0 UG/L 1.0 U U Yes S3VEM
I sophorone 5.0 UG/L 1.0 U U Yes S3VEM
2-Nitrophenol 5.0 UG/L 1.0 U U Yes S3VEM
2,4-
Dimethylphenol 5.0 UG/L 1.0 U U Yes S3VEM
Bis(2-
chloroethoxy)me 5.0 UG/L 1.0 U U Yes S3VEM
thane
. 2.4- 5.0 UG/L 1.0 U U Yes S3VEM
Dichlorophenol
Naphthalene 8.7 UG/L 1.0 Yes SVEM
4-Chloroaniline 5.0 UG/L 1.0 U ] Yes S3VEM
Hexac?éﬂLOb“tad 50 UGIL 10 U U Yes S3VEM
Caprolactam 5.0 UG/L 1.0 U U Yes S3VEM
4-Chloro-3- 50 UGIL 10 U U Yes S3VEM
methylphenol
2-
Methylnaphthale 5.0 UG/L 1.0 U U Yes S3VEM
ne
Hexachlorocyclo 50 UGIL 10 U U Yes SVEM
pentadiene
246 5.0 UGIL 10 U U Yes SBVEM
Trichlorophenol
245 5.0 UGIL 1.0 U U Yes SBVEM
Trichlorophenol
1,1'-Biphenyl 5.0 UG/L 1.0 U U Yes S3VEM
2-
Chloronaphthale 5.0 UG/L 1.0 U ] Yes S3VEM
ne
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
2-Nitroaniline 10 UG/L 1.0 ] U Yes S3VEM
D'meth%’e'phtha'a 5.0 UGIL 1.0 U U Yes S3VEM
26 5.0 UGIL 1.0 U U Yes SBVEM
Dinitrotoluene
Acenaphthylene 5.0 UG/L 1.0 U U Yes S3VEM
3-Nitroaniline 10 UG/L 1.0 U ] Yes S3VEM
Acenaphthene 5.0 UG/L 1.0 U U Yes S3VEM
24 10 UGIL 1.0 U U Yes SBVEM
Dinitrophenol
4-Nitrophenol 10 UG/L 1.0 U U Yes S3VEM
Dibenzofuran 50 UG/L 1.0 U ] Yes S3VEM
24 5.0 UGIL 1.0 U U Yes SBVEM
Dinitrotoluene
Diethylphthalate 5.0 UG/L 1.0 U U Yes S3VEM
Fluorene 5.0 UG/L 1.0 U ] Yes S3VEM
4-Chlorophenyl- 5.0 UGIL 1.0 U U Yes SBVEM
phenylether
4-Nitroaniline 10 UG/L 1.0 ] U Yes S3VEM
4,6-Dinitro-2- 10 UGIL 1.0 U U Yes SBVEM
methylphenol
N_
Nitrosodiphenyla 5.0 UG/L 1.0 U U Yes S3VEM
mine
1,2,4,5-
Tetrachlorobenze 50 UG/L 1.0 U ] Yes S3VEM
ne
4-Bromophenyl- 5.0 UGIL 1.0 u U Yes SBVEM
phenylether
Hexa‘:h'n‘:"benze 50 UGIL 10 U U Yes S3VEM
Atrazine 5.0 UG/L 1.0 U U Yes S3VEM
Pemac“(')l"mphe” 10 UGIL 10 U U Yes S3VEM
Phenanthrene 5.0 UG/L 1.0 U ] Yes S3VEM
Anthracene 5.0 UG/L 1.0 U ] Yes S3VEM
Carbazole 5.0 UG/L 1.0 U U Yes S3VEM
Di-n-
butylphthalate 5.0 UG/L 1.0 U U Yes S3VEM
Fluoranthene 5.0 UG/L 1.0 U ] Yes S3VEM
Pyrene 5.0 UG/L 1.0 U U Yes S3VEM
Buty| Zegtzey' phth 50 UGIL 10 U U Yes S3VEM
3,3-
Dichlorobenzidin 5.0 UG/L 1.0 U U Yes S3VEM
e
Benzofana):mhrac 5.0 UGIL 1.0 U U Yes SBVEM
Chrysene 5.0 UG/L 1.0 U U Yes S3VEM
Bis(2-
ethylhexyl) 5.0 UG/L 1.0 U U Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
phthalate 5.0 UG/L 1.0 U U Yes S3VEM
Di-n-
octylphthal ate 5.0 UG/L 1.0 U U Yes S3VEM
Benzogz)r:'e“"ram 50 UGIL 10 U U Yes S3VEM
Benzo(k)fluorant 50 UGIL 10 U u Yes S3VEM
hene
Benzo(a)pyrene 5.0 UG/L 1.0 U U Yes S3VEM
Indeno(1,2,3- 50 UGIL 10 U u Yes S3VEM
_ cd)pyrene
Dibenzo(a h)anth 5.0 UGIL 1.0 U U Yes SVEM
racene
Benzol(gag')pery 50 UGIL 10 U U Yes S3VEM
2,3,4,6-
Tetrachlorophen 5.0 UG/L 1.0 U U Yes S3VEM
ol
Benzene, 1-
methyl-4-propyl- 1.0 NJ Yes S3VEM
Benzene, 1-
ethenyl-3- 1.0 NJ Yes S3VEM
methyl-
Benzene, 2-
ethenyl-1,4- 1.0 NJ Yes S3VEM
dimethyl-
Benzene, 10 NJ Yes SBVEM
pentamethyl-
Benzene, 1,3-
diethyl-5- 1.0 NJ Yes S3VEM
methyl-
Benzene, 2-
ethyl-1,3- 1.0 NJ Yes S3VEM
dimethyl-
Benzene, 1,2,3- 1.0 NJ Yes SBVEM
trimethy!-
Benzene, 2-
ethyl-1,4- 1.0 NJ Yes S3VEM
dimethyl-
cis-.beta-
Methylstyrene 1.0 NJ Yes S3VEM
Benzene,
1,2,3,5- 1.0 NJ Yes S3VEM
tetramethyl-
Benzeneethanol,
.adpha.,.beta.- 1.0 NJ Yes S3VEM
dimethyl-
1H-Indene-1,2-
dial, 2,3- 1.0 NJ Yes S3VEM
dihydro-, cis-
Benzene, 1-
ethyl-2,3- 1.0 NJ Yes S3VEM
dimethyl-
Benzene, 4-
ethyl-1,2- 1.0 NJ Yes S3VEM
dimethyl-
1H-Inden-1-one,
2.3-dihydro- 1.0 NJ Yes S3VEM
Benzene,
1,2,3,4- 1.0 NJ Yes S3VEM
tetramethyl-
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7-Methylindan- 1.0 NJ Yes S3VEM
1-one
Benzene,
1,245 1.0 NJ Yes SVEM
tetramethyl-
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP
Sample Number:  B7FX0 Method:  Aroclor Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-03A pH: 6.8 Sample Date:  12/14/2011 Sample Time:  10:15:00
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Aroclor-1016 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1221 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1232 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1242 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1248 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1254 0.89 UG/L 1.0 J J Yes S3VEM
Aroclor-1260 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1262 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1268 1.0 UG/L 1.0 U ] Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FX0 Method:  Pest Matrix: Water MA Number: ~ DEFAULT
Sample Location: RA-TK-03A pH: 6.8 Sample Date:  12/14/2011 Sample Time:  10:15:00
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
alphaBHC 0.050 UG/L 1.0 U uJ Yes S3VEM
beta-BHC 0.050 UG/L 1.0 U uJ Yes S3VEM
delta-BHC 0.050 UG/L 1.0 U uJ Yes S3VEM

gammaBHC 0.050 UGIL 10 U uJ Yes SBVEM
(Lindane)
Heptachlor 0.050 UG/L 1.0 U uJ Yes S3VEM
Aldrin 0.050 UG/L 1.0 U uJ Yes S3VEM
Heptachlor 0.050 UGIL 10 u uJ Yes SIVEM
epoxide
Endosulfan | 0.050 UG/L 1.0 U uJ Yes S3VEM
Dieldrin 0.10 UG/L 1.0 U uJ Yes S3VEM
4,4-DDE 0.10 UG/L 1.0 U uJ Yes S3VEM
Endrin 0.10 UG/L 1.0 U uJ Yes S3VEM
Endosulfan I1 0.10 UG/L 1.0 U uJ Yes S3VEM
4.4-DDD 0.10 UG/L 1.0 U uJ Yes S3VEM
Endosulfan 0.10 UGIL 10 U uJ Yes SBVEM
sulfate
4.4-DDT 0.10 UG/L 1.0 U uJ Yes S3VEM
Methoxychlor 0.50 UG/L 1.0 U uJ Yes S3VEM
Endrin ketone 0.10 UG/L 1.0 U uJ Yes S3VEM

Endrin aldehyde 0.10 UG/L 1.0 U uJ Yes S3VEM

alpha-Chlordane 0.050 UG/L 1.0 U uJ Yes S3VEM

gamma 0.050 UGIL 1.0 U uJ Yes SBVEM
Chlordane
Toxaphene 5.0 UG/L 1.0 U uJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FX0 Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-03A pH: 2 Sample Date:  12/14/2011 Sample Time:  10:15:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 50 UGIL 10 U U Yes SBVEM
methane
Chloromethane 5.0 UG/L 1.0 U ] Yes S3VEM
Vinyl chloride 5.0 UG/L 1.0 U U Yes S3VEM
Bromomethane 50 UG/L 1.0 U ] Yes S3VEM
Chloroethane 5.0 UG/L 1.0 U ] Yes S3VEM
Trichlorofluorom 50 UGIL 10 U U Yes SBVEM
ethane
1,1-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
1,1,2-Trichloro-
1,2,2- 5.0 UG/L 1.0 U U Yes S3VEM
trifluoroethane
Acetone 10 UG/L 1.0 U U Yes S3VEM
Carbon disulfide 50 UG/L 1.0 U ] Yes S3VEM
Methyl acetate 5.0 UG/L 1.0 U U Yes S3VEM
Methylene 5.0 UGIL 1.0 J U Yes SBVEM
chloride
trans-1,2-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
Methy! tert-buityl 50 UGIL 10 U U Yes S3VEM
ether
1,1-
Dichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
cis-1,2-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
2-Butanone 10 UG/L 1.0 U U Yes S3VEM
Bromochioromet 50 UGIL 10 U U Yes S3VEM
hane
Chloroform 50 UG/L 1.0 U ] Yes S3VEM
1,1,1-
Trichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
Cyclohexane 5.0 UG/L 1.0 U U Yes S3VEM
Carbon 5.0 UGIL 10 U U Yes SIVEM
tetrachloride
Benzene 5.0 UG/L 1.0 U U Yes S3VEM
1,2-
Dichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
1,4-Dioxane 100 UG/L 1.0 U U Yes S3VEM
Trichloroethene 5.0 UG/L 1.0 U ] Yes S3VEM
Methy'%c"’hexa 50 UGIL 10 U U Yes SBVEM
Lz 5.0 UGIL 10 U U Yes SIVEM
Dichloropropane
Bromodichlorom 5.0 UG/L 1.0 U ] Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 5.0 UG/L 1.0 U U Yes S3VEM
_ Gsl3 5.0 UGIL 1.0 U U Yes SBVEM
Dichloropropene
4-Methy-2- 10 UGIL 1.0 U U Yes S3VEM
pentanone
Toluene 5.0 UG/L 1.0 U U Yes S3VEM
rans1,3- 5.0 UGIL 10 U U Yes SIVEM
Dichloropropene
1,1,2-
Trichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
Tetrac“'groethm 5.0 UGIL 1.0 U U Yes S3VEM
2-Hexanone 10 UG/L 1.0 U ] Yes S3VEM
Dibromachl orom 5.0 UGIL 1.0 U U Yes SBVEM
ethane
1,2-
Dibromoethane 5.0 UG/L 1.0 U U Yes S3VEM
Chlorobenzene 50 UG/L 1.0 U ] Yes S3VEM
Ethylbenzene 5.0 UG/L 1.0 U U Yes S3VEM
o-Xylene 5.0 UG/L 1.0 U U Yes S3VEM
m,p-Xylene 2.7 UG/L 1.0 J J Yes S3VEM
Styrene 5.0 UG/L 1.0 U U Yes S3VEM
Bromoform 5.0 UG/L 1.0 U ] Yes S3VEM
'wpromé' benzen 50 UGIL 10 U U Yes S3VEM
1,1,2,2-
Tetrachloroethan 50 UG/L 1.0 U ] Yes S3VEM
e
13 5.0 UGIL 10 U U Yes SIVEM
Dichlorobenzene
14 5.0 UGIL 1.0 U U Yes SBVEM
Dichlorobenzene
. 1,2- 50 UG/L 1.0 U U Yes S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 5.0 UG/L 1.0 U U Yes SBVEM
chloropropane
1,2,4-
Trichlorobenzen 5.0 UG/L 1.0 U ] Yes S3VEM
e
1,2,3-
Trichlorobenzen 50 UG/L 1.0 U ] Yes S3VEM
e
Benzene, 2-
ethenyl-1,4- 1.0 NJ Yes S3VEM
dimethyl-
Benzene, 1,2,4- 1.0 NJ Yes S3VEM
trimethyl-
Benzene,
1,2,3,5- 1.0 NJ Yes S3VEM
tetramethyl-
Benzene, 1-
ethyl-2-methyl- 1.0 NJ Yes S3VEM
Indan, 1-methyl- 1.0 NJ Yes S3VEM
Benzene, 1-
athyl-2.4- 1.0 NJ Yes S3VEM
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dimethyl- 10 NJ Yes S3VEM

Benzene, 1-

methyl-4-propyl- 10 NJ Yes S3VEM

Benzene,

pentamethyl- 1.0 NJ Yes S3VEM

Benzene,
1,2,3,4- 1.0 NJ Yes S3VEM
tetramethyl-

Benzene,
1,2,4,5- 1.0 NJ Yes S3VEM
tetramethyl-

Benzene,1,3-
diethyl-5- 1.0 NJ Yes S3VEM
methyl-

Benzene, (1,1-

dimethylpropyl)- 1.0 NJ Yes SIVEM

1H-Indene, 2,3-
dihydro-4- 1.0 NJ Yes S3VEM
methyl-

Benzene, 1,3,5-

trimethyl- 1.0 NJ Yes S3VEM

Benzene, 1-

propenyl- 1.0 NJ Yes SVEM

Benzene, 1-

methyl-2-propyl- 10 NJ Yes S3VEM

Benzene, 1-
ethenyl-2- 1.0 NJ Yes S3VEM
methyl-

Benzene, 1-

methyl-3-propyl- 10 NJ Yes SVEM

Benzene, 1,3-
dimethyl-5-(1- 1.0 NJ Yes S3VEM
methylethyl)-

Benzene, 1,2,3-

trimethyl- 1.0 NJ Yes S3VEM

Benzene, 1-
ethyl-3,5- 1.0 NJ Yes S3VEM
dimerthyl-

Benzene, 1-
ethyl-4-(1- 1.0 NJ Yes S3VEM
methylethyl)-

Benzene, 1-
methyl-2-(1- 1.0 NJ Yes S3VEM
methyle

Benzene, 4-
ethyl-1,2- 1.0 NJ Yes S3VEM
dimethyl-

Benzene, 2-
ethyl-1,3- 1.0 NJ Yes S3VEM
dimethyl-

Benzene, 1-
methyl-4-(1- 1.0 NJ Yes S3VEM
methylpropyl)-
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FX4 Method:  Pest Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-05A pH: 10.7 Sample Date:  12/14/2011 Sample Time:  11:10:00
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
alphaBHC 0.050 UG/L 1.0 U uJ Yes S3VEM
beta-BHC 0.050 UG/L 1.0 U UN| Yes S3VEM
delta-BHC 0.050 UGI/L 1.0 U UN| Yes S3VEM

gamma-BHC 0.050 UGIL 1.0 U UJ Yes SBVEM
(Lindane)
Heptachlor 0.050 UG/L 1.0 U uJ Yes S3VEM
Aldrin 0.050 UG/L 1.0 U uJ Yes S3VEM
Heptachlor 0.050 UGIL 1.0 u uJ Yes S3VEM
epoxide
Endosulfan | 0.050 UG/L 1.0 U uJ Yes S3VEM
Dieldrin 0.10 UG/L 1.0 U UN| Yes S3VEM
4,4-DDE 0.10 UG/L 1.0 U uJ Yes S3VEM
Endrin 0.10 UG/L 1.0 U uJ Yes S3VEM
Endosulfan 1 0.10 UG/L 1.0 U UN| Yes S3VEM
4,4'-DDD 0.052 UG/L 1.0 JP J Yes S3VEM
Endosulfan 0.10 UGIL 1.0 U UJ Yes SBVEM
sulfate
4,4-DDT 0.11 UG/L 1.0 J Yes S3VEM
Methoxychlor 0.50 UG/L 1.0 U uJ Yes S3VEM
Endrin ketone 0.10 UG/L 1.0 U uJ Yes S3VEM

Endrin aldehyde 0.10 UG/L 1.0 U uJ Yes S3VEM

alpha-Chlordane 0.050 UG/L 1.0 U uJ Yes S3VEM

gammar 0.050 UGIL 1.0 U uJ Yes SBVEM
Chlordane
Toxaphene 5.0 UG/L 1.0 U uJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP
Sample Number:  B7FX4 Method:  Aroclor Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-05A pH: 10.7 Sample Date:  12/14/2011 Sample Time:  11:10:00
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Aroclor-1016 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1221 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1232 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1242 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1248 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1254 15 UG/L 1.0 P NJ Yes S3VEM
Aroclor-1260 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1262 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1268 1.0 UG/L 1.0 U ] Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FX4 Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-05A pH: 2 Sample Date:  12/14/2011 Sample Time:  11:10:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 100 UGIL 20.0 U U Yes SBVEM
methane
Chloromethane 100 UG/L 20.0 U ] Yes S3VEM
Vinyl chloride 100 UG/L 20.0 U U Yes S3VEM
Bromomethane 100 UG/L 20.0 U ] Yes S3VEM
Chloroethane 100 UG/L 20.0 U ] Yes S3VEM
Trichlorcfluorom 100 UGIL 20.0 U U Yes SBVEM
ethane
1,1-
Dichloroethene 100 UG/L 20.0 U U Yes S3VEM
1,1,2-Trichloro-
1,2,2- 100 UG/L 20.0 U U Yes S3VEM
trifluoroethane
Acetone 200 UG/L 20.0 U U Yes S3VEM
Carbon disulfide 100 UG/L 20.0 U U Yes S3VEM
Methyl acetate 100 UG/L 20.0 U U Yes S3VEM
Methylene 100 UGIL 20.0 J U Yes SBVEM
chloride
trans-1,2-
Dichloroethene 100 UG/L 20.0 U U Yes S3VEM
Methy! tert-butyl 100 UGIL 20.0 U U Yes S3VEM
ether
1,1-
Dichloroethane 100 UG/L 20.0 U U Yes S3VEM
_ Gis1,2- 100 UGIL 20.0 U U Yes SIVEM
Dichloroethene )
2-Butanone 200 UG/L 20.0 U U Yes S3VEM
Bromochioromet 100 UGIL 20.0 U U Yes S3VEM
hane
Chloroform 100 UG/L 20.0 U ] Yes S3VEM
1,1,1-
Trichloroethane 100 UG/L 20.0 U U Yes S3VEM
Cyclohexane 100 UG/L 20.0 U U Yes S3VEM
Carbon 100 UGIL 20.0 U U Yes SIVEM
tetrachloride
Benzene 58 UG/L 20.0 J J Yes S3VEM
1,2-
Dichloroethane 100 UG/L 20.0 U U Yes S3VEM
1,4-Dioxane 2000 UG/L 20.0 U U Yes S3VEM
Trichloroethene 100 UG/L 20.0 U ] Yes S3VEM
Methy'%c' ohexa 100 UGIL 20.0 U U Yes SBVEM
Lz 100 UGIL 20.0 U U Yes SIVEM
Dichloropropane
Bromodichlorom 100 UG/L 20.0 U ] Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 100 UG/L 20.0 U U Yes S3VEM
_ Gsl3 100 UGIL 20.0 U U Yes SIVEM
Dichloropropene
4-Methy-2- 200 UGIL 200 U U Yes S3VEM
pentanone
Toluene 510 UG/L 20.0 Yes S3VEM
rans1,3- 100 UGIL 20.0 U U Yes SIVEM
Dichloropropene

1,1,2-

Trichloroethane 100 UG/L 20.0 U U Yes S3VEM
Tetrac“'groethm 100 UGIL 20.0 U U Yes S3VEM
2-Hexanone 200 UG/L 20.0 U ] Yes S3VEM
Dibromachl orom 100 UGIL 20.0 U U Yes SBVEM
ethane
1,2-

Dibromoethane 100 UG/L 20.0 U U Yes S3VEM
Chlorobenzene 100 UG/L 20.0 U ] Yes S3VEM
Ethylbenzene 1700 UG/L 20.0 Yes S3VEM
o-Xylene 2600 UG/L 20.0 Yes S3VEM
m,p-Xylene 6500 UG/L 20.0 E Yes S3VEM

Styrene 100 UG/L 20.0 U U Yes S3VEM

Bromoform 100 UG/L 20.0 U ] Yes S3VEM
'wpromé' benzen 100 UGIL 20.0 U U Yes S3VEM
1,1,2,2-
Tetrachloroethan 100 UG/L 20.0 U ] Yes S3VEM
e
13 100 UGIL 20.0 U U Yes SIVEM
Dichlorobenzene
14 100 UGIL 20.0 U U Yes SBVEM
Dichlorobenzene
. 1,2- 100 UG/L 20.0 U U Yes S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 100 UGIL 200 U U Yes S3VEM
chloropropane

1,2,4-

Trichlorobenzen 100 UG/L 20.0 U ] Yes S3VEM
e
1,2,3-
Trichlorobenzen 100 UG/L 20.0 U ] Yes S3VEM
e
Benzene, 1.3,5- 20.0 NJ Yes SBVEM
trimethyl-
Cyclohexane, 20.0 NJ Yes SBVEM
methyl-
Indane 20.0 NJ Yes S3VEM
Cyclotetrasiloxa 20.0 NJ Yes S3VEM
ne, octamethyl-
Benzene, 1-

athyl-2-methyl- 20.0 NJ Yes S3VEM

Benzene, 1.2,3- 20.0 NJ Yes SBVEM
trimethyl-

Benzene, 1,2,4- 20.0 NJ Yes SBVEM
trimethyl-

Page 56 10:31 Tue, Jan 24, 2012




Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzene, 1-
ethyl-3-methyl- 20.0 NJ Yes SBVEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FX4 Method: BNA Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-05A pH: 10.7 Sample Date:  12/14/2011 Sample Time:  11:10:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzaldehyde 5.0 UG/L 1.0 U U Yes S3VEM
Phenol 410 UG/L 1.0 E Yes S3VEM
Bis(2-
chloroethyl)ether 5.0 UG/L 1.0 U U Yes S3VEM
2-Chlorophenol 5.0 UG/L 1.0 U U Yes S3VEM
2-Methylphenol 14 UG/L 1.0 Yes S3VEM
2,2-Oxybis(1- 5.0 UGIL 1.0 U U Yes S3VEM
chloropropane)
Acetophenone 5.0 UG/L 1.0 U U Yes S3VEM
4-Methylphenal 26 UG/L 1.0 Yes S3VEM
N-Nitroso-aii-n- 50 UGIL 10 U u Yes S3VEM
propylamine
Hexac“'groetha” 50 UGIL 10 U U Yes SBVEM
Nitrobenzene 5.0 UG/L 1.0 U U Yes S3VEM
I sophorone 5.0 UG/L 1.0 U U Yes S3VEM
2-Nitrophenol 5.0 UG/L 1.0 U U Yes S3VEM
2,4-
Dimethylphenol 14 UG/L 1.0 Yes S3VEM
Bis(2-
chloroethoxy)me 5.0 UG/L 1.0 U U Yes S3VEM
thane
. 2.4- 5.0 UG/L 1.0 U U Yes S3VEM
Dichlorophenol
Naphthalene 27 UG/L 1.0 Yes S3VEM
4-Chloroaniline 5.0 UG/L 1.0 U ] Yes S3VEM
Hexac?éﬂLOb“tad 50 UGIL 10 U u Yes S3VEM
Caprolactam 5.0 UG/L 1.0 U U Yes S3VEM
4-Chloro-3- 50 UGIL 10 U u Yes S3VEM
methylphenol
2-
Methylnaphthale 5.0 UG/L 1.0 U U Yes S3VEM
ne
Hexachlorocyclo 50 UGIL 10 U U Yes SVEM
pentadiene
246 5.0 UGIL 10 U U Yes SBVEM
Trichlorophenol
245 5.0 UGIL 1.0 U U Yes SBVEM
Trichlorophenol
1,1'-Biphenyl 4.1 UG/L 1.0 J J Yes S3VEM
2-
Chloronaphthale 5.0 UG/L 1.0 U ] Yes S3VEM
ne
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
2-Nitroaniline 10 UG/L 1.0 ] U Yes S3VEM
D'meth%’e'phtha'a 5.0 UGIL 1.0 U U Yes S3VEM
26 5.0 UGIL 1.0 U U Yes SBVEM
Dinitrotoluene
Acenaphthylene 5.0 UG/L 1.0 U U Yes S3VEM
3-Nitroaniline 10 UG/L 1.0 U ] Yes S3VEM
Acenaphthene 5.0 UG/L 1.0 U U Yes S3VEM
24 10 UGIL 1.0 U U Yes SBVEM
Dinitrophenol
4-Nitrophenol 10 UG/L 1.0 U U Yes S3VEM
Dibenzofuran 50 UG/L 1.0 U ] Yes S3VEM
24 5.0 UGIL 1.0 U U Yes SBVEM
Dinitrotoluene
Diethylphthalate 5.0 UG/L 1.0 U U Yes S3VEM
Fluorene 5.0 UG/L 1.0 U ] Yes S3VEM
4-Chlorophenyl- 5.0 UGIL 1.0 U U Yes SBVEM
phenylether
4-Nitroaniline 10 UG/L 1.0 ] U Yes S3VEM
4,6-Dinitro-2- 10 UGIL 1.0 U U Yes SBVEM
methylphenol
N_
Nitrosodiphenyla 5.0 UG/L 1.0 U U Yes S3VEM
mine
1,2,4,5-
Tetrachlorobenze 50 UG/L 1.0 U ] Yes S3VEM
ne
4-Bromophenyl- 5.0 UGIL 1.0 u U Yes SBVEM
phenylether
Hexa‘:h'n‘:"benze 50 UGIL 10 U U Yes S3VEM
Atrazine 5.0 UG/L 1.0 U U Yes S3VEM
Pemac“(')l"mphe” 10 UGIL 10 U U Yes S3VEM
Phenanthrene 5.0 UG/L 1.0 U ] Yes S3VEM
Anthracene 5.0 UG/L 1.0 U ] Yes S3VEM
Carbazole 5.0 UG/L 1.0 U U Yes S3VEM
Di-n-
butylphthalate 5.0 UG/L 1.0 U U Yes S3VEM
Fluoranthene 5.0 UG/L 1.0 U ] Yes S3VEM
Pyrene 5.0 UG/L 1.0 U U Yes S3VEM
Buty| Zegtzey' phth 50 UGIL 10 U U Yes S3VEM
3,3-
Dichlorobenzidin 5.0 UG/L 1.0 U U Yes S3VEM
e
Benzofana):mhrac 5.0 UGIL 1.0 U U Yes SBVEM
Chrysene 5.0 UG/L 1.0 U U Yes S3VEM
Bis(2-
ethylhexyl) 2.4 UG/L 1.0 J J Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
phthalate 2.4 UG/L 1.0 J J Yes S3VEM
Di-n-
octylphthal ate 5.0 UG/L 1.0 U U Yes S3VEM
Benzogz)r:'e“"ram 50 UGIL 10 U U Yes S3VEM
Benzo(k)fluorant 50 UGIL 10 U U Yes S3VEM
hene
Benzo(a)pyrene 5.0 UG/L 1.0 U U Yes S3VEM
Indeno(1,2,3- 50 UGIL 10 U U Yes S3VEM
_ cd)pyrene
Dibenzo(a hjanth 50 UGIL 10 U U Yes SBVEM
racene
Benzol(gag')pery 50 UGIL 10 U U Yes S3VEM
2,3,4,6-
Tetrachlorophen 5.0 UG/L 1.0 U U Yes S3VEM
ol
Terpin Hydrate 1.0 NJ Yes S3VEM
Benzene, 1-
ethyl-2-methyl- 10 NJ Yes SVEM
Indane 1.0 NJ Yes S3VEM
Indole 1.0 NJ Yes S3VEM
Benzene, 1,2,4- 1.0 NJ Yes SBVEM
trimethyl-
Benzene, 1,2,3- 1.0 NJ Yes SBVEM
trimethyl-
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FX4DL Method: BNA Matrix: Water MA Number: DEFAULT
Sample Location: pH: 10.7 Sample Date:  12/14/2011 Sample Time:  11:10:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzaldehyde 50 UG/L 10.0 U U No S3VEM
Phenol 410 UG/L 10.0 D No S3VEM
Bis(2-
chloroethyl)ether 50 UG/L 10.0 U U No S3VEM
2-Chlorophenol 50 UG/L 10.0 U U No S3VEM
2-Methylphenol 50 UG/L 10.0 U U No S3VEM
2,2-Oxybis(1- 50 UGIL 10.0 U U No S3VEM
chloropropane)
Acetophenone 50 UG/L 10.0 U U No S3VEM
4-Methylphenol 22 UG/L 10.0 DJ J No S3VEM
N-Nitroso-aii-n- 50 UGIL 100 U U No S3VEM
propylamine
Hexac“'groetha” 50 UGIL 100 U U No SBVEM
Nitrobenzene 50 UG/L 10.0 U U No S3VEM
I sophorone 50 UG/L 10.0 U U No S3VEM
2-Nitrophenol 50 UG/L 10.0 U U No S3VEM
2,4-
Dimethylphenol 50 UG/L 10.0 U U No S3VEM
Bis(2-
chloroethoxy)me 50 UG/L 10.0 U U No S3VEM
thane
. 2.4- 50 UG/L 10.0 U U No S3VEM
Dichlorophenol
Naphthalene 25 UG/L 10.0 DJ J No S3VEM
4-Chloroaniline 50 UG/L 10.0 U ] No S3VEM
Hexac?éﬂLOb“tad 50 UGIL 100 U U No S3VEM
Caprolactam 50 UG/L 10.0 U U No S3VEM
4-Chloro-3- 50 UGIL 10.0 U U No S3VEM
methylphenol
2-
Methylnaphthale 50 UG/L 10.0 U U No S3VEM
ne
Hexachlorocyclo 50 UGIL 100 U U No SVEM
pentadiene
246 50 UGIL 100 U U No SBVEM
Trichlorophenol
245 50 UGIL 10.0 U U No SBVEM
Trichlorophenol
1,1'-Bipheny! 50 UGIL 10.0 U U No SVEM
2-
Chloronaphthale 50 UG/L 10.0 U ] No S3VEM
ne
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2-Nitroaniline 100 UG/L 10.0 ] U No S3VEM
D'meth%’e'phtha'a 50 UGIL 10.0 U U No S3VEM
26 50 UGIL 10.0 U U No SBVEM
Dinitrotoluene
Acenaphthylene 50 UG/L 10.0 U U No S3VEM
3-Nitroaniline 100 UG/L 10.0 U ] No S3VEM
Acenaphthene 50 UG/L 10.0 U U No S3VEM
24 100 UGIL 10.0 U U No SBVEM
Dinitrophenol
4-Nitrophenol 100 UG/L 10.0 U U No S3VEM
Dibenzofuran 50 UG/L 10.0 U ] No S3VEM
24 50 UGIL 10.0 U U No SBVEM
Dinitrotoluene
Diethylphthalate 50 UG/L 10.0 U U No S3VEM
Fluorene 50 UG/L 10.0 U ] No S3VEM
4-Chlorophenyl- 50 UGIL 10.0 U U No SBVEM
phenylether
4-Nitroaniline 100 UG/L 10.0 ] U No S3VEM
4,6-Dinitro-2- 100 UGIL 10.0 U U No SBVEM
methylphenol
N_
Nitrosodiphenyla 50 UG/L 10.0 U U No S3VEM
mine
1,2,4,5-
Tetrachlorobenze 50 UG/L 10.0 U ] No S3VEM
ne
4-Bromophenyl- 50 UGIL 10.0 u U No SBVEM
phenylether
Hexa‘:h'n‘:"benze 50 UGIL 100 U U No S3VEM
Atrazine 50 UG/L 10.0 U U No S3VEM
Pemac“(')l"mphe” 100 UGIL 100 U U No S3VEM
Phenanthrene 50 UG/L 10.0 U ] No S3VEM
Anthracene 50 UG/L 10.0 U ] No S3VEM
Carbazole 50 UG/L 10.0 U U No S3VEM
Di-n-
butyiphthalate 50 UG/L 10.0 U U No S3VEM
Fluoranthene 50 UG/L 10.0 U U No S3VEM
Pyrene 50 UG/L 10.0 U U No S3VEM
Buty| Zegtzey' phth 50 UGIL 100 U U No S3VEM
3,3-
Dichlorobenzidin 50 UG/L 10.0 U ] No S3VEM
e
Benzofana):mhrac 50 UGIL 10.0 U U No SBVEM
Chrysene 50 UG/L 10.0 U U No S3VEM
Bis(2-
ethylhexyl) 50 UG/L 10.0 U U No S3VEM
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phthalate 50 UG/L 10.0 U U No S3VEM
Di-n-
octylphthal ate 50 UG/L 10.0 U U No S3VEM
Benzogz)r:'e“"ram 50 UGIL 100 U U No S3VEM
Benzo(k)fluorant 50 UGIL 100 U U No S3VEM
hene
Benzo(a)pyrene 50 UG/L 10.0 U U No S3VEM
Indeno(1,2,3- 50 UGIL 100 U U No S3VEM
_ cd)pyrene
Dibenzo(a hjanth 50 UGIL 100 U U No SBVEM
racene
Benzol(gag')pery 50 UGIL 100 U U No S3VEM
2,3,4,6-
Tetrachlorophen 50 UG/L 10.0 U U No S3VEM
ol
Terpin Hydrate 10.0 DNJ No S3VEM
Benzene, 1-
ethyl-3-methyl- 10.0 DNJ No SVEM
Benzene, 1,2,3- 10.0 DNJ No SBVEM
trimethy!-
Benzene, 1,2,4- 10.0 DNJ No SBVEM
trimethyl-
Indole 10.0 DNJ No S3VEM
Indane 10.0 DNJ No S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FX4DL Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-05A pH: 2 Sample Date:  12/14/2011 Sample Time:  11:10:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 1000 UGIL 200.0 U U No SBVEM
methane
Chloromethane 1000 UG/L 200.0 U ] No S3VEM
Vinyl chloride 1000 UG/L 200.0 U U No S3VEM
Bromomethane 1000 UG/L 200.0 U uJ No S3VEM
Chloroethane 1000 UG/L 200.0 U ] No S3VEM
Trichlorcfluorom 1000 UGIL 200.0 U U No SBVEM
ethane
1,1-
Dichloroethene 1000 UG/L 200.0 U U No S3VEM
1,1,2-Trichloro-
1,2,2- 1000 UG/L 200.0 U U No S3VEM
trifluoroethane
Acetone 2000 UG/L 200.0 U U No S3VEM
Carbon disulfide 1000 UG/L 200.0 U U No S3VEM
Methyl acetate 1000 UG/L 200.0 U U No S3VEM
Methylene 1000 UGIL 200.0 U U No SBVEM
chloride
rans-1,2- 1000 UGIL 200.0 U U No SIVEM
Dichloroethene
M ethye't:]eer:'b“ty' 1000 UGIL 200.0 U U No SIVEM
1,1-
Dichloroethane 1000 UG/L 200.0 U U No S3VEM
cis-1,2-
Dichloroethene 1000 UG/L 200.0 U U No S3VEM
2-Butanone 2000 UG/L 200.0 U U No S3VEM
Brom‘mgromet 1000 UGIL 200.0 U U No S3VEM
Chloroform 1000 UG/L 200.0 U U No S3VEM
1,1,1-
Trichloroethane 1000 UG/L 200.0 U U No S3VEM
Cyclohexane 1000 UG/L 200.0 U U No S3VEM
Carbon 1000 UGIL 200.0 U U No SIVEM
tetrachloride
Benzene 1000 UG/L 200.0 U U No S3VEM
1,2-
Dichloroethane 1000 UG/L 200.0 U U No S3VEM
1,4-Dioxane 20000 UG/L 200.0 U U No S3VEM
Trichloroethene 1000 UG/L 200.0 U ] No S3VEM
Methyl %C' ohexa 1000 UGIL 200.0 U U No SBVEM
Lz 1000 UGIL 200.0 U U No SIVEM
Dichloropropane
Bromodichlorom 1000 UG/L 200.0 U ] No S3VEM
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ethane 1000 UG/L 200.0 U U No S3VEM
_ Gsl3 1000 UGIL 200.0 U U No SIVEM
Dichloropropene
4-Methy-2- 2000 UGIL 200.0 U U No S3VEM
pentanone
Toluene 620 UG/L 200.0 DJ J No S3VEM
rans1,3- 1000 UGIL 200.0 U U No SIVEM
Dichloropropene
1,1,2-
Trichloroethane 1000 UG/L 200.0 U U No S3VEM
Tetrac“'groethm 1000 UGIL 200.0 U U No S3VEM
2-Hexanone 2000 UG/L 200.0 U ] No S3VEM
Dibromachl orom 1000 UGIL 200.0 U U No SBVEM
ethane
1,2-
Dibromoethane 1000 UG/L 200.0 U U No S3VEM
Chlorobenzene 1000 UG/L 200.0 U ] No S3VEM
Ethylbenzene 1700 UG/L 200.0 D No S3VEM
o-Xylene 2800 UG/L 200.0 D No S3VEM
m,p-Xylene 6500 UG/L 200.0 D No S3VEM
Styrene 1000 UG/L 200.0 U U No S3VEM
Bromoform 1000 UG/L 200.0 U ] No S3VEM
'wpromé' benzen 1000 UG/L 200.0 U U No SBVEM
1,1,2,2-
Tetrachloroethan 1000 UG/L 200.0 U U No S3VEM
e
13 1000 UGIL 200.0 U U No SIVEM
Dichlorobenzene
14 1000 UGIL 200.0 U U No SBVEM
Dichlorobenzene
. 1,2- 1000 UG/L 200.0 U U No S3VEM
Dichl qrobenzene
1,2-Dibromo-3- 1000 UGIL 200.0 U U No S3VEM
chloropropane
1,2,4-
Trichlorobenzen 1000 UG/L 200.0 U ] No S3VEM
e
1,2,3-
Trichlorobenzen 1000 UG/L 200.0 U ] No S3VEM
e
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP
Sample Number:  B7FX6 Method:  Aroclor Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-06A pH: 54 Sample Date:  12/14/2011 Sample Time:  12:15:00
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Aroclor-1016 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1221 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1232 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1242 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1248 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1254 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1260 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1262 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1268 1.0 UG/L 1.0 U ] Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FX6 Method: BNA Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-06A pH: 5.4 Sample Date:  12/14/2011 Sample Time:  12:15:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzaldehyde 500 UG/L 1.0 U U Yes S3VEM
Phenol 990 UG/L 1.0 E Yes S3VEM
Bis(2-
chloroethyl)ether 500 UG/L 1.0 U U Yes S3VEM
2-Chlorophenol 500 UG/L 1.0 U U Yes S3VEM
2-Methylphenol 140 UG/L 1.0 J Yes S3VEM
2,2-Oxybis(1- 500 UGIL 1.0 U U Yes S3VEM
chloropropane)
Acetophenone 600 UG/L 1.0 J Yes S3VEM
4-Methylphenol 81 UG/L 1.0 J Yes S3VEM
N-Nitroso-aii-n- 500 UGIL 10 U U Yes S3VEM
propylamine
Hexac“'groetha” 500 UGIL 10 U U Yes SBVEM
Nitrobenzene 500 UG/L 1.0 U U Yes S3VEM
I sophorone 500 UG/L 1.0 U U Yes S3VEM
2-Nitrophenol 500 UG/L 1.0 U U Yes S3VEM
2,4-
Dimethylphenol 500 UG/L 1.0 U U Yes S3VEM
Bis(2-
chloroethoxy)me 500 UG/L 1.0 U U Yes S3VEM
thane
. 2.4- 500 UG/L 1.0 U U Yes S3VEM
Dichlorophenol
Naphthalene 80 UG/L 1.0 J Yes S3VEM
4-Chloroaniline 500 UG/L 1.0 U ] Yes S3VEM
Hexac?éﬂLOb“tad 500 UGIL 10 U U Yes S3VEM
Caprolactam 500 UG/L 1.0 U U Yes S3VEM
4-Chloro-3- 500 UGIL 10 U U Yes S3VEM
methylphenol
2-
Methylnaphthale 83 UG/L 1.0 J Yes S3VEM
ne
Hexachlorocyclo 50 UGIL 10 U U Yes SVEM
pentadiene
246 50 UGIL 10 U uJ Yes SBVEM
Trichlorophenol
245 50 UGIL 1.0 U uJ Yes SBVEM
Trichlorophenol
1,1'-Biphenyl 50 UG/L 1.0 U U Yes S3VEM
2-
Chloronaphthale 50 UG/L 1.0 U ] Yes S3VEM
ne
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2-Nitroaniline 100 UG/L 1.0 ] U Yes S3VEM
D'meth%’e'phtha'a 50 UGIL 1.0 U U Yes S3VEM
26 50 UGIL 1.0 U U Yes SBVEM
Dinitrotoluene
Acenaphthylene 50 UG/L 1.0 U U Yes S3VEM
3-Nitroaniline 100 UG/L 1.0 U ] Yes S3VEM
Acenaphthene 50 UG/L 1.0 U U Yes S3VEM
24 100 UGIL 1.0 U U Yes SBVEM
Dinitrophenol
4-Nitrophenol 100 UG/L 1.0 U U Yes S3VEM
Dibenzofuran 50 UG/L 1.0 U ] Yes S3VEM
24 50 UGIL 1.0 U U Yes SBVEM
Dinitrotoluene
Diethylphthalate 50 UG/L 1.0 U U Yes S3VEM
Fluorene 50 UG/L 1.0 U ] Yes S3VEM
4-Chlorophenyl- 50 UGIL 1.0 U U Yes SBVEM
phenylether
4-Nitroaniline 100 UG/L 1.0 ] U Yes S3VEM
4,6-Dinitro-2- 100 UGIL 1.0 U uJ Yes SBVEM
methylphenol
N_
Nitrosodiphenyla 50 UG/L 1.0 U U Yes S3VEM
mine
1,2,4,5-
Tetrachlorobenze 50 UG/L 1.0 U uJ Yes S3VEM
ne
4-Bromophenyl- 50 UGIL 1.0 u U Yes SBVEM
phenylether
Hexa‘:h'n‘:"benze 50 UGIL 10 U U Yes S3VEM
Atrazine 50 UG/L 1.0 U U Yes S3VEM
Pemac“(')l"mphe” 100 UGIL 10 U uJ Yes S3VEM
Phenanthrene 50 UG/L 1.0 U ] Yes S3VEM
Anthracene 50 UG/L 1.0 U ] Yes S3VEM
Carbazole 50 UG/L 1.0 U U Yes S3VEM
Di-n-
butylphthalate 50 UG/L 1.0 U U Yes S3VEM
Fluoranthene 50 UG/L 1.0 U ] Yes S3VEM
Pyrene 50 UG/L 1.0 U U Yes S3VEM
Buty| Zegtzey' phth 50 UGIL 10 U U Yes S3VEM
3,3-
Dichlorobenzidin 50 UG/L 1.0 U ] Yes S3VEM
e
Benzofana):mhrac 50 UGIL 1.0 U U Yes SBVEM
Chrysene 50 UG/L 1.0 U U Yes S3VEM
Bis(2-
ethylhexyl) 50 UG/L 1.0 U U Yes S3VEM
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phthalate 50 UG/L 1.0 U U Yes S3VEM
Di-n-
octylphthal ate 50 UG/L 1.0 U U Yes S3VEM
Benzogz)r:'e“"ram 50 UGIL 10 U U Yes S3VEM
Benzo(k)fluorant 50 UGIL 10 U U Yes S3VEM
hene
Benzo(a)pyrene 50 UG/L 1.0 U U Yes S3VEM
Indeno(1,2,3- 50 UGIL 10 U U Yes S3VEM
_ cd)pyrene
Dibenzo(a hjanth 50 UGIL 10 U U Yes SBVEM
racene
Benzol(gag')pery 50 UGIL 10 U U Yes S3VEM
2,3,4,6-
Tetrachlorophen 50 UG/L 1.0 U uJ Yes S3VEM
ol
N-Methyl-o- 1.0 NJ Yes SBVEM
toluidine
o-Toluidine 1.0 NJ Yes S3VEM
Benzene, 1,3-
dimethyl- 1.0 NJ Yes S3VEM
Acetamide, N-
(2,4- 1.0 NJ Yes S3VEM
dimethylphenyl)-
Acetamide, N-
(2,3- 1.0 NJ Yes S3VEM
dimethylphenyl)-
Benzenamine,
2 4-dimethyl- 1.0 NJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FX6 Method:  Pest Matrix: Water MA Number: ~ DEFAULT
Sample Location: RA-TK-06A pH: 5.4 Sample Date:  12/14/2011 Sample Time:  12:15:00
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
alphaBHC 0.050 UG/L 1.0 U uJ Yes S3VEM
beta-BHC 0.050 UG/L 1.0 U uJ Yes S3VEM
delta-BHC 0.050 UG/L 1.0 U uJ Yes S3VEM

gammaBHC 0.050 UGIL 10 U uJ Yes SBVEM
(Lindane)
Heptachlor 0.050 UG/L 1.0 U uJ Yes S3VEM
Aldrin 0.050 UG/L 1.0 U uJ Yes S3VEM
Heptachlor 0.050 UGIL 10 u uJ Yes SIVEM
epoxide
Endosulfan | 0.050 UG/L 1.0 U uJ Yes S3VEM
Dieldrin 0.10 UG/L 1.0 U uJ Yes S3VEM
4,4-DDE 0.10 UG/L 1.0 U uJ Yes S3VEM
Endrin 0.10 UG/L 1.0 U uJ Yes S3VEM
Endosulfan I1 0.10 UG/L 1.0 U uJ Yes S3VEM
4.4-DDD 0.10 UG/L 1.0 U uJ Yes S3VEM
Endosulfan 0.10 UGIL 10 U uJ Yes SBVEM
sulfate
4.4-DDT 0.10 UG/L 1.0 U uJ Yes S3VEM
Methoxychlor 0.50 UG/L 1.0 U uJ Yes S3VEM
Endrin ketone 0.10 UG/L 1.0 U uJ Yes S3VEM

Endrin aldehyde 0.10 UG/L 1.0 U uJ Yes S3VEM

alpha-Chlordane 0.050 UG/L 1.0 U uJ Yes S3VEM

gamma 0.050 UGIL 1.0 U uJ Yes SBVEM
Chlordane
Toxaphene 5.0 UG/L 1.0 U uJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FX6 Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-06A pH: 2 Sample Date:  12/14/2011 Sample Time:  12:15:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 100 UGIL 20.0 U U Yes SBVEM
methane
Chloromethane 100 UG/L 20.0 U ] Yes S3VEM
Vinyl chloride 150 UG/L 20.0 Yes S3VEM
Bromomethane 100 UG/L 20.0 U ] Yes S3VEM
Chloroethane 100 UG/L 20.0 U ] Yes S3VEM
Trichlorofluorom 100 UGIL 20.0 U U Yes SBVEM
ethane
1,1-
Dichloroethene 100 UG/L 20.0 U U Yes S3VEM
1,1,2-Trichloro-
1,2,2- 100 UG/L 20.0 U U Yes S3VEM
trifluoroethane
Acetone 200 UG/L 20.0 U U Yes S3VEM
Carbon disulfide 100 UG/L 20.0 U U Yes S3VEM
Methyl acetate 100 UG/L 20.0 U U Yes S3VEM
Methylene 4900 UGIL 20.0 EB Yes SBVEM
chloride
trans-1,2-
Dichloroethene 100 UG/L 20.0 U U Yes S3VEM
Methy! tert-buityl 100 UGIL 20.0 U U Yes S3VEM
ether
1,1-
Dichloroethane 100 UG/L 20.0 U U Yes S3VEM
cis-1,2-
Dichloroethene 510 UG/L 20.0 Yes S3VEM
2-Butanone 3100 UG/L 20.0 Yes S3VEM
Bromochioromet 230 UGIL 20.0 Yes S3VEM
hane
Chloroform 100 UG/L 20.0 U ] Yes S3VEM
1,1,1-
Trichloroethane 100 UG/L 20.0 U U Yes S3VEM
Cyclohexane 100 UG/L 20.0 U U Yes S3VEM
Carbon 100 UGIL 20.0 U U Yes SIVEM
tetrachloride
Benzene 100 UG/L 20.0 U U Yes S3VEM
1,2-
Dichloroethane 100 UG/L 20.0 U U Yes S3VEM
1,4-Dioxane 2000 UG/L 20.0 U U Yes S3VEM
Trichloroethene 240 UG/L 20.0 Yes S3VEM
Methy'%c' ohexa 100 UGIL 20.0 U U Yes SBVEM
Lz 100 UGIL 20.0 U U Yes SIVEM
Dichloropropane
Bromodichlorom 100 UG/L 20.0 U ] Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 100 UG/L 20.0 U U Yes S3VEM
_ Gsl3 100 UGIL 20.0 U U Yes SIVEM
Dichloropropene
4-Methy-2- 1100 UGIL 200 Yes S3VEM
pentanone
Toluene 400 UG/L 20.0 Yes S3VEM
rans1,3- 100 UGIL 20.0 U U Yes SIVEM
Dichloropropene
1,1,2-
Trichloroethane 100 UG/L 20.0 U U Yes S3VEM
Tetrac“'groethm 100 UGIL 20.0 U U Yes S3VEM
2-Hexanone 200 UG/L 20.0 U ] Yes S3VEM
Dibromachl orom 100 UGIL 20.0 U U Yes SBVEM
ethane
1,2-
Dibromoethane 100 UG/L 20.0 U U Yes S3VEM
Chlorobenzene 100 UG/L 20.0 U ] Yes S3VEM
Ethylbenzene 3600 UG/L 20.0 Yes S3VEM
o-Xylene 1300 UG/L 20.0 Yes S3VEM
m,p-Xylene 18000 UG/L 20.0 E Yes S3VEM
Styrene 100 UG/L 20.0 U U Yes S3VEM
Bromoform 100 UG/L 20.0 U ] Yes S3VEM
'wpromé' benzen 100 UGIL 20.0 U U Yes S3VEM
1,1,2,2-
Tetrachloroethan 100 UG/L 20.0 U ] Yes S3VEM
e
13 100 UGIL 20.0 U U Yes SIVEM
Dichlorobenzene
14 100 UGIL 20.0 U U Yes SBVEM
Dichlorobenzene
. 1,2- 100 UG/L 20.0 U U Yes S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 100 UGIL 200 U U Yes S3VEM
chloropropane
1,2,4-
Trichlorobenzen 100 UG/L 20.0 U ] Yes S3VEM
e
1,2,3-
Trichlorobenzen 100 UG/L 20.0 U ] Yes S3VEM
e
Benzene, 1.3,5- 20.0 NJ Yes SBVEM
trimethyl-
Benzene, 1-
ethyl-2-methyl- 20.0 NJ Yes SVEM
Benzene, 1,2,4- 20.0 NJ Yes SRVEM
trimethy!-
Benzene, 1.2,3- 20.0 NJ Yes SBVEM
trimethyl-
Azulene 20.0 NJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FX6DL Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-06A pH: 2 Sample Date:  12/14/2011 Sample Time:  12:15:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 500 UGIL 100.0 U U No SBVEM
methane
Chloromethane 500 UG/L 100.0 U ] No S3VEM
Vinyl chloride 500 UG/L 100.0 U U No S3VEM
Bromomethane 500 UG/L 100.0 U uJ No S3VEM
Chloroethane 500 UG/L 100.0 U ] No S3VEM
Trichlorcfluorom 500 UGIL 100.0 U U No SBVEM
ethane
1,1-
Dichloroethene 500 UG/L 100.0 U U No S3VEM
1,1,2-Trichloro-
1,2,2- 500 UG/L 100.0 U U No S3VEM
trifluoroethane
Acetone 1000 UG/L 100.0 U U No S3VEM
Carbon disulfide 500 UG/L 100.0 U U No S3VEM
Methyl acetate 500 UG/L 100.0 U U No S3VEM
Methylene 4900 UGIL 100.0 D No SBVEM
chloride
trans-1,2-
Dichloroethene 500 UG/L 100.0 U U No S3VEM
Methy! tert-buityl 500 UGIL 100.0 U U No S3VEM
ether
1,1-
Dichloroethane 500 UG/L 100.0 U U No S3VEM
cis-1,2-
Dichloroethene 460 UG/L 100.0 DJ J No S3VEM
2-Butanone 1000 UG/L 100.0 U U No S3VEM
Bromochioromet 500 UGIL 100.0 U U No S3VEM
hane
Chloroform 500 UG/L 100.0 U U No S3VEM
1,1,1-
Trichloroethane 500 UG/L 100.0 U U No S3VEM
Cyclohexane 500 UG/L 100.0 U U No S3VEM
Carbon 500 UGIL 100.0 U U No SIVEM
tetrachloride
Benzene 500 UG/L 100.0 U U No S3VEM
1,2-
Dichloroethane 500 UG/L 100.0 U U No S3VEM
1,4-Dioxane 10000 UG/L 100.0 U U No S3VEM
Trichloroethene 500 UG/L 100.0 U ] No S3VEM
Methy'%c' ohexa 500 UGIL 100.0 U U No SBVEM
Lz 500 UGIL 100.0 U U No SIVEM
Dichloropropane
Bromodichlorom 500 UG/L 100.0 U ] No S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 500 UG/L 100.0 U U No S3VEM
_ Gsl3 500 UGIL 100.0 U U No SIVEM
Dichloropropene
4-Methy-2- 1000 UGIL 100.0 U U No S3VEM
pentanone
Toluene 340 UG/L 100.0 DJ J No S3VEM
rans1,3- 500 UGIL 100.0 U U No SIVEM
Dichloropropene
1,1,2-
Trichloroethane 500 UG/L 100.0 U U No S3VEM
Tetrac“'groethm 500 UGIL 100.0 U U No S3VEM
2-Hexanone 1000 UG/L 100.0 U ] No S3VEM
Dibromachl orom 500 UGIL 100.0 U U No SBVEM
ethane
1,2-
Dibromoethane 500 UG/L 100.0 U U No S3VEM
Chlorobenzene 500 UG/L 100.0 U ] No S3VEM
Ethylbenzene 4200 UG/L 100.0 D No S3VEM
o-Xylene 1200 UG/L 100.0 D No S3VEM
m,p-Xylene 18000 UG/L 100.0 D No S3VEM
Styrene 500 UG/L 100.0 U U No S3VEM
Bromoform 500 UG/L 100.0 U ] No S3VEM
'wpromé' benzen 500 UGIL 100.0 U U No S3VEM
1,1,2,2-
Tetrachloroethan 500 UG/L 100.0 U U No S3VEM
e
13 500 UGIL 100.0 U U No SIVEM
Dichlorobenzene
14 500 UGIL 100.0 U U No SBVEM
Dichlorobenzene
. 1,2- 500 UG/L 100.0 U U No S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 500 UGIL 100.0 U U No S3VEM
chloropropane
1,2,4-
Trichlorobenzen 500 UG/L 100.0 U ] No S3VEM
e
1,2,3-
Trichlorobenzen 500 UG/L 100.0 U ] No S3VEM
e
Benzene, 1.2,3- 100.0 DNJ No SBVEM
trimethyl-
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FX6DL Method: BNA Matrix: Water MA Number: DEFAULT
Sample Location: pH: 5.4 Sample Date:  12/14/2011 Sample Time:  12:15:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzaldehyde 500 UG/L 10.0 U U No S3VEM
Phenol 990 UG/L 10.0 D No S3VEM
Bis(2-
chloroethyl)ether 500 UG/L 10.0 U U No S3VEM
2-Chlorophenol 500 UG/L 10.0 U U No S3VEM
2-Methylphenol 210 UG/L 10.0 DJ J No S3VEM
2,2-Oxybis(1- 500 UGIL 10.0 U U No S3VEM
chloropropane)
Acetophenone 670 UG/L 10.0 D No S3VEM
4-Methylphenol 500 UG/L 10.0 U U No S3VEM
N-Nitroso-aii-n- 500 UGIL 100 U U No S3VEM
propylamine
Hexac“'groetha” 500 UGIL 100 U U No SBVEM
Nitrobenzene 500 UG/L 10.0 U U No S3VEM
I sophorone 500 UG/L 10.0 U U No S3VEM
2-Nitrophenol 500 UG/L 10.0 U U No S3VEM
2,4-
Dimethylphenol 500 UG/L 10.0 U U No S3VEM
Bis(2-
chloroethoxy)me 500 UG/L 10.0 U U No S3VEM
thane
. 2.4- 500 UG/L 10.0 U U No S3VEM
Dichlorophenol
Naphthalene 500 UG/L 10.0 U U No S3VEM
4-Chloroaniline 500 UG/L 10.0 U U No S3VEM
Hexac?éﬂLOb“tad 500 UGIL 100 U U No S3VEM
Caprolactam 500 UG/L 10.0 U U No S3VEM
4-Chloro-3- 500 UGIL 10.0 U U No S3VEM
methylphenol
2-
Methylnaphthale 500 UG/L 10.0 U U No S3VEM
ne
Hexachlorocyclo 500 UGIL 100 U U No SVEM
pentadiene
246 500 UGIL 100 U U No SBVEM
Trichlorophenol
245 500 UGIL 10.0 U U No SBVEM
Trichlorophenol
1,1'-Bipheny! 500 UGI/L 10.0 U U No SVEM
2-
Chloronaphthale 500 UG/L 10.0 U ] No S3VEM
ne
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
2-Nitroaniline 1000 UG/L 10.0 ] U No S3VEM
D'meth%’e'phtha'a 500 UGIL 10.0 U U No S3VEM
26 500 UGIL 10.0 U U No SBVEM
Dinitrotoluene
Acenaphthylene 500 UG/L 10.0 U U No S3VEM
3-Nitroaniline 1000 UG/L 10.0 U ] No S3VEM
Acenaphthene 500 UG/L 10.0 U U No S3VEM
24 1000 UGIL 10.0 U U No SBVEM
Dinitrophenol
4-Nitrophenol 1000 UG/L 10.0 U U No S3VEM
Dibenzofuran 500 UG/L 10.0 U ] No S3VEM
24 500 UGIL 10.0 U U No SBVEM
Dinitrotoluene
Diethylphthalate 500 UG/L 10.0 U U No S3VEM
Fluorene 500 UG/L 10.0 U ] No S3VEM
4-Chlorophenyl- 500 UGIL 10.0 U U No SBVEM
phenylether
4-Nitroaniline 1000 UG/L 10.0 ] U No S3VEM
4,6-Dinitro-2- 1000 UGIL 10.0 U U No SBVEM
methylphenol
N_
Nitrosodiphenyla 500 UG/L 10.0 U U No S3VEM
mine
1,2,4,5-
Tetrachlorobenze 500 UG/L 10.0 U ] No S3VEM
ne
4-Bromophenyl- 500 UGIL 10.0 u U No SBVEM
phenylether
Hexa‘:h'n‘:"benze 500 UGIL 100 U U No S3VEM
Atrazine 500 UG/L 10.0 U U No S3VEM
Pemac“(')l"mphe” 1000 UGIL 100 U U No S3VEM
Phenanthrene 500 UG/L 10.0 U U No S3VEM
Anthracene 500 UG/L 10.0 U ] No S3VEM
Carbazole 500 UG/L 10.0 U U No S3VEM
Di-n-
butylphthalate 500 UG/L 10.0 U U No S3VEM
Fluoranthene 500 UG/L 10.0 U U No S3VEM
Pyrene 500 UG/L 10.0 U U No S3VEM
Buty| Zegtzey' phth 500 UGIL 100 U U No S3VEM
3,3-
Dichlorobenzidin 500 UG/L 10.0 U ] No S3VEM
e
Benzofana):mhrac 500 UGIL 10.0 U U No SBVEM
Chrysene 500 UG/L 10.0 U U No S3VEM
Bis(2-
ethylhexyl) 500 UG/L 10.0 U U No S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
phthalate 500 UG/L 10.0 U U No S3VEM
Di-n-
octylphthal ate 500 UG/L 10.0 U U No S3VEM
Benzogz)r:'e“"ram 500 UGIL 100 U U No S3VEM
Benzo(k)fluorant 500 UGIL 10.0 U U No S3VEM
hene
Benzo(a)pyrene 500 UG/L 10.0 U U No S3VEM
Indeno(1,2,3- 500 UGIL 10.0 U U No S3VEM
_ cd)pyrene
Dibenzo(a hjanth 500 UGIL 100 U U No SBVEM
racene
Benzol(gag')pery 500 UGIL 100 U U No S3VEM
2,3,4,6-
Tetrachlorophen 500 UG/L 10.0 U U No S3VEM
ol
Acetamide, N-
(2,3- 10.0 DNJ No S3VEM
dimethylphenyl)-
3',4'-Acetoxylide 10.0 DNJ No S3VEM
Benzenamine,
2 4-dimethyl- 10.0 DNJ No S3VEM
Benzenamine,
2 6-dimethyl- 10.0 DNJ No S3VEM
Benzene, 1,3-
dimethyl- 10.0 DNJ No S3VEM
Benzenamine,
2 5-dimethyl- 10.0 DNJ No S3VEM

Page 77 10:31 Tue, Jan 24, 2012




Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FX6RE Method: BNA Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-06A pH: 5.4 Sample Date:  12/14/2011 Sample Time:  12:15:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzaldehyde 50 UG/L 1.0 U R No S3VEM
Phenol 840 UG/L 1.0 E J No S3VEM
Bis(2-
chloroethyl)ether 50 UG/L 1.0 U R No S3VEM
2-Chlorophenol 50 UG/L 1.0 U R No S3VEM
2-Methylphenol 140 UG/L 1.0 J No S3VEM
2,2-Oxybis(1- 50 UGIL 1.0 U R No S3VEM
chloropropane)
Acetophenone 630 UG/L 1.0 J No S3VEM
4-Methylphenal 210 UG/L 1.0 J No S3VEM
N-Nitroso-aii-n- 50 UGIL 10 U R No S3VEM
propylamine
Hexac“'groetha” 50 UGIL 10 U R No SBVEM
Nitrobenzene 50 UG/L 1.0 U R No S3VEM
I sophorone 50 UG/L 1.0 U R No S3VEM
2-Nitrophenol 50 UG/L 1.0 U R No S3VEM
2,4-
Dimethylphenol 50 UG/L 1.0 U R No S3VEM
Bis(2-
chloroethoxy)me 50 UG/L 1.0 U R No S3VEM
thane
. 2.4- 50 UG/L 1.0 U R No S3VEM
Dichlorophenol
Naphthalene 77 UG/L 1.0 J No S3VEM
4-Chloroaniline 50 UG/L 1.0 U R No S3VEM
Hexac?éﬂLOb“tad 50 UGIL 10 U R No S3VEM
Caprolactam 50 UG/L 1.0 U R No S3VEM
4-Chloro-3- 50 UGIL 10 U R No S3VEM
methylphenol
2-
Methylnaphthale 76 UG/L 1.0 J No S3VEM
ne
Hexachlorocyclo 50 UGIL 10 U U No SVEM
pentadiene
246 50 UGIL 10 U uJ No SBVEM
Trichlorophenol
245 50 UGIL 1.0 U uJ No SBVEM
Trichlorophenol
1,1'-Biphenyl 50 UG/L 1.0 U U No S3VEM
2-
Chloronaphthale 50 UG/L 1.0 U ] No S3VEM
ne
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
2-Nitroaniline 100 UG/L 1.0 ] U No S3VEM
D'meth%’e'phtha'a 50 UGIL 1.0 U U No S3VEM
26 50 UGIL 1.0 U U No SBVEM
Dinitrotoluene
Acenaphthylene 50 UG/L 1.0 U U No S3VEM
3-Nitroaniline 100 UG/L 1.0 U ] No S3VEM
Acenaphthene 50 UG/L 1.0 U U No S3VEM
24 100 UGIL 1.0 U U No SBVEM
Dinitrophenol
4-Nitrophenol 100 UG/L 1.0 U U No S3VEM
Dibenzofuran 50 UG/L 1.0 U ] No S3VEM
24 50 UGIL 1.0 U U No SBVEM
Dinitrotoluene
Diethylphthalate 50 UG/L 1.0 U U No S3VEM
Fluorene 50 UG/L 1.0 U ] No S3VEM
4-Chlorophenyl- 50 UGIL 1.0 U U No SBVEM
phenylether
4-Nitroaniline 100 UG/L 1.0 ] U No S3VEM
4,6-Dinitro-2- 100 UGIL 1.0 U uJ No SBVEM
methylphenol
N_
Nitrosodiphenyla 50 UG/L 1.0 U U No S3VEM
mine
1,2,4,5-
Tetrachlorobenze 50 UG/L 1.0 U uJ No S3VEM
ne
4-Bromophenyl- 50 UGIL 1.0 u U No SBVEM
phenylether
Hexa‘:h'n‘:"benze 50 UGIL 10 U U No S3VEM
Atrazine 50 UG/L 1.0 U U No S3VEM
Pemac“(')l"mphe” 100 UGIL 10 U uJ No S3VEM
Phenanthrene 50 UG/L 1.0 U ] No S3VEM
Anthracene 50 UG/L 1.0 U ] No S3VEM
Carbazole 50 UG/L 1.0 U U No S3VEM
Di-n-
butylphthalate 50 UG/L 1.0 U U No S3VEM
Fluoranthene 50 UG/L 1.0 U ] No S3VEM
Pyrene 50 UG/L 1.0 U U No S3VEM
Butylbenzylphth 50 UGIL 10 U U No S3VEM
date
3,3-
Dichlorobenzidin 50 UG/L 1.0 U ] No S3VEM
e
Benzofana):mhrac 50 UGIL 1.0 U U No SBVEM
Chrysene 50 UG/L 1.0 U U No S3VEM
Bis(2-
ethylhexyl) 50 UG/L 1.0 U U No S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
phthalate 50 UG/L 1.0 U U No S3VEM
Di-n-
octylphthal ate 50 UG/L 1.0 U U No S3VEM
Benzogz)r:'e“"ram 50 UGIL 10 U U No S3VEM
Benzo(k)fluorant 50 UGIL 10 U U No S3VEM
hene
Benzo(a)pyrene 50 UG/L 1.0 U U No S3VEM
Indeno(1,2,3- 50 UGIL 10 U U No S3VEM
_ cd)pyrene
Dibenzo(a hjanth 50 UGIL 10 U U No SBVEM
racene
Benzol(gag')pery 50 UGIL 10 U U No S3VEM
2,3,4,6-
Tetrachlorophen 50 UG/L 1.0 U uJ No S3VEM
ol
Benzenamine,
2 4-dimethyl- 1.0 NJ No S3VEM
1H-
Benzimidazole, 1.0 NJ No S3VEM
5,6-dimethyl-
Acetamide, N-
(2,3- 1.0 NJ No S3VEM
dimethylphenyl)-
N-Methyl-o- 1.0 NJ No SBVEM
toluidine
Benzene, 1,3-
dimethyl- 1.0 NJ No S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FX8 Method:  Pest Matrix: Water MA Number: ~ DEFAULT
Sample Location: RA-TK-07A pH: 6.4 Sample Date:  12/14/2011 Sample Time:  12:30:00
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
alpha-BHC 0.050 UG/L 1.0 U uJ Yes S3VEM
beta-BHC 0.050 UG/L 1.0 u uJ Yes S3VEM
delta-BHC 0.050 UGI/L 1.0 u uJ Yes S3VEM

gamma-BHC 0.050 UGIL 1.0 U UJ Yes SBVEM
(Lindane)
Heptachlor 0.050 UG/L 1.0 U uJ Yes S3VEM
Aldrin 0.050 UG/L 1.0 U uJ Yes S3VEM
Heptachlor 0.050 UGIL 1.0 u uJ Yes S3VEM
epoxide
Endosulfan | 0.050 UG/L 1.0 U uJ Yes S3VEM
Dieldrin 0.10 UG/L 1.0 u uJ Yes S3VEM
4,4-DDE 0.10 UG/L 10 U uJ Yes S3VEM
Endrin 0.10 UG/L 1.0 U uJ Yes S3VEM
Endosulfan I1 0.10 UG/L 1.0 u uJ Yes S3VEM
4,4'-DDD 0.10 UG/L 10 U uJ Yes S3VEM
Endosulfan 0.10 UGIL 1.0 U UJ Yes SBVEM
sulfate
4.4-DDT 0.10 UG/L 10 U uJ Yes S3VEM
Methoxychlor 0.50 UG/L 1.0 U uJ Yes S3VEM
Endrin ketone 0.10 UG/L 10 U uJ Yes S3VEM

Endrin aldehyde 0.10 UG/L 1.0 U uJ Yes S3VEM

alpha-Chlordane 0.050 UG/L 1.0 U uJ Yes S3VEM

gamma 0.050 UGIL 1.0 U UJ Yes S3VEM
Chlordane
Toxaphene 5.0 UG/L 1.0 U uJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FX8 Method: BNA Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-07A pH: 6.4 Sample Date:  12/14/2011 Sample Time:  12:30:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzaldehyde 500 UG/L 10.0 U R Yes S3VEM
Phenol 500 UG/L 10.0 U R Yes S3VEM
Bis(2-
chloroethyl)ether 500 UG/L 10.0 U R Yes S3VEM
2-Chlorophenol 500 UG/L 10.0 U R Yes S3VEM
2-Methylphenol 500 UG/L 10.0 U R Yes SVEM
2,2-Oxybis(1- 500 UGIL 10.0 U R Yes S3VEM
chloropropane)
Acetophenone 500 UG/L 10.0 U R Yes S3VEM
4-Methylphenol 500 UG/L 10.0 U R Yes S3VEM
N-Nitroso-aii-n- 500 UGIL 100 U R Yes S3VEM
propylamine
Hexac“'groetha” 500 UGIL 100 U R Yes SBVEM
Nitrobenzene 500 UG/L 10.0 U U Yes S3VEM
I sophorone 500 UG/L 10.0 U U Yes S3VEM
2-Nitrophenol 500 UG/L 10.0 U U Yes S3VEM
2,4-
Dimethylphenol 500 UG/L 10.0 U U Yes S3VEM
Bis(2-
chloroethoxy)me 500 UG/L 10.0 U U Yes S3VEM
thane
. 2.4- 500 UG/L 10.0 U U Yes S3VEM
Dichlorophenol
Naphthalene 500 UG/L 10.0 U U Yes S3VEM
4-Chloroaniline 500 UG/L 10.0 U U Yes S3VEM
Hexac?éﬂLOb“tad 500 UGIL 100 U U Yes S3VEM
Caprolactam 500 UG/L 10.0 U U Yes S3VEM
4-Chloro-3- 500 UGIL 10.0 U U Yes S3VEM
methylphenol
2-
Methylnaphthale 280 UG/L 10.0 J J Yes S3VEM
ne
Hexachlorocyclo 500 UGIL 100 U U Yes SVEM
pentadiene
246 500 UGIL 100 U U Yes SBVEM
Trichlorophenol
245 500 UGIL 10.0 U U Yes SBVEM
Trichlorophenol
1,1'-Bipheny! 500 UGI/L 10.0 U U Yes SVEM
2-
Chloronaphthale 500 UG/L 10.0 U ] Yes S3VEM
ne

Page 82 10:31 Tue, Jan 24, 2012



Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
2-Nitroaniline 1000 UG/L 10.0 ] U Yes S3VEM
D'meth%’e'phtha'a 500 UGIL 10.0 U U Yes S3VEM
26 500 UGIL 10.0 U U Yes SBVEM
Dinitrotoluene
Acenaphthylene 500 UG/L 10.0 U U Yes S3VEM
3-Nitroaniline 1000 UG/L 10.0 U ] Yes S3VEM
Acenaphthene 500 UG/L 10.0 U U Yes S3VEM
24 1000 UGIL 10.0 U U Yes SBVEM
Dinitrophenol
4-Nitrophenol 1000 UG/L 10.0 U U Yes S3VEM
Dibenzofuran 500 UG/L 10.0 U ] Yes S3VEM
24 500 UGIL 10.0 U U Yes SBVEM
Dinitrotoluene
Diethylphthalate 500 UG/L 10.0 U U Yes S3VEM
Fluorene 500 UG/L 10.0 U ] Yes S3VEM
4-Chlorophenyl- 500 UGIL 10.0 U U Yes SBVEM
phenylether
4-Nitroaniline 1000 UG/L 10.0 ] U Yes S3VEM
4,6-Dinitro-2- 1000 UGIL 10.0 U U Yes SBVEM
methylphenol
N_
Nitrosodiphenyla 500 UG/L 10.0 U U Yes S3VEM
mine
1,2,4,5-
Tetrachlorobenze 500 UG/L 10.0 U ] Yes S3VEM
ne
4-Bromophenyl- 500 UGIL 10.0 u U Yes SBVEM
phenylether
Hexa‘:h'n‘:"benze 500 UGIL 100 U U Yes S3VEM
Atrazine 500 UG/L 10.0 U U Yes S3VEM
Pemac“(')l"mphe” 1000 UGIL 100 U U Yes S3VEM
Phenanthrene 500 UG/L 10.0 U U Yes S3VEM
Anthracene 500 UG/L 10.0 U ] Yes S3VEM
Carbazole 500 UG/L 10.0 U U Yes S3VEM
Di-n-
butylphthalate 500 UG/L 10.0 U U Yes S3VEM
Fluoranthene 500 UG/L 10.0 U U Yes S3VEM
Pyrene 500 UG/L 10.0 U U Yes S3VEM
Buty| Zegtzey' phth 500 UGIL 100 U U Yes S3VEM
3,3-
Dichlorobenzidin 500 UG/L 10.0 U ] Yes S3VEM
e
Benzofana):mhrac 500 UGIL 10.0 U U Yes SBVEM
Chrysene 500 UG/L 10.0 U U Yes S3VEM
Bis(2-
ethylhexyl) 1500 UG/L 10.0 Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
phthalate 1500 UGI/L 10.0 Yes SVEM
Di-n-
octylphthal ate 500 UG/L 10.0 U U Yes S3VEM
Benzogz)r:'e“"ram 500 UGIL 100 U U Yes S3VEM
Benzo(k)fluorant 500 UGIL 100 U U Yes S3VEM
hene
Benzo(a)pyrene 500 UG/L 10.0 U U Yes S3VEM
Indeno(1,2,3- 500 UGIL 100 U U Yes S3VEM
_ cd)pyrene
Dibenzo(ah)anth 500 UGIL 10.0 U U Yes SBVEM
racene
Benzol(gag')pery 500 UGIL 100 U U Yes S3VEM
2,3,4,6-
Tetrachlorophen 500 UG/L 10.0 U U Yes S3VEM
ol
4,7-Methano-
1H-indene,
3a4.7.7a 10.0 NJ Yes S3VEM
tetrahydro-
Hexadecane, 1- 10.0 NJ Yes SIVEM
iodo-
Total Alkanes 10.0 J Yes S3VEM
Benzenamine,
2 3. imethyl- 10.0 NJ Yes SIVEM
Octadecane, 1- 10.0 NJ Yes SBVEM
iodo-
28-Nor-
17.alpha.(H)- 10.0 NJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP
Sample Number:  B7FX8 Method:  Aroclor Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-07A pH: 6.4 Sample Date:  12/14/2011 Sample Time:  12:30:00
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Aroclor-1016 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1221 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1232 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1242 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1248 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1254 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1260 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1262 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1268 1.0 UG/L 1.0 U ] Yes S3VEM

Page 85

10:31 Tue, Jan 24, 2012




Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FX8 Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-07A pH: 2 Sample Date:  12/14/2011 Sample Time:  12:30:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 50 UGIL 10 U uJ Yes SBVEM
methane
Chloromethane 5.0 UG/L 1.0 U uJ Yes S3VEM
Vinyl chloride 5.0 UG/L 1.0 U U Yes S3VEM
Bromomethane 50 UG/L 1.0 U uJ Yes S3VEM
Chloroethane 5.0 UG/L 1.0 U uJ Yes S3VEM
Trichlorofluorom 50 UGIL 10 U U Yes SBVEM
ethane
1,1-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
1,1,2-Trichloro-
1,2,2- 5.0 UG/L 1.0 U U Yes S3VEM
trifluoroethane
Acetone 10 UG/L 1.0 U U Yes S3VEM
Carbon disulfide 5.0 UG/L 1.0 U uJ Yes S3VEM
Methyl acetate 5.0 UG/L 1.0 U U Yes S3VEM
Methylene 5.0 UGIL 1.0 B U Yes SBVEM
chloride
trans-1,2-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
Methy! tert-buityl 50 UGIL 10 U U Yes S3VEM
ether
1,1-
Dichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
cis-1,2-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
2-Butanone 10 UG/L 1.0 U U Yes S3VEM
Bromochioromet 50 UGIL 10 U U Yes S3VEM
hane
Chloroform 50 UG/L 1.0 U ] Yes S3VEM
1,1,1-
Trichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
Cyclohexane 5.0 UG/L 1.0 U U Yes S3VEM
Carbon 5.0 UGIL 10 U U Yes SIVEM
tetrachloride
Benzene 5.0 UG/L 1.0 U U Yes S3VEM
1,2-
Dichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
1,4-Dioxane 100 UG/L 1.0 U U Yes S3VEM
Trichloroethene 5.0 UG/L 1.0 U ] Yes S3VEM
Methy'%c"’hexa 44 UGIL 10 Yes SBVEM
Lz 5.2 UGIL 10 Yes SIVEM
Dichloropropane
Bromodichlorom 5.0 UG/L 1.0 U ] Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level

ethane 5.0 UG/L 1.0 U U Yes S3VEM
_ Gsl3 5.0 UGIL 1.0 U U Yes SIVEM
Dichloropropene
4-Methyl-2- 10 UGIL 1.0 U U Yes S3VEM
pentanone
Toluene 50 UG/L 1.0 U U Yes S3VEM
rans1,3- 5.0 UGIL 10 U U Yes SIVEM
Dichloropropene
1,1,2-
Trichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
Tetrac“'groethm 5.0 UGIL 1.0 U U Yes S3VEM
2-Hexanone 10 UG/L 1.0 U ] Yes S3VEM
Dibromachl orom 5.0 UGIL 1.0 U U Yes SBVEM
ethane
1,2-
Dibromoethane 5.0 UG/L 1.0 U U Yes S3VEM
Chlorobenzene 50 UG/L 1.0 U ] Yes S3VEM
Ethylbenzene 12 UG/L 1.0 J Yes S3VEM
o-Xylene 17 UG/L 1.0 J Yes S3VEM
m,p-Xylene 37 UG/L 1.0 J Yes S3VEM
Styrene 5.0 UG/L 1.0 U U Yes S3VEM
Bromoform 5.0 UG/L 1.0 U ] Yes S3VEM
'wpromé'benze” 11 UGIL 1.0 J Yes S3VEM
1,1,2,2-
Tetrachloroethan 50 UG/L 1.0 U ] Yes S3VEM
e
13 5.0 UGIL 10 U U Yes SIVEM
Dichlorobenzene
14 5.0 UGIL 1.0 U U Yes SBVEM
Dichlorobenzene
. 1,2- 50 UG/L 1.0 U U Yes S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 5.0 UG/L 1.0 U U Yes SBVEM
chloropropane
1,2,4-
Trichlorobenzen 5.0 UG/L 1.0 U ] Yes S3VEM
e
1,2,3-
Trichlorobenzen 50 UG/L 1.0 U ] Yes S3VEM
e
4,7-Methano-
1H-indene,
3047 7 1.0 NJ Yes S3VEM
tetrahydro-
Benzene, 1,2,3- 1.0 NJ Yes SRVEM
trimethy!-
Benzene, 1,3,5- 1.0 NJ Yes SVEM
trimethyl-
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FX8RE Method: BNA Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-07A pH: 6.4 Sample Date:  12/14/2011 Sample Time:  12:30:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzaldehyde 500 UG/L 10.0 U R No S3VEM
Phenol 500 UG/L 10.0 U R No S3VEM
Bis(2-
chloroethyl)ether 500 UG/L 10.0 U R No S3VEM
2-Chlorophenol 500 UG/L 10.0 U R No S3VEM
2-Methylphenol 500 UG/L 10.0 U R No SVEM
2,2-Oxybis(1- 500 UGIL 10.0 U R No S3VEM
chloropropane)
Acetophenone 500 UG/L 10.0 U R No S3VEM
4-Methylphenol 500 UG/L 10.0 U R No S3VEM
N-Nitroso-aii-n- 500 UGIL 100 U R No S3VEM
propylamine
Hexac“'groetha” 500 UGIL 100 U R No SBVEM
Nitrobenzene 500 UG/L 10.0 U U No S3VEM
I sophorone 500 UG/L 10.0 U U No S3VEM
2-Nitrophenol 500 UG/L 10.0 U U No S3VEM
2,4-
Dimethylphenol 500 UG/L 10.0 U U No S3VEM
Bis(2-
chloroethoxy)me 500 UG/L 10.0 U U No S3VEM
thane
. 2.4- 500 UG/L 10.0 U U No S3VEM
Dichlorophenol
Naphthalene 500 UG/L 10.0 U U No S3VEM
4-Chloroaniline 500 UG/L 10.0 U U No S3VEM
Hexac?éﬂLOb“tad 500 UGIL 100 U U No S3VEM
Caprolactam 500 UG/L 10.0 U U No S3VEM
4-Chloro-3- 500 UGIL 10.0 U U No S3VEM
methylphenol
2-
Methylnaphthale 280 UG/L 10.0 J J No S3VEM
ne
Hexachlorocyclo 500 UGIL 100 U U No SVEM
pentadiene
246 500 UGIL 100 U U No SBVEM
Trichlorophenol
245 500 UGIL 10.0 U U No SBVEM
Trichlorophenol
1,1'-Bipheny! 500 UGI/L 10.0 U U No SVEM
2-
Chloronaphthale 500 UG/L 10.0 U ] No S3VEM
ne
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
2-Nitroaniline 1000 UG/L 10.0 ] U No S3VEM
D'meth%’e'phtha'a 500 UGIL 10.0 U U No S3VEM
26 500 UGIL 10.0 U U No SBVEM
Dinitrotoluene
Acenaphthylene 500 UG/L 10.0 U U No S3VEM
3-Nitroaniline 1000 UG/L 10.0 U ] No S3VEM
Acenaphthene 500 UG/L 10.0 U U No S3VEM
24 1000 UGIL 10.0 U U No SBVEM
Dinitrophenol
4-Nitrophenol 1000 UG/L 10.0 U U No S3VEM
Dibenzofuran 500 UG/L 10.0 U ] No S3VEM
24 500 UGIL 10.0 U U No SBVEM
Dinitrotoluene
Diethylphthalate 500 UG/L 10.0 U U No S3VEM
Fluorene 500 UG/L 10.0 U ] No S3VEM
4-Chlorophenyl- 500 UGIL 10.0 U U No SBVEM
phenylether
4-Nitroaniline 1000 UG/L 10.0 ] U No S3VEM
4,6-Dinitro-2- 1000 UGIL 10.0 U U No SBVEM
methylphenol
N_
Nitrosodiphenyla 500 UG/L 10.0 U U No S3VEM
mine
1,2,4,5-
Tetrachlorobenze 500 UG/L 10.0 U ] No S3VEM
ne
4-Bromophenyl- 500 UGIL 10.0 u U No SBVEM
phenylether
Hexa‘:h'n‘:"benze 500 UGIL 100 U U No S3VEM
Atrazine 500 UG/L 10.0 U U No S3VEM
Pemac“(')l"mphe” 1000 UGIL 100 U U No S3VEM
Phenanthrene 500 UG/L 10.0 U U No S3VEM
Anthracene 500 UG/L 10.0 U ] No S3VEM
Carbazole 500 UG/L 10.0 U U No S3VEM
Di-n-
butylphthalate 500 UG/L 10.0 U U No S3VEM
Fluoranthene 500 UG/L 10.0 U U No S3VEM
Pyrene 500 UG/L 10.0 U U No S3VEM
Buty| Zegtzey' phth 500 UGIL 100 U U No S3VEM
3,3-
Dichlorobenzidin 500 UG/L 10.0 U ] No S3VEM
e
Benzofana):mhrac 500 UGIL 10.0 U U No SBVEM
Chrysene 500 UG/L 10.0 U U No S3VEM
Bis(2-
ethylhexyl) 1500 UG/L 10.0 No S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
phthalate 1500 UGI/L 10.0 No SVEM
Di-n-
octylphthal ate 500 UG/L 10.0 U U No S3VEM
Benzogz)r:'e“"ram 500 UGIL 100 U U No S3VEM
Benzo(k)fluorant 500 UGIL 10.0 U U No S3VEM
hene
Benzo(a)pyrene 500 UG/L 10.0 U U No S3VEM
Indeno(1,2,3- 500 UGIL 10.0 U U No S3VEM
_ cd)pyrene
Dibenzo(a hjanth 500 UGIL 100 U U No SBVEM
racene
Benzol(gag')pery 500 UGIL 100 U U No S3VEM
2,3,4,6-
Tetrachlorophen 500 UG/L 10.0 U U No S3VEM
ol
Benzenamine,
2 5-dimethyl- 10.0 NJ No S3VEM
Total Alkanes 10.0 J No S3VEM
Disulfide, di-tert- 100 NI No SAVEM
dode_cvl
1°'He(”ceg’ose”e 100 NJ No S3VEM
4,7-Methano-
1H-indene,
304,774 10.0 NJ No S3VEM
tetrahydro-
Cyclotetradecane
,1,7,11-
trimethyl-4-(1- 10.0 NJ No S3VEM
methylethyl)-
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FYO0 Method: BNA Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-08A pH: 6.4 Sample Date:  12/14/2011 Sample Time:  12:45:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzaldehyde 5.0 UG/L 1.0 U U Yes S3VEM
Phenol 560 UG/L 1.0 E Yes S3VEM
Bis(2-
chloroethyl)ether 50 UG/L 1.0 U U Yes S3VEM
2-Chlorophenol 5.0 UG/L 1.0 U U Yes S3VEM
2-Methylphenol 15 UG/L 1.0 J Yes S3VEM
2,2-Oxybis(1- 5.0 UGIL 1.0 U U Yes S3VEM
chloropropane)
Acetophenone 390 UG/L 1.0 E Yes S3VEM
4-Methylphenol 540 UG/L 1.0 E Yes S3VEM
N-Nitroso-aii-n- 50 UGIL 10 U U Yes S3VEM
propylamine
Hexac“'groetha” 50 UGIL 10 U U Yes SBVEM
Nitrobenzene 5.0 UG/L 1.0 U U Yes S3VEM
I sophorone 5.0 UG/L 1.0 U U Yes S3VEM
2-Nitrophenol 5.0 UG/L 1.0 U U Yes S3VEM
2,4-
Dimethylphenol 13 UG/L 1.0 J Yes S3VEM
Bis(2-
chloroethoxy)me 5.0 UG/L 1.0 U U Yes S3VEM
thane
. 2.4- 5.0 UG/L 1.0 U uJ Yes S3VEM
Dichlorophenol
Naphthalene 59 UG/L 1.0 Yes S3VEM
4-Chloroaniline 5.0 UG/L 1.0 U ] Yes S3VEM
Hexac?éﬂLOb“tad 50 UGIL 10 U uJ Yes S3VEM
Caprolactam 5.0 UG/L 1.0 U U Yes S3VEM
4-Chloro-3- 50 UGIL 10 U uJ Yes S3VEM
methylphenol
2-
Methylnaphthale 12 UG/L 1.0 Yes S3VEM
ne
Hexachlorocyclo 50 UGIL 10 U U Yes SVEM
pentadiene
246 5.0 UGIL 10 U uJ Yes SBVEM
Trichlorophenol
245 5.0 UGIL 1.0 U uJ Yes SBVEM
Trichlorophenol
1,1'-Biphenyl 5.0 UG/L 1.0 U U Yes S3VEM
2-
Chloronaphthale 5.0 UG/L 1.0 U ] Yes S3VEM
ne
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
2-Nitroaniline 10 UG/L 1.0 ] U Yes S3VEM
D'meth%’e'phtha'a 5.0 UGIL 1.0 U U Yes S3VEM
26 5.0 UGIL 1.0 U U Yes SBVEM
Dinitrotoluene
Acenaphthylene 5.0 UG/L 1.0 U U Yes S3VEM
3-Nitroaniline 10 UG/L 1.0 U ] Yes S3VEM
Acenaphthene 5.0 UG/L 1.0 U U Yes S3VEM
24 10 UGIL 1.0 U U Yes SBVEM
Dinitrophenol
4-Nitrophenol 10 UG/L 1.0 U U Yes S3VEM
Dibenzofuran 50 UG/L 1.0 U ] Yes S3VEM
24 5.0 UGIL 1.0 U U Yes SBVEM
Dinitrotoluene
Diethylphthalate 5.0 UG/L 1.0 U U Yes S3VEM
Fluorene 5.0 UG/L 1.0 U ] Yes S3VEM
4-Chlorophenyl- 5.0 UGIL 1.0 U U Yes SBVEM
phenylether
4-Nitroaniline 10 UG/L 1.0 ] U Yes S3VEM
4,6-Dinitro-2- 10 UGIL 1.0 U U Yes SBVEM
methylphenol
N_
Nitrosodiphenyla 5.0 UG/L 1.0 U U Yes S3VEM
mine
1,2,4,5-
Tetrachlorobenze 50 UG/L 1.0 U uJ Yes S3VEM
ne
4-Bromophenyl- 5.0 UGIL 1.0 u U Yes SBVEM
phenylether
Hexa‘:h'n‘:"benze 50 UGIL 10 U U Yes S3VEM
Atrazine 5.0 UG/L 1.0 U U Yes S3VEM
Pe“taCh(')f’rOphe” 10 UGIL 1.0 U UuJ Yes S3VEM
Phenanthrene 5.0 UG/L 1.0 U ] Yes S3VEM
Anthracene 5.0 UG/L 1.0 U ] Yes S3VEM
Carbazole 5.0 UG/L 1.0 U U Yes S3VEM
Di-n-
butylphthalate 5.0 UG/L 1.0 U U Yes S3VEM
Fluoranthene 5.0 UG/L 1.0 U ] Yes S3VEM
Pyrene 5.0 UG/L 1.0 U U Yes S3VEM
Buty| Zegtzey' phth 50 UGIL 10 U U Yes S3VEM
3,3-
Dichlorobenzidin 5.0 UG/L 1.0 U U Yes S3VEM
e
Benzofana):mhrac 5.0 UGIL 1.0 U U Yes SBVEM
Chrysene 5.0 UG/L 1.0 U U Yes S3VEM
Bis(2-
ethylhexyl) 36 UG/L 1.0 Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
phthalate 36 UGIL 1.0 Yes SIVEM
Di-n-
octylphthal ate 5.0 UG/L 1.0 U U Yes S3VEM
Benzogz)r:'e“"ram 50 UGIL 10 U U Yes S3VEM
Benzo(k)fluorant 50 UGIL 10 U u Yes S3VEM
hene
Benzo(a)pyrene 5.0 UG/L 1.0 U U Yes S3VEM
Indeno(1,2,3- 50 UGIL 10 U U Yes S3VEM
_ cd)pyrene
Dibenzo(a h)anth 5.0 UGIL 1.0 U U Yes SVEM
racene
Benzol(gag')pery 50 UGIL 10 U U Yes S3VEM
2,3,4,6-
Tetrachlorophen 5.0 UG/L 1.0 U uJ Yes S3VEM
ol
Benzenemethano
|, .alpha.-methyl- 10 NJ Yes S3VEM
Benzene, 1.2,3- 1.0 NJ Yes SBVEM
trimethyl-
Benzene, 1-
ethyl-2,4- 1.0 NJ Yes S3VEM
dimethyl-
Benzene, 1-
ethyl-3-methyl- 1.0 NJ Yes S3VEM
Benzenamine,
2 6-dimethyl- 1.0 NJ Yes S3VEM
Total Alkanes 1.0 J Yes S3VEM
Benzene, 1.3,5- 1.0 NJ Yes SBVEM
trimethyl-
1(3H)-
I sobenzofuranon 1.0 NJ Yes S3VEM
e
Benzenamine,
2.4-dimethyl- 1.0 NJ Yes S3VEM
Benzene, 1-
ethyl-2-methyl- 1.0 NJ Yes S3VEM
Indane 1.0 NJ Yes S3VEM
Benzene, (2-
methyl-1- 1.0 NJ Yes S3VEM
propenyl)-
N-Methyl-o- 10 NJ Yes SBVEM
toluidine
Benzene, 1-
methyl-2-(1- 1.0 NJ Yes SVEM
methylethyl)-
Acetamide, N-
(2,3 1.0 NJ Yes S3VEM
dimethylphenyl)-
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP
Sample Number:  B7FYO0 Method:  Aroclor Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-08A pH: 6.4 Sample Date:  12/14/2011 Sample Time:  12:45:00
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Aroclor-1016 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1221 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1232 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1242 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1248 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1254 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1260 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1262 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1268 1.0 UG/L 1.0 U ] Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FYO Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-08A pH: 2 Sample Date:  12/14/2011 Sample Time:  12:45:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 100 UGIL 20.0 U U Yes SBVEM
methane
Chloromethane 100 UG/L 20.0 U ] Yes S3VEM
Vinyl chloride 100 UG/L 20.0 U U Yes S3VEM
Bromomethane 100 UG/L 20.0 U ] Yes S3VEM
Chloroethane 100 UG/L 20.0 U ] Yes S3VEM
Trichlorofluorom 100 UGIL 20.0 U U Yes SBVEM
ethane
1,1-
Dichloroethene 100 UG/L 20.0 U U Yes S3VEM
1,1,2-Trichloro-
1,2,2- 100 UG/L 20.0 U U Yes S3VEM
trifluoroethane
Acetone 200 UG/L 20.0 U U Yes S3VEM
Carbon disulfide 100 UG/L 20.0 U U Yes S3VEM
Methyl acetate 100 UG/L 20.0 U U Yes S3VEM
Methylene 810 UGIL 20.0 B Yes SBVEM
chloride
trans-1,2-
Dichloroethene 100 UG/L 20.0 U U Yes S3VEM
Methy! tert-butyl 100 UGIL 20.0 U U Yes S3VEM
ether
1,1-
Dichloroethane 44 UG/L 20.0 J J Yes S3VEM
cis-1,2-
Dichloroethene 420 UG/L 20.0 Yes S3VEM
2-Butanone 200 UG/L 20.0 U U Yes S3VEM
Bromochioromet 46 UGIL 20.0 J J Yes S3VEM
hane
Chloroform 100 UG/L 20.0 U ] Yes S3VEM
1,1,1-
Trichloroethane 100 UG/L 20.0 U U Yes S3VEM
Cyclohexane 100 UG/L 20.0 U U Yes S3VEM
Carbon 100 UGIL 20.0 U U Yes SIVEM
tetrachloride
Benzene 100 UG/L 20.0 U U Yes S3VEM
1,2-
Dichloroethane 100 UG/L 20.0 U U Yes S3VEM
1,4-Dioxane 2000 UG/L 20.0 U U Yes S3VEM
Trichloroethene 100 UG/L 20.0 U ] Yes S3VEM
Methy'%c' ohexa 100 UGIL 20.0 U U Yes SBVEM
Lz 100 UGIL 20.0 U U Yes SIVEM
Dichloropropane
Bromodichlorom 100 UG/L 20.0 U ] Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 100 UG/L 20.0 U U Yes S3VEM
_ Gsl3 100 UGIL 20.0 U U Yes SIVEM
Dichloropropene
4-Methy-2- 200 UGIL 200 U U Yes S3VEM
pentanone
Toluene 3200 UG/L 20.0 Yes S3VEM
rans1,3- 100 UGIL 20.0 U U Yes SIVEM
Dichloropropene
1,1,2-
Trichloroethane 100 UG/L 20.0 U U Yes S3VEM
Tetrac“'groethm 100 UGIL 20.0 U U Yes S3VEM
2-Hexanone 200 UG/L 20.0 U ] Yes S3VEM
Dibromachl orom 100 UGIL 20.0 U U Yes SBVEM
ethane
1,2-
Dibromoethane 100 UG/L 20.0 U U Yes S3VEM
Chlorobenzene 100 UG/L 20.0 U ] Yes S3VEM
Ethylbenzene 3100 UG/L 20.0 Yes S3VEM
o-Xylene 3200 UG/L 20.0 Yes S3VEM
m,p-Xylene 12000 UG/L 20.0 E Yes S3VEM
Styrene 100 UG/L 20.0 U U Yes S3VEM
Bromoform 100 UG/L 20.0 U ] Yes S3VEM
'wpromé' benzen 100 UGIL 20.0 U U Yes S3VEM
1,1,2,2-
Tetrachloroethan 100 UG/L 20.0 U ] Yes S3VEM
e
13 100 UGIL 20.0 U U Yes SIVEM
Dichlorobenzene
14 100 UGIL 20.0 U U Yes SBVEM
Dichlorobenzene
. 1,2- 100 UG/L 20.0 U U Yes S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 100 UGIL 200 U U Yes S3VEM
chloropropane
1,2,4-
Trichlorobenzen 100 UG/L 20.0 U ] Yes S3VEM
e
1,2,3-
Trichlorobenzen 100 UG/L 20.0 U ] Yes S3VEM
e
Benzene, 1.2,3- 20.0 NJ Yes SBVEM
trimethyl-
Benzene, 1-
ethyl-2-methyl- 20.0 NJ Yes SVEM
Benzene, 1-
ethyl-3-methyl- 20.0 NJ Yes S3VEM
Benzene, 1.3,5- 20.0 NJ Yes SBVEM
trimethyl-
Benzene, 1,2,4- 20.0 NJ Yes SBVEM
trimethyl-
Indane 20.0 NJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FYO Method:  Pest Matrix: Water MA Number: ~ DEFAULT
Sample Location: RA-TK-08A pH: 6.4 Sample Date:  12/14/2011 Sample Time:  12:45:00
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
alphaBHC 0.050 UG/L 1.0 U uJ Yes S3VEM
beta-BHC 0.050 UG/L 1.0 U uJ Yes S3VEM
delta-BHC 0.050 UG/L 1.0 U uJ Yes S3VEM

gammaBHC 0.050 UGIL 10 U uJ Yes SBVEM
(Lindane)
Heptachlor 0.050 UG/L 1.0 U uJ Yes S3VEM
Aldrin 0.050 UG/L 1.0 U uJ Yes S3VEM
Heptachlor 0.050 UGIL 10 u uJ Yes SIVEM
epoxide
Endosulfan | 0.050 UG/L 1.0 U uJ Yes S3VEM
Dieldrin 0.10 UG/L 1.0 U uJ Yes S3VEM
4,4-DDE 0.10 UG/L 1.0 U uJ Yes S3VEM
Endrin 0.10 UG/L 1.0 U uJ Yes S3VEM
Endosulfan I1 0.10 UG/L 1.0 U uJ Yes S3VEM
4.4-DDD 0.10 UG/L 1.0 U uJ Yes S3VEM
Endosulfan 0.10 UGIL 10 U uJ Yes SBVEM
sulfate
4.4-DDT 0.10 UG/L 1.0 U uJ Yes S3VEM
Methoxychlor 0.50 UG/L 1.0 U uJ Yes S3VEM
Endrin ketone 0.10 UG/L 1.0 U uJ Yes S3VEM

Endrin aldehyde 0.10 UG/L 1.0 U uJ Yes S3VEM

alpha-Chlordane 0.050 UG/L 1.0 U uJ Yes S3VEM

gamma 0.050 UGIL 1.0 U uJ Yes SBVEM
Chlordane
Toxaphene 5.0 UG/L 1.0 U uJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FYODL Method: BNA Matrix: Water MA Number: DEFAULT
Sample Location: pH: 6.4 Sample Date:  12/14/2012 Sample Time:  12:45:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzaldehyde 50 UG/L 10.0 U U No S3VEM
Phenol 560 UG/L 10.0 D No S3VEM
Bis(2-
chloroethyl)ether 50 UG/L 10.0 U U No S3VEM
2-Chlorophenol 50 UG/L 10.0 U U No S3VEM
2-Methylphenol 51 UG/L 10.0 D No S3VEM
2,2-Oxybis(1- 50 UGIL 10.0 U U No S3VEM
chloropropane)
Acetophenone 390 UG/L 10.0 D No S3VEM
4-Methylphenol 540 UG/L 10.0 D No S3VEM
N-Nitroso-aii-n- 50 UGIL 100 U U No S3VEM
propylamine
Hexac“'groetha” 50 UGIL 100 U U No SBVEM
Nitrobenzene 50 UG/L 10.0 U U No S3VEM
I sophorone 50 UG/L 10.0 U U No S3VEM
2-Nitrophenol 50 UG/L 10.0 U U No S3VEM
2,4-
Dimethylphenol 81 UG/L 10.0 D No S3VEM
Bis(2-
chloroethoxy)me 50 UG/L 10.0 U U No S3VEM
thane
. 2.4- 50 UG/L 10.0 U U No S3VEM
Dichlorophenol
Naphthalene 60 UG/L 10.0 D No S3VEM
4-Chloroaniline 50 UG/L 10.0 U ] No S3VEM
Hexac?éﬂLOb“tad 50 UGIL 100 U U No S3VEM
Caprolactam 50 UG/L 10.0 U U No S3VEM
4-Chloro-3- 50 UGIL 10.0 U U No S3VEM
methylphenol
2-
Methylnaphthale 50 UG/L 10.0 U U No S3VEM
ne
Hexachlorocyclo 50 UGIL 100 U U No SVEM
pentadiene
246 50 UGIL 100 U U No SBVEM
Trichlorophenol
245 50 UGIL 10.0 U U No SBVEM
Trichlorophenol
1,1'-Bipheny! 50 UGIL 10.0 U U No SVEM
2-
Chloronaphthale 50 UG/L 10.0 U ] No S3VEM
ne
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
2-Nitroaniline 100 UG/L 10.0 ] U No S3VEM
D'meth%’e'phtha'a 50 UGIL 10.0 U U No S3VEM
26 50 UGIL 10.0 U U No SBVEM
Dinitrotoluene
Acenaphthylene 50 UG/L 10.0 U U No S3VEM
3-Nitroaniline 100 UG/L 10.0 U ] No S3VEM
Acenaphthene 50 UG/L 10.0 U U No S3VEM
24 100 UGIL 10.0 U U No SBVEM
Dinitrophenol
4-Nitrophenol 100 UG/L 10.0 U U No S3VEM
Dibenzofuran 50 UG/L 10.0 U ] No S3VEM
24 50 UGIL 10.0 U U No SBVEM
Dinitrotoluene
Diethylphthalate 50 UG/L 10.0 U U No S3VEM
Fluorene 50 UG/L 10.0 U ] No S3VEM
4-Chlorophenyl- 50 UGIL 10.0 U U No SBVEM
phenylether
4-Nitroaniline 100 UG/L 10.0 ] U No S3VEM
4,6-Dinitro-2- 100 UGIL 10.0 U U No SBVEM
methylphenol
N_
Nitrosodiphenyla 50 UG/L 10.0 U U No S3VEM
mine
1,2,4,5-
Tetrachlorobenze 50 UG/L 10.0 U ] No S3VEM
ne
4-Bromophenyl- 50 UGIL 10.0 u U No SBVEM
phenylether
Hexa‘:h'n‘:"benze 50 UGIL 100 U U No S3VEM
Atrazine 50 UG/L 10.0 U U No S3VEM
Pemac“(')l"mphe” 100 UGIL 100 U U No S3VEM
Phenanthrene 50 UG/L 10.0 U ] No S3VEM
Anthracene 50 UG/L 10.0 U ] No S3VEM
Carbazole 50 UG/L 10.0 U U No S3VEM
Di-n-
butyiphthalate 50 UG/L 10.0 U U No S3VEM
Fluoranthene 50 UG/L 10.0 U U No S3VEM
Pyrene 50 UG/L 10.0 U U No S3VEM
Buty| Zegtzey' phth 50 UGIL 100 U U No S3VEM
3,3-
Dichlorobenzidin 50 UG/L 10.0 U ] No S3VEM
e
Benzofana):mhrac 50 UGIL 10.0 U U No SBVEM
Chrysene 50 UG/L 10.0 U U No S3VEM
Bis(2-
ethylhexyl) 34 UG/L 10.0 DJ J No S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
phthalate 34 UG/L 10.0 DJ J No S3VEM
Di-n-
octylphthal ate 50 UG/L 10.0 U U No S3VEM
Benzogz)r:'e“"ram 50 UGIL 100 U U No S3VEM
Benzo(k)fluorant 50 UGIL 100 U U No S3VEM
hene
Benzo(a)pyrene 50 UG/L 10.0 U U No S3VEM
Indeno(1,2,3- 50 UGIL 100 U U No S3VEM
_ cd)pyrene
Dibenzo(ah)anth 50 UGIL 10.0 U U No SBVEM
racene
Benzol(gag')pery 50 UGIL 100 U U No S3VEM
2,3,4,6-
Tetrachlorophen 50 UG/L 10.0 U U No S3VEM
ol
Benzenamine,
2 4-dimethyl- 10.0 DNJ No S3VEM
Phenal, 3-(1-
methylethyl)- 10.0 DNJ No S3VEM
Benzene, 1,2,3- 10.0 DNJ No SBVEM
trimethyl-
Benzene, 1-
ethyl-3,5- 10.0 DNJ No S3VEM
dimethyl-
o 10.0 DNJ No S3VEM
|sopropylaniline
Benzenamine,
2 5-ci methyl- 10.0 DNJ No SVEM
Benzene, 1,2,4- 10.0 DNJ No SBVEM
trimethy!-
Benzenamine,
2 6-dimethyl- 10.0 DNJ No S3VEM
Acetamide, N-
(2,4- 10.0 DNJ No S3VEM
dimethylphenyl)-
Hexanoic acid,
D-ethyl- 10.0 DNJ No S3VEM
Benzene, 1,3-
dimethyl- 10.0 DNJ No S3VEM
Benzene, 1-
ethyl-2-methyl- 10.0 DNJ No SVEM
Benzoic acid, p- 10.0 DNJ No SBVEM
tert-butyl-
Benzenemethano
| clpha-methy!- 10.0 DNJ No S3VEM
Benzenamine, 3- 10.0 DNJ No S3VEM
methyl-
Benzene, 1,3,5- 10.0 DNJ No SBVEM
trimethy!-

Page 100 10:31 Tue, Jan 24, 2012




Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FYODL Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-08A pH: 2 Sample Date:  12/14/2011 Sample Time:  12:45:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 1000 UGIL 200.0 U U No SBVEM
methane
Chloromethane 1000 UG/L 200.0 U ] No S3VEM
Vinyl chloride 1000 UG/L 200.0 U U No S3VEM
Bromomethane 1000 UG/L 200.0 U ] No S3VEM
Chloroethane 1000 UG/L 200.0 U ] No S3VEM
Trichlorcfluorom 1000 UGIL 200.0 U U No SBVEM
ethane
1,1-
Dichloroethene 1000 UG/L 200.0 U U No S3VEM
1,1,2-Trichloro-
1,2,2- 1000 UG/L 200.0 U U No S3VEM
trifluoroethane
Acetone 2000 UG/L 200.0 U U No S3VEM
Carbon disulfide 1000 UG/L 200.0 U U No S3VEM
Methyl acetate 1000 UG/L 200.0 U U No S3VEM
Methylene 1000 UGIL 200.0 DB U No SBVEM
chloride
rans-1,2- 1000 UGIL 200.0 U U No SIVEM
Dichloroethene
M ethye't:]eer:'b“ty' 1000 UGIL 200.0 U U No SIVEM
1,1-
Dichloroethane 1000 UG/L 200.0 U U No S3VEM
cis-1,2-
Dichloroethene 1000 UG/L 200.0 U U No S3VEM
2-Butanone 2000 UG/L 200.0 U U No S3VEM
Brom‘mgromet 1000 UGIL 200.0 U U No S3VEM
Chloroform 1000 UG/L 200.0 U U No S3VEM
1,1,1-
Trichloroethane 1000 UG/L 200.0 U U No S3VEM
Cyclohexane 1000 UG/L 200.0 U U No S3VEM
Carbon 1000 UGIL 200.0 U U No SIVEM
tetrachloride
Benzene 1000 UG/L 200.0 U U No S3VEM
1,2-
Dichloroethane 1000 UG/L 200.0 U U No S3VEM
1,4-Dioxane 20000 UG/L 200.0 U U No S3VEM
Trichloroethene 1000 UG/L 200.0 U ] No S3VEM
Methyl %C' ohexa 1000 UGIL 200.0 U U No SBVEM
Lz 1000 UGIL 200.0 U U No SIVEM
Dichloropropane
Bromodichlorom 1000 UG/L 200.0 U ] No S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 1000 UG/L 200.0 U U No S3VEM
_ Gsl3 1000 UGIL 200.0 U U No SIVEM
Dichloropropene
4-Methy-2- 2000 UGIL 200.0 U U No S3VEM
pentanone
Toluene 3300 UG/L 200.0 D No S3VEM
rans1,3- 1000 UGIL 200.0 U U No SIVEM
Dichloropropene
1,1,2-
Trichloroethane 1000 UG/L 200.0 U U No S3VEM
Tetrac“'groethm 1000 UGIL 200.0 U U No S3VEM
2-Hexanone 2000 UG/L 200.0 U ] No S3VEM
Dibromachl orom 1000 UGIL 200.0 U U No SBVEM
ethane
1,2-
Dibromoethane 1000 UG/L 200.0 U U No S3VEM
Chlorobenzene 1000 UG/L 200.0 U ] No S3VEM
Ethylbenzene 3200 UG/L 200.0 D No S3VEM
o-Xylene 3300 UG/L 200.0 D No S3VEM
m,p-Xylene 12000 UG/L 200.0 D No S3VEM
Styrene 1000 UG/L 200.0 U U No S3VEM
Bromoform 1000 UG/L 200.0 U ] No S3VEM
'wpromé' benzen 1000 UG/L 200.0 U U No SBVEM
1,1,2,2-
Tetrachloroethan 1000 UG/L 200.0 U U No S3VEM
e
13 1000 UGIL 200.0 U U No SIVEM
Dichlorobenzene
14 1000 UGIL 200.0 U U No SBVEM
Dichlorobenzene
. 1,2- 1000 UG/L 200.0 U U No S3VEM
Dichl qrobenzene
1,2-Dibromo-3- 1000 UGIL 200.0 U U No S3VEM
chloropropane
1,2,4-
Trichlorobenzen 1000 UG/L 200.0 U ] No S3VEM
e
1,2,3-
Trichlorobenzen 1000 UG/L 200.0 U ] No S3VEM
e
Benzene,
1,2,3,5- 200.0 DNJ No S3VEM
tetramgthyl -
Cyclotrisiloxane, 200.0 DNJ No S3VEM
hexamethyl-
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FY2 Method: BNA Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-09A pH: 6.9 Sample Date:  12/14/2011 Sample Time:  13:00:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzaldehyde 5.0 UG/L 1.0 U U Yes S3VEM
Phenol 5.0 UG/L 1.0 U U Yes S3VEM
Bis(2-
chloroethyl)ether 5.0 UG/L 1.0 U U Yes S3VEM
2-Chlorophenol 5.0 UG/L 1.0 U U Yes S3VEM
2-Methylphenol 46 UG/L 1.0 Yes S3VEM
2,2-Oxybis(1- 5.0 UGIL 1.0 U U Yes S3VEM
chloropropane)
Acetophenone 33 UG/L 1.0 Yes S3VEM
4-Methylphenal 270 UG/L 1.0 E Yes S3VEM
N-Nitroso-aii-n- 50 UGIL 10 U u Yes S3VEM
propylamine
Hexac“'groetha” 50 UGIL 10 U U Yes SBVEM
Nitrobenzene 5.0 UG/L 1.0 U U Yes S3VEM
I sophorone 5.0 UG/L 1.0 U U Yes S3VEM
2-Nitrophenol 5.0 UG/L 1.0 U U Yes S3VEM
2,4-
Dimethylphenol 310 UG/L 1.0 E Yes S3VEM
Bis(2-
chloroethoxy)me 5.0 UG/L 1.0 U U Yes S3VEM
thane
. 2.4- 5.0 UG/L 1.0 U U Yes S3VEM
Dichlorophenol
Naphthalene 33 UG/L 1.0 Yes S3VEM
4-Chloroaniline 5.0 UG/L 1.0 U ] Yes S3VEM
Hexac?éﬂLOb“tad 50 UGIL 10 U u Yes S3VEM
Caprolactam 5.0 UG/L 1.0 U U Yes S3VEM
4-Chloro-3- 50 UGIL 10 U u Yes S3VEM
methylphenol
2-
Methylnaphthale 45 UG/L 1.0 Yes S3VEM
ne
Hexachlorocyclo 50 UGIL 10 U U Yes SVEM
pentadiene
246 5.0 UGIL 10 U U Yes SBVEM
Trichlorophenol
245 5.0 UGIL 1.0 U U Yes SBVEM
Trichlorophenol
1,1'-Biphenyl 2.4 UG/L 1.0 J J Yes S3VEM
2-
Chloronaphthale 5.0 UG/L 1.0 U ] Yes S3VEM
ne

Page 103 10:31 Tue, Jan 24, 2012



Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
2-Nitroaniline 10 UG/L 1.0 ] U Yes S3VEM
D'meth%’e'phtha'a 5.0 UGIL 1.0 U U Yes S3VEM
26 5.0 UGIL 1.0 U U Yes SBVEM
Dinitrotoluene
Acenaphthylene 5.0 UG/L 1.0 U U Yes S3VEM
3-Nitroaniline 10 UG/L 1.0 U ] Yes S3VEM
Acenaphthene 5.0 UG/L 1.0 U U Yes S3VEM
24 10 UGIL 1.0 U U Yes SBVEM
Dinitrophenol
4-Nitrophenol 10 UG/L 1.0 U U Yes S3VEM
Dibenzofuran 50 UG/L 1.0 U ] Yes S3VEM
24 5.0 UGIL 1.0 U U Yes SBVEM
Dinitrotoluene
Diethylphthalate 5.0 UG/L 1.0 U U Yes S3VEM
Fluorene 2.2 UG/L 1.0 J J Yes S3VEM
4-Chlorophenyl- 5.0 UGIL 1.0 U U Yes SBVEM
phenylether
4-Nitroaniline 10 UG/L 1.0 ] U Yes S3VEM
4,6-Dinitro-2- 10 UGIL 1.0 U U Yes SBVEM
methylphenol
N_
Nitrosodiphenyla 5.0 UG/L 1.0 U U Yes S3VEM
mine
1,2,4,5-
Tetrachlorobenze 50 UG/L 1.0 U ] Yes S3VEM
ne
4-Bromophenyl- 5.0 UGIL 1.0 u U Yes SBVEM
phenylether
Hexa‘:h'n‘:"benze 50 UGIL 10 U U Yes S3VEM
Atrazine 5.0 UG/L 1.0 U U Yes S3VEM
Pemac“(')l"mphe” 10 UGIL 10 U U Yes S3VEM
Phenanthrene 59 UG/L 1.0 Yes S3VEM
Anthracene 5.0 UG/L 1.0 U ] Yes S3VEM
Carbazole 5.0 UG/L 1.0 U U Yes S3VEM
Di-n-
butylphthalate 5.0 UG/L 1.0 U U Yes S3VEM
Fluoranthene 5.0 UG/L 1.0 U ] Yes S3VEM
Pyrene 5.0 UG/L 1.0 U U Yes S3VEM
Buty| Zegtzey' phth 50 UGIL 10 U U Yes S3VEM
3,3-
Dichlorobenzidin 5.0 UG/L 1.0 U U Yes S3VEM
e
Benzofana):mhrac 5.0 UGIL 1.0 U U Yes SBVEM
Chrysene 5.0 UG/L 1.0 U U Yes S3VEM
Bis(2-
ethylhexyl) 3.7 UG/L 1.0 J J Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
phthalate 3.7 UG/L 1.0 J J Yes S3VEM
Di-n-
octylphthal ate 5.0 UG/L 1.0 U U Yes S3VEM
Benzogz)r:'e“"ram 50 UGIL 10 U U Yes S3VEM
Benzo(k)fluorant 50 UGIL 10 U U Yes S3VEM
hene
Benzo(a)pyrene 5.0 UG/L 1.0 U U Yes S3VEM
Indeno(1,2,3- 50 UGIL 10 U U Yes S3VEM
_ cd)pyrene
Dibenzo(a hjanth 50 UGIL 10 U U Yes SBVEM
racene
Benzol(gag')pery 50 UGIL 10 U U Yes S3VEM
2,3,4,6-
Tetrachlorophen 5.0 UG/L 1.0 U U Yes S3VEM
ol
Benzene, 1,2.4- 1.0 NJ Yes SBVEM
trimethy!-
Benzenamine,
2 5-dimethyl- 1.0 NJ Yes S3VEM
Benzene, 1,2,3- 1.0 NJ Yes SBVEM
trimethyl-
Benzene, 1,2-
dimethyl-4-nitro- 10 NJ ves SSVEM
Benzene, 1,4-
dimethyl-2-nitro- 1.0 NJ Yes SSVEM
Cyclohexanal,
3.3,5-trimethyl- 1.0 NJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FY2 Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-09A pH: 2 Sample Date:  12/14/2011 Sample Time:  13:00:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 100 UGIL 20.0 U U Yes SBVEM
methane
Chloromethane 100 UG/L 20.0 U ] Yes S3VEM
Vinyl chloride 100 UG/L 20.0 U U Yes S3VEM
Bromomethane 100 UG/L 20.0 U ] Yes S3VEM
Chloroethane 100 UG/L 20.0 U ] Yes S3VEM
Trichlorofluorom 100 UGIL 20.0 U U Yes SBVEM
ethane
1,1-
Dichloroethene 100 UG/L 20.0 U U Yes S3VEM
1,1,2-Trichloro-
1,2,2- 100 UG/L 20.0 U U Yes S3VEM
trifluoroethane
Acetone 830 UG/L 20.0 Yes S3VEM
Carbon disulfide 100 UG/L 20.0 U U Yes S3VEM
Methyl acetate 100 UG/L 20.0 U U Yes S3VEM
Methylene 100 UGIL 20.0 U Yes SBVEM
chloride
trans-1,2-
Dichloroethene 100 UG/L 20.0 U U Yes S3VEM
Methy! tert-butyl 100 UGIL 20.0 U U Yes S3VEM
ether
1,1-
Dichloroethane 100 UG/L 20.0 U U Yes S3VEM
_ Gis1,2- 100 UGIL 20.0 U U Yes SIVEM
Dichloroethene )
2-Butanone 3100 UG/L 20.0 Yes S3VEM
Bromochioromet 100 UGIL 20.0 U U Yes S3VEM
hane
Chloroform 100 UG/L 20.0 U ] Yes S3VEM
1,1,1-
Trichloroethane 100 UG/L 20.0 U U Yes S3VEM
Cyclohexane 100 UG/L 20.0 U U Yes S3VEM
Carbon 100 UGIL 20.0 U U Yes SIVEM
tetrachloride
Benzene 100 UG/L 20.0 U U Yes S3VEM
1,2-
Dichloroethane 100 UG/L 20.0 U U Yes S3VEM
1,4-Dioxane 2000 UG/L 20.0 U U Yes S3VEM
Trichloroethene 100 UG/L 20.0 U ] Yes S3VEM
Methy'%c' ohexa 100 UGIL 20.0 U U Yes SBVEM
Lz 100 UGIL 20.0 U U Yes SIVEM
Dichloropropane
Bromodichlorom 100 UG/L 20.0 U ] Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level

ethane 100 UG/L 20.0 U U Yes S3VEM
_ Gsl3 100 UGIL 20.0 U U Yes SIVEM
Dichloropropene
4-Methyl-2- 33000 UGIL 20.0 E Yes S3VEM
pentanone
Toluene 140 UG/L 20.0 Yes S3VEM
rans1,3- 100 UGIL 20.0 U U Yes SIVEM
Dichloropropene
1,1,2-
Trichloroethane 100 UG/L 20.0 U U Yes S3VEM
Tetrac“'groethm 100 UGIL 20.0 U U Yes S3VEM
2-Hexanone 200 UG/L 20.0 U ] Yes S3VEM
Dibromachl orom 100 UGIL 20.0 U U Yes SBVEM
ethane
1,2-
Dibromoethane 100 UG/L 20.0 U U Yes S3VEM
Chlorobenzene 100 UG/L 20.0 U ] Yes S3VEM
Ethylbenzene 700 UG/L 20.0 Yes S3VEM
o-Xylene 1600 UG/L 20.0 Yes S3VEM
m,p-Xylene 4900 UG/L 20.0 E Yes S3VEM
Styrene 100 UG/L 20.0 U U Yes S3VEM
Bromoform 100 UG/L 20.0 U ] Yes S3VEM
'wpromé' benzen 52 UGIL 20.0 J J Yes S3VEM
1,1,2,2-
Tetrachloroethan 100 UG/L 20.0 U ] Yes S3VEM
e
13 100 UGIL 20.0 U U Yes SIVEM
Dichlorobenzene
14 100 UGIL 20.0 U U Yes SBVEM
Dichlorobenzene
. 1,2- 100 UG/L 20.0 U U Yes S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 100 UGIL 20.0 U U Yes S3VEM
chloropropane
1,2,4-
Trichlorobenzen 100 UG/L 20.0 U ] Yes S3VEM
e
1,2,3-
Trichlorobenzen 100 UG/L 20.0 U ] Yes S3VEM
e
Benzene,
1,2,4,5- 20.0 NJ Yes S3VEM
tetramethyl-
Benzene, 1,2,3- 20.0 NJ Yes SBVEM
trimethyl-
Cyclohexane, 20.0 NJ Yes SBVEM
pentyl-
Indan, 1-methyl- 20.0 NJ Yes S3VEM
Benzene, 1-
methyl-2-(1- 20.0 NJ Yes SVEM
methylethyl)-
Benzene, 1-
methyl-3.(1- 20.0 NJ Yes S3VEM
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Analyte Name

Result

Units

Dilution Factor

Lab Flag

Validation

Reportable

Validation Level

methylethyl)-

20.0

NJ

Yes

S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FY2DL Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-09A pH: 2 Sample Date:  12/14/2011 Sample Time:  13:00:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 500 UGIL 100.0 U U No SBVEM
methane
Chloromethane 500 UG/L 100.0 U ] No S3VEM
Vinyl chloride 500 UG/L 100.0 U U No S3VEM
Bromomethane 150 UG/L 100.0 DJ J No S3VEM
Chloroethane 500 UG/L 100.0 U ] No S3VEM
Trichlorcfluorom 500 UGIL 100.0 U U No SBVEM
ethane
1,1-
Dichloroethene 500 UG/L 100.0 U U No S3VEM
1,1,2-Trichloro-
1,2,2- 500 UG/L 100.0 U U No S3VEM
trifluoroethane
Acetone 2000 UG/L 100.0 D No S3VEM
Carbon disulfide 500 UG/L 100.0 U No S3VEM
Methyl acetate 500 UG/L 100.0 U U No S3VEM
Methylene 500 UGIL 100.0 DB U No SBVEM
chloride
trans-1,2-
Dichloroethene 500 UG/L 100.0 U U No S3VEM
Methy! tert-buityl 500 UGIL 100.0 U U No S3VEM
ether
1,1-
Dichloroethane 500 UG/L 100.0 U U No S3VEM
cis-1,2-
Dichloroethene 500 UG/L 100.0 U U No S3VEM
2-Butanone 7100 UG/L 100.0 D No S3VEM
Bromochioromet 500 UGIL 100.0 U U No S3VEM
hane
Chloroform 500 UG/L 100.0 U U No S3VEM
1,1,1-
Trichloroethane 500 UG/L 100.0 U U No S3VEM
Cyclohexane 500 UG/L 100.0 U U No S3VEM
Carbon 500 UGIL 100.0 U U No SIVEM
tetrachloride
Benzene 500 UG/L 100.0 U U No S3VEM
1,2-
Dichloroethane 500 UG/L 100.0 U U No S3VEM
1,4-Dioxane 10000 UG/L 100.0 U U No S3VEM
Trichloroethene 500 UG/L 100.0 U ] No S3VEM
Methy'%c' ohexa 500 UGIL 100.0 U U No SBVEM
Lz 500 UGIL 100.0 U U No SIVEM
Dichloropropane
Bromodichlorom 500 UG/L 100.0 U ] No S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 500 UG/L 100.0 U U No S3VEM
_ Gsl3 500 UGIL 100.0 U U No SIVEM
Dichloropropene
4-Methy-2- 33000 UGIL 100.0 D No S3VEM
pentanone
Toluene 280 UG/L 100.0 DJ J No S3VEM
rans1,3- 170 UGIL 100.0 DJ J No SIVEM
Dichloropropene
1,1,2-
Trichloroethane 500 UG/L 100.0 U U No S3VEM
Tetrac“'groethm 500 UGIL 100.0 U U No S3VEM
2-Hexanone 1000 UG/L 100.0 U ] No S3VEM
Dibromachl orom 500 UGIL 100.0 U U No SBVEM
ethane
1,2-
Dibromoethane 500 UG/L 100.0 U U No S3VEM
Chlorobenzene 500 UG/L 100.0 U ] No S3VEM
Ethylbenzene 750 UG/L 100.0 D No S3VEM
o-Xylene 1400 UG/L 100.0 D No S3VEM
m,p-Xylene 4900 UG/L 100.0 D No S3VEM
Styrene 500 UG/L 100.0 U U No S3VEM
Bromoform 500 UG/L 100.0 U ] No S3VEM
'wpromé' benzen 500 UGIL 100.0 U U No S3VEM
1,1,2,2-
Tetrachloroethan 500 UG/L 100.0 U U No S3VEM
e
13 500 UGIL 100.0 U U No SIVEM
Dichlorobenzene
14 500 UGIL 100.0 U U No SBVEM
Dichlorobenzene
. 1,2- 500 UG/L 100.0 U U No S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 500 UGIL 100.0 U U No S3VEM
chloropropane
1,2,4-
Trichlorobenzen 500 UG/L 100.0 U ] No S3VEM
e
1,2,3-
Trichlorobenzen 500 UG/L 100.0 U ] No S3VEM
e
Benzene, 1-
ethyl-2,4- 100.0 DNJ No S3VEM
dimethyl-
Benzene, 1,3,5- 100.0 DNJ No SBVEM
trimethyl-
Benzene, 1,2,3- 100.0 DNJ No SRVEM
tri m_ethvl—
Cyclotrisiloxane, 100.0 DNJ No S3VEM
hexameth_vl—
Cyclotetrasiloxa 100.0 DNJ No S3VEM
ne, octamethyl-
Benzene,
1,2,3,5- 100.0 DNJ No S3VEM
tetramethyl-
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FY2DL Method: BNA Matrix: Water MA Number: DEFAULT
Sample Location: pH: 6.9 Sample Date:  12/14/2011 Sample Time:  13:00:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzaldehyde 50 UG/L 10.0 U U No S3VEM
Phenol 50 UG/L 10.0 U U No S3VEM
Bis(2-
chloroethyl)ether 50 UG/L 10.0 U U No S3VEM
2-Chlorophenal 50 UG/L 10.0 U U No S3VEM
2-Methylphenol 44 UG/L 10.0 DJ J No S3VEM
2,2-Oxybis(1- 50 UGIL 100 U U No S3VEM
chloropropane)
Acetophenone 32 UG/L 10.0 DJ J No S3VEM
4-Methylphenol 270 UG/L 10.0 D No S3VEM
N-Nitroso-di-n- 50 UGIL 10.0 U U No SBVEM
propylamine
Hexa"h'groetha” 50 UGIL 100 U U No S3VEM
Nitrobenzene 50 UG/L 10.0 U ] No S3VEM
| sophorone 50 UG/L 10.0 U U No S3VEM
2-Nitrophenol 50 UG/L 10.0 U U No S3VEM
2.4-
Dimethylphenol 310 UG/L 10.0 D No S3VEM
Bis(2-
chloroethoxy)me 50 UG/L 10.0 U U No S3VEM
thane
24 50 UGIL 10.0 U U No SBVEM
Dichlorophenal
Naphthalene 33 UG/L 10.0 DJ J No S3VEM
4-Chloroaniline 50 UG/L 10.0 U ] No S3VEM
Hexac?;’g’b“tad 50 UGIL 100 U U No SBVEM
Caprolactam 50 UG/L 10.0 U U No S3VEM
4-Chloro-3- 50 UGIL 100 U U No SBVEM
methylphenol
2_
Methylnaphthale 46 UG/L 10.0 DJ J No S3VEM
ne
Hexachlorocyclo 50 UGIL 100 u U No SIVEM
pentadiene
246 50 UGIL 10.0 U U No SBVEM
Trichlorophenol
245 50 UGIL 10.0 U U No SBVEM
Trichlorophenol
1,1'-Biphenyl 50 UG/L 10.0 U U No S3VEM
2_
Chloronaphthale 50 UG/L 10.0 U U No S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ne 50 UGIL 10.0 U U No S3VEM
2-Nitroaniline 100 UGIL 10.0 U U No S3VEM
D'meth{;phtha]a 50 UGIL 10.0 U U No SIVEM
26 50 UGIL 10.0 U U No SVEM
Dinitrotoluene
Acenaphthylene 50 UG/L 10.0 U U No S3VEM
3-Nitroaniline 100 UGIL 10.0 U U No S3VEM
Acenaphthene 50 UGIL 10.0 U U No S3VEM
24 100 UGIL 10.0 U u No SBVEM
Dinitrophenol
4-Nitrophenol 100 UGIL 10.0 U U No S3VEM
Dibenzofuran 50 UG/L 10.0 U U No S3VEM
s 50 UGIL 10.0 U U No SVEM
Dinitrotoluene
Diethylphthalate 50 UG/L 10.0 U U No S3VEM
Fluorene 50 UGIL 10.0 U U No S3VEM
4-Chlorophenyl- 50 UGIL 10.0 U U No SIVEM
phenylether
4-Nitroaniline 100 UGIL 10.0 U U No S3VEM
4,6-Dinitro-2- 100 UGIL 10.0 U U No SIVEM
methylphenol
N-
Nitrosodiphenyla 50 UG/L 10.0 U U No S3VEM
mine
1245
Tetrachlorobenze 50 UG/L 10.0 U ] No S3VEM
ne
4-Bromophenyl- 50 UGIL 10.0 U U No SIVEM
phenylether
Hexa"h'n%“’benze 50 UGIL 10.0 U U No S3VEM
Atrazine 50 UG/L 10.0 U U No S3VEM
Pe”ta‘:h('“omphe” 100 UGIL 10.0 U U No S3VEM
Phenanthrene 50 UG/L 10.0 U U No S3VEM
Anthracene 50 UGIL 10.0 U U No S3VEM
Carbazole 50 UGIL 10.0 U U No S3VEM
Di-n-
buty phthalate 50 UGIL 10.0 U U No S3VEM
Fluoranthene 50 UG/L 10.0 ] U No S3VEM
Pyrene 50 UGIL 10.0 U U No S3VEM
Butyl gle;‘éy' phth 50 UGIL 10.0 U u No S3VEM
33-
Dichlorobenzidin 50 UG/L 10.0 U ] No S3VEM
e
Bmzo(en@:”thrac 50 UGIL 10.0 U U No SIVEM
Chrysene 50 UGIL 10.0 U U No S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Bis(2-
ethylhexyl)phtha 50 UG/L 10.0 U U No S3VEM
late
Di-n- 50 UGIL 10.0 U U No S3VEM
octylphthalate )
Benzor(]z)géuora”t 50 UGIL 100 U U No SBVEM
Benzo(k)fluorant 50 UGIL 100 U U No S3VEM
hene
Benzo(a)pyrene 50 UG/L 10.0 U U No S3VEM
Indeno(1,2,3- 50 UGIL 100 U U No S3VEM
_ cd)pyrene
Dibenzo(ah)anth 50 UGIL 10.0 U U No S3VEM
racene
Benzol(gf;')pery 50 UGIL 100 U U No SBVEM
2,3,4,6-
Tetrachlorophen 50 UG/L 10.0 U U No S3VEM
ol
Benzene, 1,2,3- 10.0 DNJ No SBVEM
trimethyl-
Benzene, 1,2-
dimethyl-4-nitro- 10.0 DNJ No SIVEM
Cyclohexanal,
3,3,5-trimethyl-, 10.0 DNJ No S3VEM
Cis
Benzene, 1,4-
dimethyl-2-nitro- 10.0 DNJ No SVEM
1H-Inden-1-one,
2 3-dihvdro- 10.0 DNJ No S3VEM
Cyclohexanone,
3.3 5-trimethyl. 10.0 DNJ No S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FY4 Method: BNA Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-10A pH: 79 Sample Date:  12/14/2011 Sample Time:  13:15:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzaldehyde 5.0 UG/L 1.0 U U Yes S3VEM
Phenol 5.0 UG/L 1.0 U U Yes S3VEM
Bis(2-
chloroethyl)ether 5.0 UG/L 1.0 U U Yes S3VEM
2-Chlorophenol 5.0 UG/L 1.0 U U Yes S3VEM
2-Methylphenol 5.0 UG/L 1.0 U ] Yes S3VEM
2,2-Oxybis(1- 5.0 UGIL 1.0 U U Yes S3VEM
chloropropane)
Acetophenone 5.0 UG/L 1.0 U U Yes S3VEM
4-Methylphenal 5.0 UG/L 1.0 U U Yes S3VEM
N-Nitroso-aii-n- 50 UGIL 10 U u Yes S3VEM
propylamine
Hexac“'groetha” 50 UGIL 10 U U Yes SBVEM
Nitrobenzene 5.0 UG/L 1.0 U U Yes S3VEM
I sophorone 5.0 UG/L 1.0 U U Yes S3VEM
2-Nitrophenol 5.0 UG/L 1.0 U U Yes S3VEM
2,4-
Dimethylphenol 5.0 UG/L 1.0 U U Yes S3VEM
Bis(2-
chloroethoxy)me 5.0 UG/L 1.0 U U Yes S3VEM
thane
. 2.4- 5.0 UG/L 1.0 U U Yes S3VEM
Dichlorophenol
Naphthalene 5.0 UG/L 1.0 U U Yes S3VEM
4-Chloroaniline 5.0 UG/L 1.0 U ] Yes S3VEM
Hexac?éﬂLOb“tad 50 UGIL 10 U u Yes S3VEM
Caprolactam 5.0 UG/L 1.0 U U Yes S3VEM
4-Chloro-3- 50 UGIL 10 U u Yes S3VEM
methylphenol
2-
Methylnaphthale 5.0 UG/L 1.0 U U Yes S3VEM
ne
Hexachlorocyclo 50 UGIL 10 U U Yes SVEM
pentadiene
246 5.0 UGIL 10 U U Yes SBVEM
Trichlorophenol
245 5.0 UGIL 1.0 U U Yes SBVEM
Trichlorophenol
1,1'-Biphenyl 5.0 UG/L 1.0 U U Yes S3VEM
2-
Chloronaphthale 5.0 UG/L 1.0 U ] Yes S3VEM
ne
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
2-Nitroaniline 10 UG/L 1.0 ] U Yes S3VEM
D'meth%’e'phtha'a 5.0 UGIL 1.0 U U Yes S3VEM
26 5.0 UGIL 1.0 U U Yes SBVEM
Dinitrotoluene
Acenaphthylene 5.0 UG/L 1.0 U U Yes S3VEM
3-Nitroaniline 10 UG/L 1.0 U ] Yes S3VEM
Acenaphthene 5.0 UG/L 1.0 U U Yes S3VEM
24 10 UGIL 1.0 U U Yes SBVEM
Dinitrophenol
4-Nitrophenol 10 UG/L 1.0 U U Yes S3VEM
Dibenzofuran 50 UG/L 1.0 U ] Yes S3VEM
24 5.0 UGIL 1.0 U U Yes SBVEM
Dinitrotoluene
Diethylphthalate 5.0 UG/L 1.0 U U Yes S3VEM
Fluorene 5.0 UG/L 1.0 U ] Yes S3VEM
4-Chlorophenyl- 5.0 UGIL 1.0 U U Yes SBVEM
phenylether
4-Nitroaniline 10 UG/L 1.0 ] U Yes S3VEM
4,6-Dinitro-2- 10 UGIL 1.0 U U Yes SBVEM
methylphenol
N_
Nitrosodiphenyla 5.0 UG/L 1.0 U U Yes S3VEM
mine
1,2,4,5-
Tetrachlorobenze 50 UG/L 1.0 U ] Yes S3VEM
ne
4-Bromophenyl- 5.0 UGIL 1.0 u U Yes SBVEM
phenylether
Hexa‘:h'n‘:"benze 50 UGIL 10 U U Yes S3VEM
Atrazine 5.0 UG/L 1.0 U U Yes S3VEM
Pemac“(')l"mphe” 10 UGIL 10 U U Yes S3VEM
Phenanthrene 5.0 UG/L 1.0 U ] Yes S3VEM
Anthracene 5.0 UG/L 1.0 U ] Yes S3VEM
Carbazole 5.0 UG/L 1.0 U U Yes S3VEM
Di-n-
butylphthalate 5.0 UG/L 1.0 U U Yes S3VEM
Fluoranthene 5.0 UG/L 1.0 U ] Yes S3VEM
Pyrene 5.0 UG/L 1.0 U U Yes S3VEM
Buty| Zegtzey' phth 50 UGIL 10 U U Yes S3VEM
3,3-
Dichlorobenzidin 5.0 UG/L 1.0 U U Yes S3VEM
e
Benzofana):mhrac 5.0 UGIL 1.0 U U Yes SBVEM
Chrysene 5.0 UG/L 1.0 U U Yes S3VEM
Bis(2-
ethylhexyl) 17 UG/L 1.0 Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
phthalate 17 UG/L 1.0 Yes S3VEM
Di-n-
octylphthal ate 5.0 UG/L 1.0 U U Yes S3VEM
Benzogz)r:'e“"ram 50 UGIL 10 U U Yes S3VEM
Benzo(k)fluorant 50 UGIL 10 U U Yes S3VEM
hene
Benzo(a)pyrene 5.0 UG/L 1.0 U U Yes S3VEM
Indeno(1,2,3- 50 UGIL 10 U U Yes S3VEM
_ cd)pyrene
Dibenzo(a hjanth 50 UGIL 10 U U Yes SBVEM
racene
Benzol(gag')pery 50 UGIL 10 U U Yes S3VEM
2,3,4,6-
Tetrachlorophen 5.0 UG/L 1.0 U U Yes S3VEM
ol
Benzene,
1,2,3,4- 1.0 NJ Yes S3VEM
tetramethyl-
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FY4 Method:  Pest Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-10A pH: 79 Sample Date:  12/14/2011 Sample Time:  13:15:00
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
alpha-BHC 0.050 UGI/L 1.0 u uJ Yes S3VEM
beta-BHC 0.050 UG/L 1.0 u uJ Yes S3VEM
delta-BHC 0.050 UG/L 1.0 U UN| Yes S3VEM

gamma-BHC 0.050 UGIL 1.0 U uJ Yes SVEM
(Lindane)
Heptachlor 0.050 UG/L 1.0 U uJ Yes S3VEM
Aldrin 0.050 UGI/L 1.0 u uJ Yes S3VEM
Heptachlor 0.050 UGIL 10 u uJ Yes S3VEM
epoxide
Endosulfan | 0.050 UGI/L 1.0 u uJ Yes S3VEM
Dieldrin 0.10 UG/L 1.0 u uJ Yes S3VEM
4,4-DDE 0.10 UG/L 1.0 U uJ Yes S3VEM
Endrin 0.10 UGI/L 1.0 u uJ Yes S3VEM
Endosulfan I 0.10 UG/L 1.0 u uJ Yes S3VEM
4,4'-DDD 0.10 UG/L 1.0 U uJ Yes S3VEM
Endosuifan 0.10 UGIL 1.0 U uJ Yes SBVEM
sulfate
4,4-DDT 0.10 UG/L 1.0 U uJ Yes S3VEM
Methoxychlor 0.50 UGI/L 1.0 u uJ Yes S3VEM
Endrin ketone 0.10 UG/L 1.0 U uJ Yes S3VEM

Endrin aldehyde 0.10 UG/L 1.0 U uJ Yes S3VEM

alpha-Chlordane 0.050 UGI/L 1.0 u uJ Yes S3VEM

gammar 0.050 UGIL 1.0 U uJ Yes SBVEM
Chlordane
Toxaphene 5.0 UGI/L 1.0 u uJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP
Sample Number:  B7FY4 Method:  Aroclor Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-10A pH: 79 Sample Date:  12/14/2011 Sample Time:  13:15:00
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Aroclor-1016 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1221 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1232 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1242 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1248 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1254 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1260 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1262 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1268 1.0 UG/L 1.0 U ] Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FY4 Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-10A pH: 2 Sample Date:  12/14/2011 Sample Time:  13:15:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 50 UGIL 10 U U Yes SBVEM
methane
Chloromethane 5.0 UG/L 1.0 U ] Yes S3VEM
Vinyl chloride 5.0 UG/L 1.0 U U Yes S3VEM
Bromomethane 50 UG/L 1.0 U ] Yes S3VEM
Chloroethane 5.0 UG/L 1.0 U ] Yes S3VEM
Trichlorofluorom 50 UGIL 10 U U Yes SBVEM
ethane
1,1-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
1,1,2-Trichloro-
1,2,2- 5.0 UG/L 1.0 U U Yes S3VEM
trifluoroethane
Acetone 10 UG/L 1.0 U U Yes S3VEM
Carbon disulfide 50 UG/L 1.0 U ] Yes S3VEM
Methyl acetate 5.0 UG/L 1.0 U U Yes S3VEM
Methylene 5.0 UGIL 1.0 B U Yes SBVEM
chloride
trans-1,2-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
Methy! tert-buityl 50 UGIL 10 U U Yes S3VEM
ether
1,1-
Dichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
cis-1,2-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
2-Butanone 10 UG/L 1.0 U U Yes S3VEM
Bromochioromet 50 UGIL 10 U U Yes S3VEM
hane
Chloroform 50 UG/L 1.0 U ] Yes S3VEM
1,1,1-
Trichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
Cyclohexane 5.0 UG/L 1.0 U U Yes S3VEM
Carbon 5.0 UGIL 10 U U Yes SIVEM
tetrachloride
Benzene 5.0 UG/L 1.0 U U Yes S3VEM
1,2-
Dichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
1,4-Dioxane 100 UG/L 1.0 U U Yes S3VEM
Trichloroethene 5.0 UG/L 1.0 U ] Yes S3VEM
Methy'%c"’hexa 24 UGIL 10 J J Yes SBVEM
Lz 5.0 UGIL 10 U U Yes SIVEM
Dichloropropane
Bromodichlorom 5.0 UG/L 1.0 U ] Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 5.0 UG/L 1.0 U U Yes S3VEM
_ Gsl3 5.0 UGIL 1.0 U U Yes SBVEM
Dichloropropene
4-Methy-2- 10 UGIL 1.0 U U Yes S3VEM
pentanone
Toluene 5.0 UG/L 1.0 U U Yes S3VEM
rans1,3- 5.0 UGIL 10 U U Yes SIVEM
Dichloropropene
1,1,2-
Trichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
Tetrac“'groethm 5.0 UGIL 10 U U Yes SBVEM
2-Hexanone 10 UG/L 1.0 U ] Yes S3VEM
Dibromochlorom 50 UGIL 10 U U Yes SBVEM
ethane
1,2-
Dibromoethane 5.0 UG/L 1.0 U U Yes S3VEM
Chlorobenzene 50 UG/L 1.0 U ] Yes S3VEM
Ethylbenzene 5.0 UG/L 1.0 U U Yes S3VEM
o-Xylene 21 UG/L 1.0 J J Yes S3VEM
m,p-Xylene 49 UG/L 1.0 J J Yes S3VEM
Styrene 5.0 UG/L 1.0 U U Yes S3VEM
Bromoform 5.0 UG/L 1.0 U ] Yes S3VEM
'wpromé' benzen 50 UGIL 10 U U Yes S3VEM
1,1,2,2-
Tetrachloroethan 50 UG/L 1.0 U ] Yes S3VEM
e
13 5.0 UGIL 10 U U Yes SIVEM
Dichlorobenzene
14 50 UGIL 10 u u Yes SBVEM
Dichlorobenzene
. 1,2- 50 UG/L 1.0 U U Yes S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 5.0 UGIL 10 U U Yes SVEM
chloropropane
1,2,4-
Trichlorobenzen 50 UG/L 1.0 U ] Yes S3VEM
e
1,2,3-
Trichlorobenzen 50 UG/L 1.0 U ] Yes S3VEM
e
Silane,
methoxytrimethy 1.0 NJ Yes S3VEM
|-
2-Pentanone,
4.4 di_m_ ethyl- 1.0 NJ Yes S3VEM
Cyclotrisiloxane, 10 NI Yes SAVEM
hexamethyl-
Benzene, 1-
ethyl-2,4- 1.0 NJ Yes S3VEM
dimethyl-
Cyclohexane,
1.1.3-trimethyl- 1.0 NJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP
Sample Number:  B7FY6 Method:  Aroclor Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-11A pH: 10.8 Sample Date:  12/14/2011 Sample Time:  11:15:00
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Aroclor-1016 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1221 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1232 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1242 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1248 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1254 1.0 UG/L 1.0 U U Yes S3VEM
Aroclor-1260 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1262 1.0 UG/L 1.0 U U Yes SVEM
Aroclor-1268 1.0 UG/L 1.0 U ] Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FY6 Method: BNA Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-11A pH: 10.8 Sample Date:  12/14/2011 Sample Time:  11:15:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzaldehyde 5.0 UG/L 1.0 U U Yes S3VEM
Phenol 390 UG/L 1.0 E Yes S3VEM
Bis(2-
chloroethyl)ether 5.0 UG/L 1.0 U U Yes S3VEM
2-Chlorophenol 5.0 UG/L 1.0 U U Yes S3VEM
2-Methylphenol 15 UG/L 1.0 Yes S3VEM
2,2-Oxybis(1- 5.0 UGIL 1.0 U U Yes S3VEM
chloropropane)
Acetophenone 13 UG/L 1.0 Yes S3VEM
4-Methylphenal 28 UG/L 1.0 Yes S3VEM
N-Nitroso-aii-n- 50 UGIL 10 U u Yes S3VEM
propylamine
Hexac“'groetha” 50 UGIL 10 U U Yes SBVEM
Nitrobenzene 5.0 UG/L 1.0 U U Yes S3VEM
I sophorone 5.0 UG/L 1.0 U U Yes S3VEM
2-Nitrophenol 5.0 UG/L 1.0 U U Yes S3VEM
2,4-
Dimethylphenol 14 UG/L 1.0 Yes S3VEM
Bis(2-
chloroethoxy)me 5.0 UG/L 1.0 U U Yes S3VEM
thane
. 2.4- 5.0 UG/L 1.0 U U Yes S3VEM
Dichlorophenol
Naphthalene 28 UG/L 1.0 Yes SVEM
4-Chloroaniline 5.0 UG/L 1.0 U ] Yes S3VEM
Hexac?éﬂLOb“tad 50 UGIL 10 U u Yes S3VEM
Caprolactam 5.0 UG/L 1.0 U U Yes S3VEM
4-Chloro-3- 50 UGIL 10 U u Yes S3VEM
methylphenol
2-
Methylnaphthale 5.0 UG/L 1.0 U U Yes S3VEM
ne
Hexachlorocyclo 50 UGIL 10 U U Yes SVEM
pentadiene
246 5.0 UGIL 10 U U Yes SBVEM
Trichlorophenol
245 5.0 UGIL 1.0 U U Yes SBVEM
Trichlorophenol
1,1'-Biphenyl 4.1 UG/L 1.0 J J Yes S3VEM
2-
Chloronaphthale 5.0 UG/L 1.0 U ] Yes S3VEM
ne
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
2-Nitroaniline 10 UG/L 1.0 ] U Yes S3VEM
D'meth%’e'phtha'a 5.0 UGIL 1.0 U U Yes S3VEM
26 5.0 UGIL 1.0 U U Yes SBVEM
Dinitrotoluene
Acenaphthylene 5.0 UG/L 1.0 U U Yes S3VEM
3-Nitroaniline 10 UG/L 1.0 U ] Yes S3VEM
Acenaphthene 5.0 UG/L 1.0 U U Yes S3VEM
24 10 UGIL 1.0 U U Yes SBVEM
Dinitrophenol
4-Nitrophenol 10 UG/L 1.0 U U Yes S3VEM
Dibenzofuran 50 UG/L 1.0 U ] Yes S3VEM
24 5.0 UGIL 1.0 U U Yes SBVEM
Dinitrotoluene
Diethylphthalate 5.0 UG/L 1.0 U U Yes S3VEM
Fluorene 5.0 UG/L 1.0 U ] Yes S3VEM
4-Chlorophenyl- 5.0 UGIL 1.0 U U Yes SBVEM
phenylether
4-Nitroaniline 10 UG/L 1.0 ] U Yes S3VEM
4,6-Dinitro-2- 10 UGIL 1.0 U U Yes SBVEM
methylphenol
N_
Nitrosodiphenyla 5.0 UG/L 1.0 U U Yes S3VEM
mine
1,2,4,5-
Tetrachlorobenze 50 UG/L 1.0 U ] Yes S3VEM
ne
4-Bromophenyl- 5.0 UGIL 1.0 u U Yes SBVEM
phenylether
Hexa‘:h'n‘:"benze 50 UGIL 10 U U Yes S3VEM
Atrazine 5.0 UG/L 1.0 U U Yes S3VEM
Pemac“(')l"mphe” 10 UGIL 10 U U Yes S3VEM
Phenanthrene 5.0 UG/L 1.0 U ] Yes S3VEM
Anthracene 5.0 UG/L 1.0 U ] Yes S3VEM
Carbazole 5.0 UG/L 1.0 U U Yes S3VEM
Di-n-
butylphthalate 5.0 UG/L 1.0 U U Yes S3VEM
Fluoranthene 5.0 UG/L 1.0 U ] Yes S3VEM
Pyrene 5.0 UG/L 1.0 U U Yes S3VEM
Buty| Zegtzey' phth 50 UGIL 10 U U Yes S3VEM
3,3-
Dichlorobenzidin 5.0 UG/L 1.0 U U Yes S3VEM
e
Benzofana):mhrac 5.0 UGIL 1.0 U U Yes SBVEM
Chrysene 5.0 UG/L 1.0 U U Yes S3VEM
Bis(2-
ethylhexyl) 5.0 UG/L 1.0 U U Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
phthalate 5.0 UG/L 1.0 U U Yes S3VEM
Di-n-
octylphthal ate 5.0 UG/L 1.0 U U Yes S3VEM
Benzogz)r:'e“"ram 50 UGIL 10 U U Yes S3VEM
Benzo(k)fluorant 50 UGIL 10 U U Yes S3VEM
hene
Benzo(a)pyrene 5.0 UG/L 1.0 U U Yes S3VEM
Indeno(1,2,3- 50 UGIL 10 U U Yes S3VEM
_ cd)pyrene
Dibenzo(a hjanth 50 UGIL 10 U U Yes SBVEM
racene
Benzol(gag')pery 50 UGIL 10 U U Yes S3VEM
2,3,4,6-
Tetrachlorophen 5.0 UG/L 1.0 U U Yes S3VEM
ol
Benzene, 1,3,5- 1.0 NJ Yes SBVEM
trimethy!-
Terpin Hydrate 10 NJ Yes S3VEM
Indole 1.0 NJ Yes S3VEM
Benzene, 1,2,3- 1.0 NJ Yes SBVEM
trimethyl-
Indane 1.0 NJ Yes S3VEM
Benzene, 1,2,4- 1.0 NJ Yes S3VEM
trimethyl-
Benzene, 1-
athyl-2-methyl- 1.0 NJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FY6 Method:  Pest Matrix: Water MA Number: ~ DEFAULT
Sample Location: RA-TK-11A pH: 10.8 Sample Date:  12/14/2011 Sample Time:  11:15:00
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
alpha-BHC 0.050 UG/L 1.0 U uJ Yes S3VEM
beta-BHC 0.050 UG/L 1.0 u uJ Yes S3VEM
delta-BHC 0.050 UGI/L 1.0 u uJ Yes S3VEM

gamma-BHC 0.050 UGIL 1.0 U UJ Yes SBVEM
(Lindane)
Heptachlor 0.050 UG/L 1.0 U uJ Yes S3VEM
Aldrin 0.050 UG/L 1.0 U uJ Yes S3VEM
Heptachlor 0.050 UGIL 1.0 u uJ Yes S3VEM
epoxide
Endosulfan | 0.050 UG/L 1.0 U uJ Yes S3VEM
Dieldrin 0.10 UG/L 1.0 u uJ Yes S3VEM
4,4-DDE 0.10 UG/L 10 U uJ Yes S3VEM
Endrin 0.10 UG/L 1.0 U uJ Yes S3VEM
Endosulfan I1 0.10 UG/L 1.0 u uJ Yes S3VEM
4,4'-DDD 0.10 UG/L 10 U uJ Yes S3VEM
Endosulfan 0.10 UGIL 1.0 U UJ Yes SBVEM
sulfate
4.4-DDT 0.10 UG/L 10 U uJ Yes S3VEM
Methoxychlor 0.50 UG/L 1.0 U uJ Yes S3VEM
Endrin ketone 0.10 UG/L 10 U uJ Yes S3VEM

Endrin aldehyde 0.10 UG/L 1.0 U uJ Yes S3VEM

alpha-Chlordane 0.050 UG/L 1.0 U uJ Yes S3VEM

gamma 0.050 UGIL 1.0 U UJ Yes S3VEM
Chlordane
Toxaphene 5.0 UG/L 1.0 U uJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FY6 Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-11A pH: 2 Sample Date:  12/14/2011 Sample Time:  11:15:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 50 UGIL 10 U U Yes SBVEM
methane
Chloromethane 5.0 UG/L 1.0 U ] Yes S3VEM
Vinyl chloride 5.0 UG/L 1.0 U U Yes S3VEM
Bromomethane 50 UG/L 1.0 U uJ Yes S3VEM
Chloroethane 5.0 UG/L 1.0 U ] Yes S3VEM
Trichlorofluorom 50 UGIL 10 U U Yes SBVEM
ethane
1,1-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
1,1,2-Trichloro-
1,2,2- 5.0 UG/L 1.0 U U Yes S3VEM
trifluoroethane
Acetone 10 UG/L 1.0 U U Yes S3VEM
Carbon disulfide 50 UG/L 1.0 U ] Yes S3VEM
Methyl acetate 130 UG/L 1.0 Yes S3VEM
Methylene 16 UGIL 1.0 Yes SBVEM
chloride
trans-1,2-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
Methy! tert-buityl 50 UGIL 10 U U Yes S3VEM
ether
1,1-
Dichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
cis-1,2-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
2-Butanone 10 UG/L 1.0 U U Yes S3VEM
Bromochioromet 50 UGIL 10 U U Yes S3VEM
hane
Chloroform 50 UG/L 1.0 U ] Yes S3VEM
1,1,1-
Trichloroethane 50 UG/L 1.0 U U Yes S3VEM
Cyclohexane 30 UG/L 1.0 Yes S3VEM
Carbon 5.0 UGIL 10 U U Yes SIVEM
tetrachloride
Benzene 49 UG/L 1.0 Yes S3VEM
1,2-
Dichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
1,4-Dioxane 100 UG/L 1.0 U U Yes S3VEM
Trichloroethene 5.0 UG/L 1.0 U ] Yes S3VEM
Methy'%c' ohexa 230 UGIL 10 E J Yes SBVEM
Lz 5.0 UGIL 10 U U Yes SIVEM
Dichloropropane
Bromodichlorom 5.0 UG/L 1.0 U ] Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level

ethane 5.0 UG/L 1.0 U U Yes S3VEM
_ Gsl3 5.0 UGIL 1.0 U U Yes SIVEM
Dichloropropene
4-Methyl-2- 10 UGIL 1.0 U U Yes S3VEM
pentanone
Toluene 610 UG/L 1.0 E Yes S3VEM
rans1,3- 5.0 UGIL 10 U U Yes SIVEM
Dichloropropene
1,1,2-
Trichloroethane 47 UG/L 1.0 Yes S3VEM
Tetrac“'groethm 5.0 UGIL 1.0 U U Yes S3VEM
2-Hexanone 10 UG/L 1.0 U ] Yes S3VEM
Dibromachl orom 5.0 UGIL 1.0 U U Yes SBVEM
ethane
1,2-
Dibromoethane 5.0 UG/L 1.0 U U Yes S3VEM
Chlorobenzene 50 UG/L 1.0 U ] Yes S3VEM
Ethylbenzene 2100 UG/L 1.0 E Yes S3VEM
o-Xylene 3200 UG/L 1.0 E Yes S3VEM
m,p-Xylene 6200 UG/L 1.0 E Yes S3VEM
Styrene 5.0 UG/L 1.0 U U Yes S3VEM
Bromoform 5.0 UG/L 1.0 U ] Yes S3VEM
'wpromé' benzen 30 UGIL 10 Yes S3VEM
1,1,2,2-
Tetrachloroethan 50 UG/L 1.0 U ] Yes S3VEM
e
13 5.0 UGIL 10 U U Yes SIVEM
Dichlorobenzene
14 5.0 UGIL 1.0 U U Yes SBVEM
Dichlorobenzene
. 1,2- 50 UG/L 1.0 U U Yes S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 5.0 UG/L 1.0 U U Yes SBVEM
chloropropane
1,2,4-
Trichlorobenzen 5.0 UG/L 1.0 U ] Yes S3VEM
e
1,2,3-
Trichlorobenzen 50 UG/L 1.0 U ] Yes S3VEM
e
Benzene, 1-
ethyl-4-methyl- 1.0 NJ Yes S3VEM
Benzene, 1,2,3- 1.0 NJ Yes SBVEM
trimethyl-
Indane 1.0 NJ Yes S3VEM
Benzene, 1-
ethyl-2-methyl- 10 NJ Yes SVEM
Benzene, 1,2,4- 1.0 NJ Yes SRVEM
trimethy!-
Benzene, 1,3,5- 1.0 NJ Yes SBVEM
trimethyl-
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FY6DL Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: RA-TK-11A pH: 2 Sample Date:  12/14/2011 Sample Time:  11:15:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 250 UGIL 50.0 U U No SBVEM
methane
Chloromethane 250 UG/L 50.0 U ] No S3VEM
Vinyl chloride 250 UG/L 50.0 U U No S3VEM
Bromomethane 250 UG/L 50.0 U ] No S3VEM
Chloroethane 250 UG/L 50.0 U ] No S3VEM
Trichlorofluorom 250 UGIL 50.0 U U No SBVEM
ethane
1,1-
Dichloroethene 250 UG/L 50.0 U U No S3VEM
1,1,2-Trichloro-
1,2,2- 250 UG/L 50.0 U U No S3VEM
trifluoroethane
Acetone 500 UG/L 50.0 U U No S3VEM
Carbon disulfide 250 UG/L 50.0 U U No S3VEM
Methyl acetate 250 UG/L 50.0 U U No S3VEM
Methylene 250 UGIL 50.0 DJB U No SBVEM
chloride
trans-1,2-
Dichloroethene 250 UG/L 50.0 U U No S3VEM
Methy! tert-buityl 250 UGIL 50.0 U U No S3VEM
ether
1,1-
Dichloroethane 250 UG/L 50.0 U U No S3VEM
cis-1,2-
Dichloroethene 250 UG/L 50.0 U U No S3VEM
2-Butanone 500 UG/L 50.0 U U No S3VEM
Bromochioromet 250 UGIL 50.0 U U No S3VEM
hane
Chloroform 250 UG/L 50.0 U ] No S3VEM
1,1,1-
Trichloroethane 250 UG/L 50.0 U U No S3VEM
Cyclohexane 250 UG/L 50.0 U U No S3VEM
Carbon 250 UGIL 50.0 U U No SIVEM
tetrachloride
Benzene 250 UG/L 50.0 U U No S3VEM
1,2-
Dichloroethane 250 UG/L 50.0 U U No S3VEM
1,4-Dioxane 5000 UG/L 50.0 U U No S3VEM
Trichloroethene 250 UG/L 50.0 U ] No S3VEM
Methy'%c' ohexa 230 UGIL 50.0 DJ J No SBVEM
Lz 250 UGIL 50.0 U U No SIVEM
Dichloropropane
Bromodichlorom 250 UG/L 50.0 U ] No S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 250 UG/L 50.0 U U No S3VEM
_ Gsl3 250 UGIL 50.0 U U No SIVEM
Dichloropropene
4-Methy-2- 500 UGIL 50.0 U U No S3VEM
pentanone
Toluene 610 UG/L 50.0 D No S3VEM
rans1,3- 250 UGIL 50.0 U U No SIVEM
Dichloropropene
1,1,2-
Trichloroethane 250 UG/L 50.0 U U No S3VEM
Tetrac“'groethm 250 UGIL 50.0 U U No S3VEM
2-Hexanone 500 UG/L 50.0 U ] No S3VEM
Dibromachl orom 250 UGIL 50.0 U U No SBVEM
ethane
1,2-
Dibromoethane 250 UG/L 50.0 U U No S3VEM
Chlorobenzene 250 UG/L 50.0 U ] No S3VEM
Ethylbenzene 2100 UG/L 50.0 D No S3VEM
o-Xylene 3200 UG/L 50.0 D No S3VEM
m,p-Xylene 6200 UG/L 50.0 D No S3VEM
Styrene 250 UG/L 50.0 U U No S3VEM
Bromoform 250 UG/L 50.0 U ] No S3VEM
'wpromé' benzen 250 UGIL 50.0 U U No S3VEM
1,1,2,2-
Tetrachloroethan 250 UG/L 50.0 U ] No S3VEM
e
13 250 UGIL 50.0 U U No SIVEM
Dichlorobenzene
14 250 UGIL 50.0 U U No SBVEM
Dichlorobenzene
. 1,2- 250 UG/L 50.0 U U No S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 250 UGIL 50.0 U U No S3VEM
chloropropane
1,2,4-
Trichlorobenzen 250 UG/L 50.0 U ] No S3VEM
e
1,2,3-
Trichlorobenzen 250 UG/L 50.0 U ] No S3VEM
e
Benzene, 1,24- 50.0 DNJ No SBVEM
trimethyl-
Benzene, 1,3,5- 50.0 DNJ No S3VEM
tri m_et_hyl-
Cyclotrisiloxane, 50.0 DNJ No S3VEM
hexameth_vl-
Cyclotetrasiloxa 50.0 DNJ No S3VEM
ne, octamethyl-
Benzene, 1-
ethyl-3-methyl- 50.0 DNJ No S3VEM
Indane 50.0 DNJ No S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FY6DL Method: BNA Matrix: Water MA Number: DEFAULT
Sample Location: pH: 10.8 Sample Date:  12/14/2011 Sample Time:  11:15:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzaldehyde 50 UG/L 10.0 U U No S3VEM
Phenol 390 UG/L 10.0 D No S3VEM
Bis(2-
chloroethyl)ether 50 UG/L 10.0 U U No S3VEM
2-Chlorophenol 50 UG/L 10.0 U U No S3VEM
2-Methylphenol 50 UG/L 10.0 U U No S3VEM
2,2-Oxybis(1- 50 UGIL 10.0 U U No S3VEM
chloropropane)
Acetophenone 50 UG/L 10.0 U U No S3VEM
4-Methylphenol 23 UG/L 10.0 DJ J No S3VEM
N-Nitroso-aii-n- 50 UGIL 100 U U No S3VEM
propylamine
Hexac“'groetha” 50 UGIL 100 U U No SBVEM
Nitrobenzene 50 UG/L 10.0 U U No S3VEM
I sophorone 50 UG/L 10.0 U U No S3VEM
2-Nitrophenol 50 UG/L 10.0 U U No S3VEM
2,4-
Dimethylphenol 50 UG/L 10.0 U U No S3VEM
Bis(2-
chloroethoxy)me 50 UG/L 10.0 U U No S3VEM
thane
. 2.4- 50 UG/L 10.0 U U No S3VEM
Dichlorophenol
Naphthalene 25 UG/L 10.0 DJ J No S3VEM
4-Chloroaniline 50 UG/L 10.0 U ] No S3VEM
Hexac?éﬂLOb“tad 50 UGIL 100 U U No S3VEM
Caprolactam 50 UG/L 10.0 U U No S3VEM
4-Chloro-3- 50 UGIL 10.0 U U No S3VEM
methylphenol
2-
Methylnaphthale 50 UG/L 10.0 U U No S3VEM
ne
Hexachlorocyclo 50 UGIL 100 U U No SVEM
pentadiene
246 50 UGIL 100 U U No SBVEM
Trichlorophenol
245 50 UGIL 10.0 U U No SBVEM
Trichlorophenol
1,1'-Bipheny! 50 UGIL 10.0 U U No SVEM
2-
Chloronaphthale 50 UG/L 10.0 U ] No S3VEM
ne

Page 130 10:31 Tue, Jan 24, 2012



Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
2-Nitroaniline 100 UG/L 10.0 ] U No S3VEM
D'meth%’e'phtha'a 50 UGIL 10.0 U U No S3VEM
26 50 UGIL 10.0 U U No SBVEM
Dinitrotoluene
Acenaphthylene 50 UG/L 10.0 U U No S3VEM
3-Nitroaniline 100 UG/L 10.0 U ] No S3VEM
Acenaphthene 50 UG/L 10.0 U U No S3VEM
24 100 UGIL 10.0 U U No SBVEM
Dinitrophenol
4-Nitrophenol 100 UG/L 10.0 U U No S3VEM
Dibenzofuran 50 UG/L 10.0 U ] No S3VEM
24 50 UGIL 10.0 U U No SBVEM
Dinitrotoluene
Diethylphthalate 50 UG/L 10.0 U U No S3VEM
Fluorene 50 UG/L 10.0 U ] No S3VEM
4-Chlorophenyl- 50 UGIL 10.0 U U No SBVEM
phenylether
4-Nitroaniline 100 UG/L 10.0 ] U No S3VEM
4,6-Dinitro-2- 100 UGIL 10.0 U U No SBVEM
methylphenol
N_
Nitrosodiphenyla 50 UG/L 10.0 U U No S3VEM
mine
1,2,4,5-
Tetrachlorobenze 50 UG/L 10.0 U ] No S3VEM
ne
4-Bromophenyl- 50 UGIL 10.0 u U No SBVEM
phenylether
Hexa‘:h'n‘:"benze 50 UGIL 100 U U No S3VEM
Atrazine 50 UG/L 10.0 U U No S3VEM
Pemac“(')l"mphe” 100 UGIL 100 U U No S3VEM
Phenanthrene 50 UG/L 10.0 U ] No S3VEM
Anthracene 50 UG/L 10.0 U ] No S3VEM
Carbazole 50 UG/L 10.0 U U No S3VEM
Di-n-
butyiphthalate 50 UG/L 10.0 U U No S3VEM
Fluoranthene 50 UG/L 10.0 U U No S3VEM
Pyrene 50 UG/L 10.0 U U No S3VEM
Buty| Zegtzey' phth 50 UGIL 100 U U No S3VEM
3,3-
Dichlorobenzidin 50 UG/L 10.0 U ] No S3VEM
e
Benzofana):mhrac 50 UGIL 10.0 U U No SBVEM
Chrysene 50 UG/L 10.0 U U No S3VEM
Bis(2-
ethylhexyl) 50 UG/L 10.0 U U No S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
phthalate 50 UG/L 10.0 U U No S3VEM
Di-n-
octylphthal ate 50 UG/L 10.0 U U No S3VEM
Benzogz)r:'e“"ram 50 UGIL 100 U U No S3VEM
Benzo(k)fluorant 50 UGIL 10.0 U U No S3VEM
hene
Benzo(a)pyrene 50 UG/L 10.0 U U No S3VEM
Indeno(1,2,3- 50 UGIL 10.0 U U No S3VEM
_ cd)pyrene
Dibenzo(a hjanth 50 UGIL 100 U U No SBVEM
racene
Benzol(gag')pery 50 UGIL 100 U U No S3VEM
2,3,4,6-
Tetrachlorophen 50 UG/L 10.0 U U No S3VEM
ol
Benzene, 1,2.4- 10.0 DNJ No SBVEM
trimethy!-
Benzene, 1,3-
dimethyl- 10.0 DNJ No S3VEM
Indole 10.0 DNJ No S3VEM
Cyclohexanemet
hanol, 4-
hydroxy- 10.0 DNJ No S3VEM
.adpha.,.apha.,4-
trimethyl-
Benzene, 1,3,5- 10.0 DNJ No SBVEM
trimethy!-
Indane 10.0 DNJ No S3VEM
Benzene, 1-
athyl-3-methyl- 10.0 DNJ No S3VEM
Benzene, 1-
ethyl-2-methyl- 10.0 DNJ No S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP
Sample Number:  B7FY8 Method:  Aroclor Matrix: Soil MA Number: DEFAULT
Sample Location: RA-HO-01 pH: 6.9 Sample Date:  12/14/2011 Sample Time:  15:30:00
% Moisture: 8.0 % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Aroclor-1016 900 UG/IKG 1.0 U U Yes SVEM
Aroclor-1221 900 UG/KG 1.0 U U Yes SVEM
Aroclor-1232 900 UG/IKG 1.0 u U Yes S3VEM
Aroclor-1242 900 UG/IKG 1.0 U U Yes SVEM
Aroclor-1248 900 UG/KG 1.0 U U Yes SVEM
Aroclor-1254 900 UG/IKG 1.0 u U Yes S3VEM
Aroclor-1260 900 UG/IKG 1.0 U U Yes SVEM
Aroclor-1262 900 UG/KG 1.0 U U Yes SVEM
Aroclor-1268 900 UG/KG 1.0 u U Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FY8 Method: BNA Matrix: SOIL MA Number: DEFAULT
Sample Location: RA-HO-01 pH: 6.9 Sample Date:  12/14/2011 Sample Time:  15:30:00
% Moisture: 8.0 % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzaldehyde 4900 UG/KG 1.0 U U Yes S3VEM
Phenol 4900 UG/IKG 1.0 U U Yes S3VEM
Bis(2-
chloroethyl)ether 4900 UG/KG 1.0 U U Yes S3VEM
2-Chlorophenol 4900 UG/IKG 1.0 U U Yes S3VEM
2-Methylphenol 4900 UG/KG 1.0 U U Yes S3VEM
2,2-Oxybis(1- 4900 UGIKG 1.0 U U Yes S3VEM
chloropropane)
Acetophenone 4900 UG/KG 1.0 U U Yes S3VEM
4-Methylphenol 4900 UG/KG 1.0 U U Yes S3VEM
N-Nitroso-di-n- 4900 UGIKG 10 U U Yes SIVEM
propylamine
Hexac“'groetha” 4900 UG/KG 10 U U Yes SBVEM
Nitrobenzene 4900 UG/KG 1.0 U U Yes S3VEM
I sophorone 4900 UG/KG 1.0 U U Yes S3VEM
2-Nitrophenol 4900 UG/IKG 1.0 U U Yes S3VEM
2,4-
Dimethylphenol 4900 UG/KG 1.0 U U Yes S3VEM
Bis(2-
chloroethoxy)me 4900 UG/KG 1.0 U U Yes S3VEM
thane
. 2.4- 4900 UG/IKG 1.0 U U Yes S3VEM
Dichlorophenol
Naphthalene 4900 UG/IKG 1.0 U U Yes S3VEM
4-Chloroaniline 4900 UG/KG 1.0 U U Yes S3VEM
Hexac?éﬂLOb“tad 4900 UGIKG 10 U U Yes S3VEM
Caprolactam 4900 UG/KG 1.0 U U Yes S3VEM
4-Chloro-3- 4900 UGIKG 10 U U Yes S3VEM
methylphenol
2-
Methylnaphthale 4900 UG/IKG 1.0 U U Yes S3VEM
ne
Hexachlorocyclo 4900 UG/KG 10 U U Yes SVEM
pentadiene
246 4900 UGIKG 10 U U Yes SBVEM
Trichlorophenol
245 4900 UGIKG 1.0 U U Yes SBVEM
Trichlorophenol
1,1'-Bipheny! 4900 UGIKG 1.0 U U Yes SVEM
2-
Chloronaphthale 4900 UG/IKG 1.0 U U Yes S3VEM
ne
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
2-Nitroaniline 9900 UG/IKG 1.0 U U Yes S3VEM
D'meth%’e'phtha'a 4900 UGIKG 1.0 U u Yes S3VEM
26 4900 UGIKG 1.0 U u Yes SIVEM
Dinitrotoluene
Acenaphthylene 4900 UGIKG 1.0 U U Yes S3VEM
3-Nitroaniline 9900 UG/IKG 1.0 U U Yes S3VEM
Acenaphthene 4900 UGIKG 1.0 U U Yes S3VEM
24 9900 UGIKG 1.0 U u Yes SIVEM
Dinitrophenol
4-Nitrophenol 9900 UGIKG 1.0 U U Yes S3VEM
Dibenzofuran 4900 UGIKG 1.0 U U Yes S3VEM
24 4900 UGIKG 1.0 U u Yes SIVEM
Dinitrotoluene
Diethylphthalate 4900 UGIKG 1.0 U U Yes S3VEM
Fluorene 4900 UG/IKG 1.0 U U Yes S3VEM
4-Chlorophenyl- 4900 UGIKG 1.0 U U Yes S3VEM
phenylether
4-Nitroaniline 9900 UG/IKG 1.0 U U Yes S3VEM
4,6-Dinitro-2- 9900 UGIKG 1.0 U U Yes S3VEM
methylphenol
N_
Nitrosodiphenyla 4900 UG/KG 1.0 U U Yes S3VEM
mine
1245
Tetrachlorobenze 4900 UG/IKG 1.0 U U Yes S3VEM
ne
4-Bromophenyl- 4900 UGIKG 1.0 U U Yes S3VEM
phenylether
Hexa‘:h'n‘:"benze 4900 UGIKG 10 U U Yes S3VEM
Atrazine 4900 UGIKG 1.0 U U Yes S3VEM
Pemac“(')l"mphe” 9900 UGIKG 10 U U Yes S3VEM
Phenanthrene 4900 UGIKG 1.0 U U Yes S3VEM
Anthracene 4900 UG/IKG 1.0 U U Yes S3VEM
Carbazole 4900 UGIKG 1.0 U U Yes S3VEM
Di-n-
buiviphthalete 4900 UGIKG 1.0 U U Yes S3VEM
Fluoranthene 4900 UGIKG 1.0 U U Yes S3VEM
Pyrene 4900 UGIKG 1.0 U U Yes S3VEM
Butyl Zegtzey' phth 4900 UGIKG 10 U U Yes S3VEM
33-
Dichlorobenzidin 4900 UG/IKG 1.0 U U Yes S3VEM
e
Benzofana):mhrac 4900 UGIKG 1.0 U U Yes S3VEM
Chrysene 4900 UG/KG 1.0 U U Yes S3VEM
Bis(2-
sthvihyl) 11000 UGIKG 1.0 Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
phthalate 11000 UGIKG 1.0 Yes SVEM
Di-n-
octylphthal ate 4900 UG/IKG 1.0 U U Yes S3VEM
Benzogz)r:'e“"ram 4900 UG/KG 10 U U Yes S3VEM
Benzorg';);'euormt 4900 UGIKG 10 U U Yes S3VEM
Benzo(a)pyrene 4900 UG/KG 1.0 U U Yes S3VEM
Indeno(1,2,3- 4900 UGIKG 10 U U Yes S3VEM
_ cd)pyrene
Dibenzo(a hjanth 4900 UG/KG 10 U U Yes SBVEM
racene
Benzol(gag')pery 4900 UG/KG 10 U U Yes S3VEM
2,3,4,6-
Tetrachlorophen 4900 UG/KG 1.0 U U Yes S3VEM
ol
Octadecane, 1- 10 NJ Yes SBVEM
chloro-
Total Alkanes 1.0 J Yes S3VEM
13-
Hexyloxacyclotri 1.0 NJ Yes S3VEM
decan-2-one
1-Propanoal, 3-
bromo-2,2- 1.0 NJ Yes S3VEM
bis(bromomethyl
Octadecane, 1- 1.0 NJ Yes SBVEM
bromo-
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FY8 Method:  Pest Matrix: Soil MA Number: DEFAULT
Sample Location: RA-HO-01 pH: 6.9 Sample Date:  12/14/2011 Sample Time:  15:30:00
% Moisture: 8.00 % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
alpha-BHC 43 UG/IKG 1.0 u uJ Yes S3VEM
beta-BHC 43 UG/IKG 1.0 u uJ Yes S3VEM
delta-BHC 43 UG/IKG 1.0 u uJ Yes S3VEM

gamma-BHC 43 UGIKG 1.0 U UJ Yes SBVEM
(Lindane)
Heptachlor 43 UG/KG 1.0 U uJ Yes S3VEM
Aldrin 43 UG/IKG 1.0 u uJ Yes S3VEM
Heptachlor 43 UGIKG 1.0 u uJ Yes S3VEM
epoxide
Endosulfan | 43 UG/IKG 1.0 u uJ Yes S3VEM
Dieldrin 83 UG/IKG 1.0 u uJ Yes S3VEM
4.4-DDE 83 UG/IKG 1.0 u uJ Yes S3VEM
Endrin 83 UG/IKG 1.0 u uJ Yes S3VEM
Endosulfan I 83 UG/IKG 1.0 u uJ Yes S3VEM
4,4-DDD 83 UG/IKG 1.0 u uJ Yes S3VEM
Endosulfan 83 UGIKG 1.0 U UJ Yes SBVEM
sulfate
4.4-DDT 83 UG/IKG 1.0 u uJ Yes S3VEM
Methoxychlor 430 UG/IKG 1.0 u uJ Yes S3VEM
Endrin ketone 83 UG/IKG 10 U uJ Yes S3VEM

Endrin aldehyde 83 UG/KG 1.0 U uJ Yes S3VEM

alpha-Chlordane 43 UG/KG 1.0 U uJ Yes S3VEM

gammar 43 UGIKG 1.0 U UJ Yes S3VEM
Chlordane
Toxaphene 4300 UG/IKG 1.0 u uJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FY8 Method: VOA_Low_Med Matrix: Soil MA Number: DEFAULT
Sample Location: RA-HO-01 pH: 6.9 Sample Date:  12/14/2011 Sample Time:  15:30:00
% Moisture: 8.0 % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 290 UGIKG 1.0 U uJ Yes SBVEM
methane
Chloromethane 290 UG/KG 1.0 U uJ Yes S3VEM
Vinyl chloride 290 UG/KG 1.0 U U Yes S3VEM
Bromomethane 290 UG/IKG 1.0 U uJ Yes S3VEM
Chloroethane 290 UG/KG 1.0 U uJ Yes S3VEM
Trichlorcfluorom 290 UGIKG 1.0 U U Yes SBVEM
ethane
1,1-
Dichloroethene 2900 UG/KG 1.0 U U Yes S3VEM
1,1,2-Trichloro-
1,2,2- 290 UG/KG 1.0 U U Yes S3VEM
trifluoroethane
Acetone 1500 UG/KG 1.0 Yes S3VEM
Carbon disulfide 290 UG/IKG 1.0 U uJ Yes S3VEM
Methyl acetate 290 UG/KG 1.0 U U Yes S3VEM
Methylene 290 UGIKG 1.0 B U Yes SBVEM
chloride
rans-1,2- 2900 UGIKG 10 U U Yes SIVEM
Dichloroethene
Methye't:]eer:'b“ty' 290 UGIKG 10 U U Yes S3VEM
1,1-
Dichloroethane 290 UG/IKG 1.0 U U Yes S3VEM
cis-1,2-
Dichloroethene 2900 UG/KG 1.0 U U Yes S3VEM
2-Butanone 590 UG/IKG 1.0 U U Yes S3VEM
Bromochioromet 290 UG/KG 10 U U Yes S3VEM
hane
Chloroform 290 UG/IKG 1.0 U ] Yes S3VEM
1,1,1-
Trichloroethane 290 UG/KG 1.0 U U Yes S3VEM
Cyclohexane 290 UG/IKG 1.0 U U Yes S3VEM
Carbon 290 UGIKG 10 U U Yes SIVEM
tetrachloride
Benzene 290 UG/IKG 1.0 U U Yes S3VEM
1,2-
Dichloroethane 290 UG/KG 1.0 U U Yes S3VEM
1,4-Dioxane 5900 UG/IKG 1.0 U U Yes S3VEM
Trichloroethene 290 UG/KG 1.0 U ] Yes S3VEM
Methy'%c' ohexa 290 UGIKG 1.0 U U Yes SBVEM
Lz 290 UGIKG 10 U U Yes SIVEM
Dichloropropane
Bromodichlorom 290 UG/IKG 1.0 U ] Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 290 UG/IKG 1.0 U U Yes S3VEM
_ Gsl3 290 UGIKG 1.0 U U Yes SIVEM
Dichloropropene
4-Methy-2- 500 UGIKG 1.0 U U Yes S3VEM
pentanone
Toluene 23000 UG/IKG 1.0 E Yes S3VEM
rans1,3- 290 UGIKG 10 U U Yes SIVEM
Dichloropropene
1,1,2-
Trichloroethane 290 UG/KG 1.0 U U Yes S3VEM
Tetrac“'groethm 290 UGIKG 1.0 U U Yes S3VEM
2-Hexanone 590 UG/KG 1.0 U ] Yes S3VEM
Dibromachl orom 290 UGIKG 1.0 U U Yes SBVEM
ethane
1,2-
Dibromoethane 290 UG/KG 1.0 U U Yes S3VEM
Chlorobenzene 290 UG/IKG 1.0 U ] Yes S3VEM
Ethylbenzene 290 UG/KG 1.0 U U Yes S3VEM
o-Xylene 290 UG/KG 1.0 U U Yes S3VEM
m,p-Xylene 290 UG/IKG 1.0 U U Yes S3VEM
Styrene 290 UG/KG 1.0 U U Yes S3VEM
Bromoform 290 UG/KG 1.0 U ] Yes S3VEM
'wpromé' benzen 290 UGIKG 10 U U Yes S3VEM
1,1,2,2-
Tetrachloroethan 290 UG/IKG 1.0 U ] Yes S3VEM
e
13 290 UGIKG 10 U U Yes SIVEM
Dichlorobenzene
14 290 UGIKG 1.0 U U Yes SBVEM
Dichlorobenzene
. 1,2- 290 UG/IKG 1.0 U U Yes S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 200 UGIKG 1.0 U U Yes S3VEM
chloropropane
1,2,4-
Trichlorobenzen 290 UG/IKG 1.0 U ] Yes S3VEM
e
1,2,3-
Trichlorobenzen 290 UG/IKG 1.0 U ] Yes S3VEM
e
Cyclotrisiloxane, 10 NJ Yes SBVEM
hexamethyl-
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FY8DL Method: VOA_Low_Med Matrix: Soil MA Number: DEFAULT
Sample Location: RA-HO-01 pH: 6.9 Sample Date:  12/14/2011 Sample Time:  15:30:00
% Moisture: 8.0 % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 2900 UG/KG 10 U U No SBVEM
methane
Chloromethane 2900 UG/KG 1.0 U ] No S3VEM
Vinyl chloride 2900 UG/KG 1.0 U U No S3VEM
Bromomethane 2900 UG/IKG 1.0 U ] No S3VEM
Chloroethane 2900 UG/KG 1.0 U ] No S3VEM
Trichlorofluorom 2900 UG/KG 10 U U No SBVEM
ethane
1,1-
Dichloroethene 2900 UG/KG 1.0 U U No S3VEM
1,1,2-Trichloro-
1,2,2- 2900 UG/KG 1.0 U U No S3VEM
trifluoroethane
Acetone 3700 UG/KG 1.0 DJ J No S3VEM
Carbon disulfide 2900 UG/IKG 1.0 U U No S3VEM
Methyl acetate 2900 UG/KG 1.0 U U No S3VEM
Methylene 2900 UGIKG 1.0 DJB U No SBVEM
chloride
trans-1,2-
Dichloroethene 2900 UG/KG 1.0 U U No S3VEM
Methye't:]eer:'b“ty' 2000 UGIKG 10 U U No S3VEM
1,1-
Dichloroethane 2900 UG/IKG 1.0 U U No S3VEM
cis-1,2-
Dichloroethene 2900 UG/KG 1.0 U U No S3VEM
2-Butanone 5900 UG/IKG 1.0 U U No S3VEM
Brom‘mgromet 2000 UG/KG 10 U U No S3VEM
Chloroform 2900 UG/IKG 1.0 U U No S3VEM
1,1,1-
Trichloroethane 2900 UG/KG 1.0 U U No S3VEM
Cyclohexane 2900 UG/IKG 1.0 U U No S3VEM
Carbon 2900 UGIKG 10 U U No SIVEM
tetrachloride
Benzene 2900 UG/IKG 1.0 U U No S3VEM
1,2-
Dichloroethane 2900 UG/KG 1.0 U U No S3VEM
1,4-Dioxane 59000 UG/IKG 1.0 U U No S3VEM
Trichloroethene 2900 UG/KG 1.0 U ] No S3VEM
Methy'%c' ohexa 2900 UG/KG 10 U U No SBVEM
Lz 2900 UGIKG 10 U U No SIVEM
Dichloropropane
Bromodichlorom 2900 UG/IKG 1.0 U ] No S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 2900 UG/KG 1.0 U U No S3VEM
_ Gsl3 2900 UGIKG 1.0 U U No SIVEM
Dichloropropene
4-Methy-2- 5900 UGIKG 1.0 U U No S3VEM
pentanone
Toluene 23000 UG/IKG 1.0 D No S3VEM
rans1,3- 2900 UGIKG 10 U U No SIVEM
Dichloropropene
1,1,2-
Trichloroethane 2900 UG/KG 1.0 U U No S3VEM
Tetrac“'groethm 2900 UGIKG 1.0 U U No S3VEM
2-Hexanone 5900 UG/KG 1.0 U ] No S3VEM
Dibromachl orom 2900 UGIKG 1.0 U U No SBVEM
ethane
1,2-
Dibromoethane 2900 UG/IKG 1.0 U U No S3VEM
Chlorobenzene 2900 UG/IKG 1.0 U ] No S3VEM
Ethylbenzene 2900 UG/KG 1.0 U U No S3VEM
o-Xylene 2900 UG/IKG 1.0 U U No S3VEM
m,p-Xylene 990 UG/IKG 1.0 DJ J No S3VEM
Styrene 2900 UG/KG 1.0 U U No S3VEM
Bromoform 2900 UG/KG 1.0 U ] No S3VEM
'wpromé' benzen 2000 UGIKG 10 U U No S3VEM
1,1,2,2-
Tetrachloroethan 2900 UG/IKG 1.0 U U No S3VEM
e
13 2900 UGIKG 10 U U No SIVEM
Dichlorobenzene
14 2900 UGIKG 1.0 U U No SBVEM
Dichlorobenzene
. 1,2- 2900 UG/IKG 1.0 U U No S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 2000 UGIKG 1.0 U U No S3VEM
chloropropane
1,2,4-
Trichlorobenzen 2900 UG/IKG 1.0 U ] No S3VEM
e
1,2,3-
Trichlorobenzen 2900 UG/IKG 1.0 U ] No S3VEM
e
Cyclotetrasiloxa 1.0 DNJ No S3VEM
ne, octamethvl -
Cyclotrisiloxane, 10 DNJ No SAVEM
hexamethyl-
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP
Sample Number:  B7FY8MS Method:  Aroclor Matrix: Soil MA Number: DEFAULT
Sample Location: pH: 6.9 Sample Date:  12/14/2011 Sample Time:  15:30:00
% Moisture: 8.0 % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Aroclor-1016 2600 UG/IKG 1.0 Yes S3VEM
Aroclor-1260 6600 UG/KG 1.0 P J Yes S3VEM
Aroclor-1221 980 UG/IKG 1.0 U U Yes SVEM
Aroclor-1232 980 UG/IKG 1.0 U ] Yes S3VEM
Aroclor-1242 980 UG/KG 1.0 U ] Yes S3VEM
Aroclor-1243 980 UG/IKG 1.0 u U Yes SVEM
Aroclor-1254 980 UG/IKG 1.0 U ] Yes S3VEM
Aroclor-1262 980 UG/KG 1.0 U ] Yes S3VEM
Aroclor-1268 980 UG/IKG 1.0 u U Yes SVEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FY8MS Method:  Pest Matrix: Soil MA Number: DEFAULT
Sample Location: RA-HO-01 pH: 6.9 Sample Date:  12/14/2011 Sample Time:  15:30:00
% Moisture: 8.00 % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
gamma-BHC 210 UGIKG 1.0 J Yes SBVEM
(Lindane)
alpha-BHC 40 UG/IKG 1.0 u uJ Yes S3VEM
Heptachlor 220 UG/IKG 1.0 J Yes S3VEM
beta-BHC 40 UG/IKG 1.0 u uJ Yes S3VEM
delta-BHC 40 UG/IKG 1.0 u uJ Yes S3VEM
Aldrin 210 UG/IKG 1.0 J Yes S3VEM
Dieldrin 410 UG/IKG 1.0 J Yes S3VEM
Endrin 400 UG/IKG 10 J Yes S3VEM
4.4-DDT 430 UG/IKG 1.0 J Yes S3VEM
Heptachlor 40 UGIKG 1.0 u uJ Yes S3VEM
epoxide
Endosulfan | 40 UG/IKG 1.0 u uJ Yes S3VEM
4,4-DDE 77 UG/IKG 1.0 u uJ Yes S3VEM
Endosulfan 11 7 UG/IKG 10 U uJ Yes S3VEM
4,4-DDD 77 UG/IKG 1.0 u uJ Yes S3VEM
Endosulfan 77 UGIKG 10 U U3 Yes S3VEM
sulfate
Methoxychlor 400 UG/IKG 1.0 u uJ Yes S3VEM
Endrin ketone 77 UG/IKG 10 U uJ Yes S3VEM
Endrin aldehyde 77 UG/KG 1.0 U uJ Yes S3VEM
alpha-Chlordane 40 UG/KG 1.0 U uJ Yes S3VEM
gammar 40 UGIKG 1.0 U UJ Yes S3VEM
Chlordane
Toxaphene 4000 UG/IKG 1.0 u uJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FY8MSD Method:  Pest Matrix: Soil MA Number: DEFAULT
Sample Location: RA-HO-01 pH: 6.9 Sample Date:  12/14/2011 Sample Time:  15:30:00
% Moisture: 8.00 % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
gamma-BHC 250 UGIKG 1.0 J Yes SBVEM
(Lindane)
alpha-BHC 46 UG/IKG 1.0 u uJ Yes S3VEM
beta-BHC 46 UG/IKG 1.0 u uJ Yes S3VEM
Heptachlor 270 UG/IKG 1.0 J Yes S3VEM
Aldrin 250 UG/IKG 10 J Yes S3VEM
delta-BHC 46 UG/IKG 1.0 u uJ Yes S3VEM
Dieldrin 520 UG/IKG 1.0 J Yes S3VEM
Endrin 460 UG/IKG 10 J Yes S3VEM
4.4-DDT 520 UG/IKG 1.0 J Yes S3VEM
Heptachlor 46 UGIKG 1.0 u uJ Yes S3VEM
epoxide
Endosulfan | 46 UG/IKG 1.0 u uJ Yes S3VEM
4,4-DDE 90 UG/IKG 1.0 u uJ Yes S3VEM
Endosulfan I 90 UG/IKG 1.0 u uJ Yes S3VEM
4,4-DDD 90 UG/IKG 1.0 u uJ Yes S3VEM
Endosulfan 9% UGIKG 10 U U3 Yes S3VEM
sulfate
Methoxychlor 460 UG/IKG 1.0 u uJ Yes S3VEM
Endrin ketone 90 UG/IKG 10 U uJ Yes S3VEM
Endrin aldehyde 20 UG/KG 1.0 U uJ Yes S3VEM
alpha-Chlordane 46 UG/KG 1.0 U uJ Yes S3VEM
gammar 46 UGIKG 1.0 U UJ Yes S3VEM
Chlordane
Toxaphene 4600 UG/IKG 1.0 u uJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP
Sample Number:  B7FY8MSD Method:  Aroclor Matrix: Soil MA Number: DEFAULT
Sample Location: pH: 6.9 Sample Date:  12/14/2011 Sample Time:  15:30:00
% Moisture: 8.0 % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Aroclor-1016 2200 UG/IKG 1.0 Yes S3VEM
Aroclor-1221 900 UG/KG 1.0 U ] Yes S3VEM
Aroclor-1260 3800 UG/IKG 1.0 P J Yes SVEM
Aroclor-1232 900 UG/IKG 1.0 U ] Yes S3VEM
Aroclor-1242 900 UG/KG 1.0 U ] Yes S3VEM
Aroclor-1243 900 UG/IKG 1.0 u U Yes SVEM
Aroclor-1254 900 UG/IKG 1.0 U ] Yes S3VEM
Aroclor-1262 900 UG/KG 1.0 U ] Yes S3VEM
Aroclor-1268 900 UG/IKG 1.0 u U Yes SVEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FY9 Method:  Pest Matrix: Soil MA Number: DEFAULT
Sample Location: RA-HO-02 pH: 6.9 Sample Date:  12/14/2011 Sample Time:  15:45:00
% Moisture: 1.00 % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
alphaBHC 47 UG/KG 1.0 U uJ Yes S3VEM
beta-BHC 47 UG/IKG 1.0 U uJ Yes S3VEM
delta-BHC 47 UG/KG 1.0 U uJ Yes S3VEM

gammaBHC 47 UG/KG 10 U uJ Yes SBVEM
(Lindane)
Heptachlor 47 UG/KG 1.0 U uJ Yes S3VEM
Aldrin 47 UG/KG 1.0 U uJ Yes S3VEM
Heptachlor 47 UGIKG 10 u uJ Yes SVEM
epoxide
Endosulfan | 47 UG/KG 1.0 U uJ Yes S3VEM
Dieldrin 91 UG/IKG 1.0 U uJ Yes S3VEM
4,4-DDE 91 UG/IKG 1.0 U uJ Yes S3VEM
Endrin 91 UG/KG 1.0 U uJ Yes S3VEM
Endosulfan I1 91 UG/IKG 1.0 U uJ Yes S3VEM
4.4-DDD 91 UG/IKG 1.0 U uJ Yes S3VEM
Endosulfan o1 UG/KG 10 U uJ Yes SBVEM
sulfate
4.4-DDT 91 UG/IKG 1.0 U uJ Yes S3VEM
Methoxychlor 470 UG/KG 1.0 U uJ Yes S3VEM
Endrin ketone 91 UG/IKG 1.0 U uJ Yes S3VEM

Endrin aldehyde 91 UG/KG 1.0 U uJ Yes S3VEM

alpha-Chlordane 47 UG/KG 1.0 U uJ Yes S3VEM

gamma 47 UG/KG 1.0 U uJ Yes S3VEM
Chlordane
Toxaphene 4700 UG/KG 1.0 U uJ Yes S3VEM

Page 146 10:31 Tue, Jan 24, 2012



Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FY9 Method: VOA_Low_Med Matrix: Soil MA Number: DEFAULT
Sample Location: RA-HO-02 pH: 6.9 Sample Date:  12/14/2011 Sample Time:  15:45:00
% Moisture: 1.0 % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 300 UGIKG 1.0 U uJ Yes SBVEM
methane
Chloromethane 300 UG/KG 1.0 U uJ Yes S3VEM
Vinyl chloride 300 UG/KG 1.0 U U Yes S3VEM
Bromomethane 300 UG/IKG 1.0 U uJ Yes S3VEM
Chloroethane 300 UG/KG 1.0 U uJ Yes S3VEM
Trichlorcfluorom 300 UGIKG 1.0 U U Yes SBVEM
ethane
1,1-
Dichloroethene 490 UG/KG 1.0 U U Yes S3VEM
1,1,2-Trichloro-
1,2,2- 300 UG/KG 1.0 U U Yes S3VEM
trifluoroethane
Acetone 610 UG/KG 1.0 U U Yes S3VEM
Carbon disulfide 300 UG/IKG 1.0 U uJ Yes S3VEM
Methyl acetate 5200 UG/KG 1.0 Yes S3VEM
Methylene 300 UGIKG 1.0 B U Yes SBVEM
chloride
trans-1,2-
Dichloroethene 490 UG/KG 1.0 U U Yes S3VEM
Methye't:]eer:'b“ty' 300 UGIKG 10 U U Yes S3VEM
1,1-
Dichloroethane 300 UG/IKG 1.0 U U Yes S3VEM
cis-1,2-
Dichloroethene 490 UG/KG 1.0 U U Yes S3VEM
2-Butanone 610 UG/IKG 1.0 U U Yes S3VEM
Bromochioromet 300 UG/KG 10 U U Yes S3VEM
hane
Chloroform 300 UG/IKG 1.0 U ] Yes S3VEM
1,1,1-
Trichloroethane 300 UG/KG 1.0 U U Yes S3VEM
Cyclohexane 300 UG/IKG 1.0 U U Yes S3VEM
Carbon 300 UGIKG 10 U U Yes SIVEM
tetrachloride
Benzene 300 UG/IKG 1.0 U U Yes S3VEM
1,2-
Dichloroethane 300 UG/KG 1.0 U U Yes S3VEM
1,4-Dioxane 6100 UG/IKG 1.0 U U Yes S3VEM
Trichloroethene 300 UG/KG 1.0 U ] Yes S3VEM
Methy'%c' ohexa 250 UGIKG 1.0 J J Yes SBVEM
Lz 300 UGIKG 10 U U Yes SIVEM
Dichloropropane
Bromodichlorom 300 UG/IKG 1.0 U ] Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level

ethane 300 UG/KG 1.0 U U Yes S3VEM
_ Gsl3 300 UGIKG 1.0 U U Yes SIVEM
Dichloropropene
4-Methyl-2- 610 UGIKG 1.0 U U Yes S3VEM
pentanone
Toluene 880 UG/IKG 1.0 Yes S3VEM
rans1,3- 300 UGIKG 10 U U Yes SIVEM
Dichloropropene
1,1,2-
Trichloroethane 300 UG/KG 1.0 U U Yes S3VEM
Tetrac“'groethm 300 UGIKG 1.0 U U Yes S3VEM
2-Hexanone 610 UG/IKG 1.0 U ] Yes S3VEM
Dibromachl orom 300 UGIKG 1.0 U U Yes SBVEM
ethane
1,2-
Dibromoethane 300 UG/IKG 1.0 U U Yes S3VEM
Chlorobenzene 300 UG/IKG 1.0 U ] Yes S3VEM
Ethylbenzene 1600 UG/KG 1.0 Yes S3VEM
o-Xylene 4100 UG/IKG 1.0 Yes S3VEM
m,p-Xylene 18000 UG/IKG 1.0 E Yes S3VEM
Styrene 300 UG/KG 1.0 J J Yes S3VEM
Bromoform 300 UG/KG 1.0 U ] Yes S3VEM
'wpromé' benzen 280 UGIKG 10 J J Yes S3VEM
1,1,2,2-
Tetrachloroethan 300 UG/IKG 1.0 U ] Yes S3VEM
e
13 300 UGIKG 10 U U Yes SIVEM
Dichlorobenzene
14 580 UGIKG 1.0 Yes SBVEM
Dichlorobenzene
. 1,2- 300 UG/IKG 1.0 U U Yes S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 300 UGIKG 1.0 U U Yes S3VEM
chloropropane
1,2,4-
Trichlorobenzen 140 UG/IKG 1.0 J J Yes S3VEM
e
1,2,3-
Trichlorobenzen 92 UG/IKG 1.0 J J Yes S3VEM
e
Benzene, 1-
ethyl-2,4- 1.0 NJ Yes S3VEM
dimethyl-
Benzene, 1-
ethyl-2-methyl- 10 NJ Yes SVEM
Benzene, 1,3,5- 1.0 NJ Yes SRVEM
trimethy!-
Benzene, 1-
ethyl-3-methyl- 1.0 NJ Yes S3VEM
Benzene, 1-
methyl-2-(1- 1.0 NJ Yes SVEM
methyleth
Benzene, 1,2,3- 1.0 NJ Yes SVEM
trimethy!-
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Cyclotetrasiloxa 10 NJ Yes SBVEM
ne, octamethy!-
Benzene, 1-
methyl-4-(1- 1.0 NJ Yes SVEM
methylethyl)-
Benzene,
1,2,35 1.0 NJ Yes S3VEM
tetramethy!-
Benzene, 1-
methyl-4-propyl- 10 NJ ves SSVEM
Benzene, propyl- 1.0 NJ Yes S3VEM
D-Limonene 1.0 NJ Yes S3VEM
Methane,
dimethoxy- 1.0 NJ Yes S3VEM
Benzene, 1-
methyl-2-propyl- 10 NJ ves SSVEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP
Sample Number:  B7FY9 Method:  Aroclor Matrix: Soil MA Number: DEFAULT
Sample Location: RA-HO-02 pH: 6.9 Sample Date:  12/14/2011 Sample Time:  15:45:00
% Moisture: 1.0 % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Aroclor-1016 710 UG/IKG 1.0 U U Yes S3VEM
Aroclor-1221 710 UG/IKG 1.0 U U Yes S3VEM
Aroclor-1232 710 UG/IKG 1.0 U ] Yes S3VEM
Aroclor-1242 710 UG/IKG 1.0 U U Yes S3VEM
Aroclor-1248 710 UG/IKG 1.0 U U Yes S3VEM
Aroclor-1254 710 UG/IKG 1.0 U ] Yes S3VEM
Aroclor-1260 710 UG/IKG 1.0 U U Yes S3VEM
Aroclor-1262 710 UG/IKG 1.0 U U Yes S3VEM
Aroclor-1268 710 UG/IKG 1.0 u U Yes S3VEM

Page 150

10:31 Tue, Jan 24, 2012




Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FY9 Method: BNA Matrix: SOIL MA Number: DEFAULT
Sample Location: RA-HO-02 pH: 6.9 Sample Date:  12/14/2011 Sample Time:  15:45:00
% Moisture: 1.0 % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzaldehyde 3900 UG/KG 1.0 U U Yes S3VEM
Phenol 3900 UG/IKG 1.0 U U Yes S3VEM
Bis(2-
chloroethyl)ether 3900 UG/KG 1.0 U U Yes S3VEM
2-Chlorophenol 3900 UG/IKG 1.0 U U Yes S3VEM
2-Methylphenol 3900 UG/KG 1.0 U U Yes S3VEM
2,2-Oxybis(1- 3900 UGIKG 1.0 U U Yes S3VEM
chloropropane)
Acetophenone 3900 UG/KG 1.0 U U Yes S3VEM
4-Methylphenol 3900 UG/KG 1.0 U U Yes S3VEM
N-Nitroso-di-n- 3900 UGIKG 10 U U Yes SIVEM
propylamine
Hexac“'groetha” 3900 UG/KG 10 U U Yes SBVEM
Nitrobenzene 3900 UG/KG 1.0 U U Yes S3VEM
I sophorone 3900 UG/KG 1.0 U U Yes S3VEM
2-Nitrophenol 3900 UG/IKG 1.0 U U Yes S3VEM
2,4-
Dimethylphenol 3900 UG/KG 1.0 U U Yes S3VEM
Bis(2-
chloroethoxy)me 3900 UG/KG 1.0 U U Yes S3VEM
thane
. 2.4- 3900 UG/IKG 1.0 U U Yes S3VEM
Dichlorophenol
Naphthalene 1600 UG/IKG 1.0 J J Yes S3VEM
4-Chloroaniline 3900 UG/KG 1.0 U U Yes S3VEM
Hexac?éﬂLOb“tad 3900 UGIKG 10 U U Yes S3VEM
Caprolactam 3900 UG/KG 1.0 U U Yes S3VEM
4-Chloro-3- 3900 UGIKG 10 U U Yes S3VEM
methylphenol
2-
Methylnaphthale 3900 UG/IKG 1.0 U U Yes S3VEM
ne
Hexachlorocyclo 3900 UG/KG 10 U U Yes SVEM
pentadiene
246 3900 UGIKG 1.0 U U Yes SBVEM
Trichlorophenol
245 3900 UGIKG 1.0 U U Yes SBVEM
Trichlorophenol
1,1'-Biphenyl 3900 UG/IKG 1.0 U U Yes S3VEM
2-
Chloronaphthale 3900 UG/IKG 1.0 U U Yes S3VEM
ne
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
2-Nitroaniline 7800 UG/IKG 1.0 U U Yes S3VEM
D'meth%’e'phtha'a 3900 UGIKG 1.0 U u Yes S3VEM
26 3900 UGIKG 1.0 U u Yes SIVEM
Dinitrotoluene
Acenaphthylene 3900 UGIKG 1.0 U U Yes S3VEM
3-Nitroaniline 7800 UG/IKG 1.0 U U Yes S3VEM
Acenaphthene 3900 UGIKG 1.0 U U Yes S3VEM
24 7800 UGIKG 1.0 U u Yes SIVEM
Dinitrophenol
4-Nitrophenol 7800 UGIKG 1.0 U U Yes S3VEM
Dibenzofuran 3900 UGIKG 1.0 U U Yes S3VEM
24 3900 UGIKG 1.0 U u Yes SIVEM
Dinitrotoluene
Diethylphthalate 3900 UGIKG 1.0 U U Yes S3VEM
Fluorene 3900 UG/IKG 1.0 U U Yes S3VEM
4-Chlorophenyl- 3900 UGIKG 1.0 U U Yes S3VEM
phenylether
4-Nitroaniline 7800 UG/IKG 1.0 U U Yes S3VEM
4,6-Dinitro-2- 7800 UGIKG 1.0 U U Yes S3VEM
methylphenol
N_
Nitrosodiphenyla 3900 UG/KG 1.0 U U Yes S3VEM
mine
1245
Tetrachlorobenze 3900 UG/IKG 1.0 U U Yes S3VEM
ne
4-Bromophenyl- 3900 UGIKG 1.0 U U Yes S3VEM
phenylether
Hexa‘:h'n‘:"benze 3900 UGIKG 10 U U Yes S3VEM
Atrazine 3900 UGIKG 1.0 U U Yes S3VEM
Pemac“(')l"mphe” 7800 UGIKG 10 U U Yes S3VEM
Phenanthrene 3900 UGIKG 1.0 U U Yes S3VEM
Anthracene 3900 UG/IKG 1.0 U U Yes S3VEM
Carbazole 3900 UGIKG 1.0 U U Yes S3VEM
Di-n-
buiviphthalete 3900 UGIKG 1.0 U U Yes S3VEM
Fluoranthene 3900 UGIKG 1.0 U U Yes S3VEM
Pyrene 3900 UGIKG 1.0 U U Yes S3VEM
Butyl Zegtzey' phth 3900 UGIKG 10 U U Yes S3VEM
33-
Dichlorobenzidin 3900 UG/IKG 1.0 U U Yes S3VEM
e
Benzofana):mhrac 3900 UGIKG 1.0 U U Yes S3VEM
Chrysene 3900 UG/KG 1.0 U U Yes S3VEM
Bis(2-
sthvihyl) 3900 UGIKG 1.0 U U Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
phthalate 3900 UG/KG 1.0 U U Yes S3VEM
Di-n-
octylphthal ate 3900 UG/IKG 1.0 U U Yes S3VEM
Benzogg)r:'e“"ram 3900 UG/KG 10 U U Yes S3VEM
Benzorg';);'euormt 3900 UGIKG 10 U U Yes S3VEM
Benzo(a)pyrene 3900 UG/KG 1.0 U U Yes S3VEM
Indeno(1,2,3- 3900 UGIKG 10 U U Yes S3VEM
_ cd)pyrene
Dibenzo(a hjanth 3900 UG/KG 10 U U Yes SBVEM
racene
Benzol(gag')pery 3900 UG/KG 10 U U Yes S3VEM
2,3,4,6-
Tetrachlorophen 3900 UG/KG 1.0 U U Yes S3VEM
ol
Naphthalene,
decahydro-2- 1.0 NJ Yes S3VEM
methyl-
Total Alkanes 1.0 J Yes S3VEM
Benzene, 1- 10 NJ Yes SBVEM
chloro-2-nitro-
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  B7FY9DL Method: VOA_Low_Med Matrix: Soil MA Number: DEFAULT
Sample Location: RA-HO-02 pH: 6.9 Sample Date:  12/14/2011 Sample Time:  15:45:00
% Moisture: 1.0 % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 490 UGIKG 1.0 U uJ No SBVEM
methane
Chloromethane 490 UG/KG 1.0 U uJ No S3VEM
Vinyl chloride 490 UG/KG 1.0 U U No S3VEM
Bromomethane 490 UG/IKG 1.0 U uJ No S3VEM
Chloroethane 490 UG/KG 1.0 U uJ No S3VEM
Trichlorcfluorom 490 UGIKG 1.0 U U No SBVEM
ethane
1,1-
Dichloroethene 490 UG/KG 1.0 U U No S3VEM
1,1,2-Trichloro-
1,2,2- 490 UG/KG 1.0 U U No S3VEM
trifluoroethane
Acetone 980 UG/KG 1.0 U U No S3VEM
Carbon disulfide 490 UG/IKG 1.0 U uJ No S3VEM
Methyl acetate 3600 UG/IKG 1.0 D No S3VEM
Methylene 490 UGIKG 1.0 DJB U No SBVEM
chloride
trans-1,2-
Dichloroethene 490 UG/KG 1.0 U U No S3VEM
Methy! tert-butyl 490 UGIKG 10 U U No S3VEM
ether
1,1-
Dichloroethane 490 UG/IKG 1.0 U U No S3VEM
cis-1,2-
Dichloroethene 490 UG/KG 1.0 U U No S3VEM
2-Butanone 980 UG/IKG 1.0 U U No S3VEM
Bromochioromet 490 UG/KG 10 U U No S3VEM
hane
Chloroform 490 UG/IKG 1.0 U ] No S3VEM
1,1,1-
Trichloroethane 490 UG/KG 1.0 U U No S3VEM
Cyclohexane 490 UG/IKG 1.0 U U No S3VEM
Carbon 490 UGIKG 10 U U No SIVEM
tetrachloride
Benzene 490 UG/IKG 1.0 U U No S3VEM
1,2-
Dichloroethane 490 UG/KG 1.0 U U No S3VEM
1,4-Dioxane 9800 UG/IKG 1.0 U U No S3VEM
Trichloroethene 490 UG/KG 1.0 U ] No S3VEM
Methy'%c' ohexa 490 UGIKG 1.0 U U No SBVEM
Lz 490 UGIKG 10 U U No SIVEM
Dichloropropane
Bromodichlorom 490 UG/IKG 1.0 U ] No S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 490 UG/IKG 1.0 U U No S3VEM
_ Gsl3 490 UGIKG 1.0 U U No SIVEM
Dichloropropene
4-Methy-2- 980 UGIKG 1.0 U U No S3VEM
pentanone
Toluene 1600 UG/IKG 1.0 D No S3VEM
rans1,3- 490 UGIKG 10 U U No SIVEM
Dichloropropene
1,1,2-
Trichloroethane 490 UG/KG 1.0 U U No S3VEM
Tetrac“'groethm 490 UGIKG 1.0 U U No S3VEM
2-Hexanone 980 UG/KG 1.0 U ] No S3VEM
Dibromachl orom 490 UGIKG 1.0 U U No SBVEM
ethane
1,2-
Dibromoethane 490 UG/KG 1.0 U U No S3VEM
Chlorobenzene 490 UG/IKG 1.0 U ] No S3VEM
Ethylbenzene 3300 UG/KG 1.0 D No S3VEM
o-Xylene 8500 UG/KG 1.0 D No S3VEM
m,p-Xylene 18000 UGIKG 1.0 D No SVEM
Styrene 490 UG/KG 1.0 U U No S3VEM
Bromoform 490 UG/KG 1.0 U ] No S3VEM
'wpromé' benzen 660 UGIKG 10 D No S3VEM
1,1,2,2-
Tetrachloroethan 490 UG/IKG 1.0 U ] No S3VEM
e
13 490 UGIKG 10 U U No SIVEM
Dichlorobenzene
14 1200 UGIKG 1.0 D No SBVEM
Dichlorobenzene
. 1,2- 490 UG/IKG 1.0 U U No S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 490 UGIKG 1.0 U U No S3VEM
chloropropane
1,2,4-
Trichlorobenzen 560 UG/IKG 1.0 D No S3VEM
e
1,2,3-
Trichlorobenzen 340 UG/IKG 1.0 DJ J No S3VEM
e
Benzene, 1-
methyl-4-propyl- 1.0 DNJ No S3VEM
Benzene, 1,2,3- 1.0 DNJ No SBVEM
trimethyl-
Benzene, 1,2.4- 1.0 DNJ No SBVEM
trimethy!-
Benzene, 1-
ethyl-2,4- 1.0 DNJ No S3VEM
dimethyl-
Benzene,
1,2,4,5- 1.0 DNJ No S3VEM
tetramethyl-
Benzene, 1-
ethyl-3-methyl- 1.0 DNJ No S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzene, 1-
methyl-4-(1- 1.0 DNJ No S3VEM
methylethyl)-
Benzene, 2-
ethyl-1,4- 1.0 DNJ No S3VEM
dimethyl-
Benzene, propyl- 1.0 DNJ No S3VEM
D-Limonene 1.0 DNJ No S3VEM
Benzene,
1,2,3,5- 1.0 DNJ No S3VEM
tetramethyl-
Benzene, 1,3,5- 1.0 DNJ No SBVEM
trimethyl-
Benzene,
1,2,3,4- 1.0 DNJ No S3VEM
tetramethyl-
Benzene, 1-
ethyl-2-methyl- 1.0 DNJ No S3VEM
Benzene, 1-
methyl-2-(1- 1.0 DNJ No S3VEM
methylethyl)-
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  PBLK12 Method:  Pest Matrix: Water MA Number: DEFAULT
Sample Location: pH: Sample Date: Sample Time:
% Moisture: 0.00 % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
alpha-BHC 0.050 UGI/L 1.0 u uJ Yes S3VEM
beta-BHC 0.050 UG/L 1.0 u uJ Yes S3VEM
delta-BHC 0.050 UG/L 1.0 U UN| Yes S3VEM
gamma-BHC 0.050 UGIL 1.0 U uJ Yes SVEM
(Lindane)
Heptachlor 0.050 UG/L 1.0 U uJ Yes S3VEM
Aldrin 0.050 UGI/L 1.0 u uJ Yes S3VEM
Heptachlor 0.050 UGIL 10 u uJ Yes S3VEM
epoxide
Endosulfan | 0.050 UGI/L 1.0 u uJ Yes S3VEM
Dieldrin 0.10 UG/L 1.0 u uJ Yes S3VEM
4,4-DDE 0.10 UG/L 1.0 U uJ Yes S3VEM
Endrin 0.10 UGI/L 1.0 u uJ Yes S3VEM
Endosulfan I 0.10 UG/L 1.0 u uJ Yes S3VEM
4,4'-DDD 0.10 UG/L 1.0 U uJ Yes S3VEM
Endosuifan 0.10 UGIL 1.0 U uJ Yes SBVEM
sulfate
4,4-DDT 0.10 UG/L 1.0 U uJ Yes S3VEM
Methoxychlor 0.50 UGI/L 1.0 u uJ Yes S3VEM
Endrin ketone 0.10 UG/L 1.0 U uJ Yes S3VEM
Endrin aldehyde 0.10 UG/L 1.0 U uJ Yes S3VEM
alpha-Chlordane 0.050 UGI/L 1.0 u uJ Yes S3VEM
gammax 0.050 UGIL 1.0 U uJ Yes SBVEM
Chlordane
Toxaphene 5.0 UGI/L 1.0 u uJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP
Sample Number:  PBLK59 Method:  Pest Matrix: Soil MA Number: DEFAULT
Sample Location: pH: Sample Date: Sample Time:
% Moisture: 0.00 % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
alpha-BHC 17 UG/IKG 1.0 U uJ Yes S3VEM
beta-BHC 1.7 UG/IKG 1.0 U uJ Yes S3VEM
deltaBHC 17 UG/IKG 1.0 U N] Yes S3VEM
gammaBHC 17 UG/KG 10 U uJ Yes SBVEM
(Lindane)
Heptachlor 17 UG/KG 10 U (ON] Yes S3VEM
Aldrin 17 UG/IKG 1.0 U uJ Yes S3VEM
Heptachlor 17 UGIKG 10 u uJ Yes SVEM
epoxide
Endosulfan | 17 UG/IKG 1.0 U uJ Yes S3VEM
Dieldrin 33 UG/IKG 1.0 U uJ Yes S3VEM
4,4-DDE 33 UG/IKG 1.0 U N] Yes S3VEM
Endrin 33 UG/IKG 1.0 U uJ Yes S3VEM
Endosulfan 11 33 UG/IKG 1.0 U uJ Yes S3VEM
4,4-DDD 33 UG/IKG 1.0 U N] Yes S3VEM
Endosulfan 33 UG/KG 10 U uJ Yes SBVEM
sulfate
4,4-DDT 33 UG/IKG 1.0 U N] Yes S3VEM
Methoxychlor 17 UG/IKG 1.0 U uJ Yes S3VEM
Endrin ketone 3.3 UG/IKG 1.0 U uJ Yes S3VEM
Endrin aldehyde 33 UG/KG 1.0 U uJ Yes S3VEM
alpha-Chlordane 17 UG/KG 1.0 U uJ Yes S3VEM
gamma 17 UG/KG 1.0 U uJ Yes S3VEM
Chlordane
Toxaphene 170 UG/IKG 1.0 U uJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  PLCS12 Method:  Pest Matrix: Water MA Number: DEFAULT
Sample Location: pH: Sample Date: Sample Time:
% Moisture: 0.00 % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
alphaBHC 0.050 UG/L 1.0 U uJ Yes S3VEM
beta-BHC 0.050 UG/L 1.0 U uJ Yes S3VEM
delta-BHC 0.050 UG/L 1.0 U uJ Yes S3VEM
gammaBHC 0.042 UGIL 10 J J Yes SBVEM
(Lindane)
Heptachlor 0.050 UG/L 1.0 U uJ Yes S3VEM
Aldrin 0.050 UG/L 1.0 U uJ Yes S3VEM
Heptachlor 0.044 UGIL 10 J J Yes SIVEM
epoxide
Endosulfan | 0.050 UG/L 1.0 U uJ Yes S3VEM
Dieldrin 0.087 UG/L 1.0 J J Yes S3VEM
4,4-DDE 0.087 UG/L 1.0 J J Yes S3VEM
Endrin 0.089 UG/L 1.0 J J Yes S3VEM
Endosulfan I1 0.10 UG/L 1.0 U uJ Yes S3VEM
4.4-DDD 0.10 UG/L 1.0 U uJ Yes S3VEM
Endosulfan 0.095 UGIL 10 J J Yes SBVEM
sulfate
4.4-DDT 0.10 UG/L 1.0 U uJ Yes S3VEM
Methoxychlor 0.50 UG/L 1.0 U uJ Yes S3VEM
Endrin ketone 0.10 UG/L 1.0 U uJ Yes S3VEM
Endrin aldehyde 0.10 UG/L 1.0 U uJ Yes S3VEM
alpha-Chlordane 0.050 UG/L 1.0 U uJ Yes S3VEM
gamma 0.045 UGIL 1.0 J J Yes SBVEM
Chlordane
Toxaphene 5.0 UG/L 1.0 U uJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP
Sample Number:  PLCS59 Method:  Pest Matrix: Soil MA Number: DEFAULT
Sample Location: pH: Sample Date: Sample Time:
% Moisture: 0.00 % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
alpha-BHC 17 UG/IKG 1.0 U uJ Yes S3VEM
beta-BHC 1.7 UG/IKG 1.0 U uJ Yes S3VEM
deltaBHC 17 UG/IKG 1.0 U N] Yes S3VEM
gammaBHC 14 UG/KG 10 J J Yes SBVEM
(Lindane)
Heptachlor 17 UG/KG 10 U (ON] Yes S3VEM
Aldrin 17 UG/IKG 1.0 U uJ Yes S3VEM
Heptachlor 14 UGIKG 10 J J Yes SIVEM
epoxide
Endosulfan | 17 UG/IKG 1.0 U uJ Yes S3VEM
Dieldrin 2.8 UG/IKG 1.0 J J Yes S3VEM
4,4-DDE 2.8 UG/IKG 1.0 J J Yes S3VEM
Endrin 29 UG/IKG 1.0 J J Yes S3VEM
Endosulfan 11 33 UG/IKG 1.0 U uJ Yes S3VEM
4,4-DDD 33 UG/IKG 1.0 U N] Yes S3VEM
Endosulfan 31 UG/KG 10 J J Yes SBVEM
sulfate
4,4-DDT 33 UG/IKG 1.0 U N] Yes S3VEM
Methoxychlor 17 UG/IKG 1.0 U uJ Yes S3VEM
Endrin ketone 3.3 UG/IKG 1.0 U uJ Yes S3VEM
Endrin aldehyde 33 UG/KG 1.0 U uJ Yes S3VEM
alpha-Chlordane 17 UG/KG 1.0 U uJ Yes S3VEM
gammer 14 UGIKG 10 J J Yes SBVEM
Chlordane
Toxaphene 170 UG/IKG 1.0 U uJ Yes S3VEM
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  SBLK68 Method: BNA Matrix: SOIL MA Number: DEFAULT
Sample Location: pH: Sample Date: Sample Time:
% Moisture: 0.00 % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzaldehyde 5000 UG/KG 1.0 U U Yes S3VEM
Phenol 5000 UG/IKG 1.0 U U Yes S3VEM
Bis(2-
chloroethyl)ether 5000 UG/KG 1.0 U U Yes S3VEM
2-Chlorophenol 5000 UG/IKG 1.0 U U Yes S3VEM
2-Methylphenol 5000 UG/KG 1.0 U U Yes S3VEM
2,2-Oxybis(1- 5000 UGIKG 1.0 U U Yes S3VEM
chloropropane)
Acetophenone 5000 UG/KG 1.0 U U Yes S3VEM
4-Methylphenol 5000 UG/KG 1.0 U U Yes S3VEM
N-Nitroso-di-n- 5000 UGIKG 10 U U Yes SIVEM
propylamine
Hexac“'groetha” 5000 UG/KG 10 U U Yes SBVEM
Nitrobenzene 5000 UG/KG 1.0 U U Yes S3VEM
I sophorone 5000 UG/KG 1.0 U U Yes S3VEM
2-Nitrophenol 5000 UG/IKG 1.0 U U Yes S3VEM
2,4-
Dimethylphenol 5000 UG/KG 1.0 U U Yes S3VEM
Bis(2-
chloroethoxy)me 5000 UG/KG 1.0 U U Yes S3VEM
thane
. 2.4- 5000 UG/IKG 1.0 U U Yes S3VEM
Dichlorophenol
Naphthalene 5000 UG/IKG 1.0 U U Yes S3VEM
4-Chloroaniline 5000 UG/KG 1.0 U U Yes S3VEM
Hexac?éﬂLOb“tad 5000 UGIKG 10 U U Yes S3VEM
Caprolactam 5000 UG/KG 1.0 U U Yes S3VEM
4-Chloro-3- 5000 UGIKG 10 U U Yes S3VEM
methylphenol
2-
Methylnaphthale 5000 UG/IKG 1.0 U U Yes S3VEM
ne
Hexachlorocyclo 5000 UG/KG 10 U U Yes SVEM
pentadiene
246 5000 UGIKG 1.0 U U Yes SBVEM
Trichlorophenol
245 5000 UGIKG 1.0 U U Yes SBVEM
Trichlorophenol
1,1'-Biphenyl 5000 UG/IKG 1.0 U U Yes S3VEM
2-
Chloronaphthale 5000 UG/IKG 1.0 U U Yes S3VEM
ne
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
2-Nitroaniline 10000 UG/IKG 1.0 U U Yes S3VEM
D'meth%’e'phtha'a 5000 UGIKG 1.0 U u Yes S3VEM
26 5000 UGIKG 1.0 U u Yes SIVEM
Dinitrotoluene
Acenaphthylene 5000 UGIKG 1.0 U U Yes S3VEM
3-Nitroaniline 10000 UG/IKG 1.0 U U Yes S3VEM
Acenaphthene 5000 UGIKG 1.0 U U Yes S3VEM
24 10000 UGIKG 1.0 U u Yes SIVEM
Dinitrophenol
4-Nitrophenol 10000 UGIKG 1.0 U U Yes S3VEM
Dibenzofuran 5000 UGIKG 1.0 U U Yes S3VEM
24 5000 UGIKG 1.0 U u Yes SIVEM
Dinitrotoluene
Diethylphthalate 5000 UGIKG 1.0 U U Yes S3VEM
Fluorene 5000 UG/IKG 1.0 U U Yes S3VEM
4-Chlorophenyl- 5000 UGIKG 1.0 U U Yes S3VEM
phenylether
4-Nitroaniline 10000 UG/IKG 1.0 U U Yes S3VEM
4,6-Dinitro-2- 10000 UGIKG 1.0 U U Yes S3VEM
methylphenol
N_
Nitrosodiphenyla 5000 UG/KG 1.0 U U Yes S3VEM
mine
1245
Tetrachlorobenze 5000 UG/IKG 1.0 U U Yes S3VEM
ne
4-Bromophenyl- 5000 UGIKG 1.0 U U Yes S3VEM
phenylether
Hexa‘:h'n‘:"benze 5000 UGIKG 10 U U Yes S3VEM
Atrazine 5000 UGIKG 1.0 U U Yes S3VEM
Pemac“(')l"mphe” 10000 UGIKG 10 U U Yes S3VEM
Phenanthrene 5000 UGIKG 1.0 U U Yes S3VEM
Anthracene 5000 UG/IKG 1.0 U U Yes S3VEM
Carbazole 5000 UGIKG 1.0 U U Yes S3VEM
Di-n-
buiviphthalete 5000 UGIKG 1.0 U U Yes S3VEM
Fluoranthene 5000 UGIKG 1.0 U U Yes S3VEM
Pyrene 5000 UGIKG 1.0 U U Yes S3VEM
Butyl Zegtzey' phth 5000 UGIKG 10 U U Yes S3VEM
33-
Dichlorobenzidin 5000 UG/IKG 1.0 U U Yes S3VEM
e
Benzofana):mhrac 5000 UGIKG 1.0 U U Yes S3VEM
Chrysene 5000 UG/KG 1.0 U U Yes S3VEM
Bis(2-
sthvihyl) 5000 UGIKG 1.0 U U Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
phthalate 5000 UG/IKG 1.0 U U Yes S3VEM
Di-n-
octylphthal ate 5000 UG/IKG 1.0 U U Yes S3VEM
Benzogg)r:'e“"ram 5000 UGIKG 10 U U Yes SIVEM
Benzorg';);'euormt 5000 UGIKG 10 U U Yes S3VEM
Benzo(a)pyrene 5000 UG/KG 1.0 U U Yes S3VEM
Indeno(1,2,3- 5000 UGIKG 10 U U Yes S3VEM
_ cd)pyrene
Dibenzo(ah)anth 5000 UGIKG 1.0 U U Yes SBVEM
raceng
Benzol(gag')pery 5000 UGIKG 10 U U Yes SIVEM
2,3,4,6-
Tetrachlorophen 5000 UG/KG 1.0 U U Yes S3VEM
ol
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  SBLK97 Method: BNA Matrix: Water MA Number: DEFAULT
Sample Location: pH: Sample Date: Sample Time:
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Benzaldehyde 5.0 UG/L 1.0 U U Yes S3VEM
Phenol 5.0 UG/L 1.0 U U Yes S3VEM
Bis(2-
chloroethyl)ether 50 UG/L 1.0 U U Yes S3VEM
2-Chlorophenol 5.0 UG/L 1.0 U U Yes S3VEM
2-Methylphenol 5.0 UG/L 1.0 U ] Yes S3VEM
2,2-Oxybis(1- 5.0 UGIL 1.0 U U Yes S3VEM
chloropropane)
Acetophenone 5.0 UG/L 1.0 U U Yes S3VEM
4-Methylphenol 5.0 UG/L 1.0 U U Yes S3VEM
N-Nitroso-aii-n- 50 UGIL 10 U U Yes S3VEM
propylamine
Hexac“'groetha” 50 UGIL 10 U U Yes SBVEM
Nitrobenzene 5.0 UG/L 1.0 U U Yes S3VEM
I sophorone 5.0 UG/L 1.0 U U Yes S3VEM
2-Nitrophenol 5.0 UG/L 1.0 U U Yes S3VEM
2,4-
Dimethylphenol 5.0 UG/L 1.0 U U Yes S3VEM
Bis(2-
chloroethoxy)me 5.0 UG/L 1.0 U U Yes S3VEM
thane
. 2.4- 5.0 UG/L 1.0 U U Yes S3VEM
Dichlorophenol
Naphthalene 5.0 UG/L 1.0 U U Yes S3VEM
4-Chloroaniline 5.0 UG/L 1.0 U ] Yes S3VEM
Hexac?éﬂLOb“tad 50 UGIL 10 U U Yes S3VEM
Caprolactam 5.0 UG/L 1.0 U U Yes S3VEM
4-Chloro-3- 50 UGIL 10 U U Yes S3VEM
methylphenol
2-
Methylnaphthale 5.0 UG/L 1.0 U U Yes S3VEM
ne
Hexachlorocyclo 50 UGIL 10 U U Yes SVEM
pentadiene
246 5.0 UGIL 10 U U Yes SBVEM
Trichlorophenol
245 5.0 UGIL 1.0 U U Yes SBVEM
Trichlorophenol
1,1'-Biphenyl 5.0 UG/L 1.0 U U Yes S3VEM
2-
Chloronaphthale 5.0 UG/L 1.0 U ] Yes S3VEM
ne
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
2-Nitroaniline 10 UG/L 1.0 ] U Yes S3VEM
D'meth%’e'phtha'a 5.0 UGIL 1.0 U U Yes S3VEM
26 5.0 UGIL 1.0 U U Yes SBVEM
Dinitrotoluene
Acenaphthylene 5.0 UG/L 1.0 U U Yes S3VEM
3-Nitroaniline 10 UG/L 1.0 U ] Yes S3VEM
Acenaphthene 5.0 UG/L 1.0 U U Yes S3VEM
24 10 UGIL 1.0 U U Yes SBVEM
Dinitrophenol
4-Nitrophenol 10 UG/L 1.0 U U Yes S3VEM
Dibenzofuran 50 UG/L 1.0 U ] Yes S3VEM
24 5.0 UGIL 1.0 U U Yes SBVEM
Dinitrotoluene
Diethylphthalate 5.0 UG/L 1.0 U U Yes S3VEM
Fluorene 5.0 UG/L 1.0 U ] Yes S3VEM
4-Chlorophenyl- 5.0 UGIL 1.0 U U Yes SBVEM
phenylether
4-Nitroaniline 10 UG/L 1.0 ] U Yes S3VEM
4,6-Dinitro-2- 10 UGIL 1.0 U U Yes SBVEM
methylphenol
N_
Nitrosodiphenyla 5.0 UG/L 1.0 U U Yes S3VEM
mine
1,2,4,5-
Tetrachlorobenze 50 UG/L 1.0 U ] Yes S3VEM
ne
4-Bromophenyl- 5.0 UGIL 1.0 u U Yes SBVEM
phenylether
Hexa‘:h'n‘:"benze 50 UGIL 10 U U Yes S3VEM
Atrazine 5.0 UG/L 1.0 U U Yes S3VEM
Pemac“(')l"mphe” 10 UGIL 10 U U Yes S3VEM
Phenanthrene 5.0 UG/L 1.0 U ] Yes S3VEM
Anthracene 5.0 UG/L 1.0 U ] Yes S3VEM
Carbazole 5.0 UG/L 1.0 U U Yes S3VEM
Di-n-
butylphthalate 5.0 UG/L 1.0 U U Yes S3VEM
Fluoranthene 5.0 UG/L 1.0 U ] Yes S3VEM
Pyrene 5.0 UG/L 1.0 U U Yes S3VEM
Buty| Zegtzey' phth 50 UGIL 10 U U Yes S3VEM
3,3-
Dichlorobenzidin 5.0 UG/L 1.0 U U Yes S3VEM
e
Benzofana):mhrac 5.0 UGIL 1.0 U U Yes SBVEM
Chrysene 5.0 UG/L 1.0 U U Yes S3VEM
Bis(2-
ethylhexyl) 5.0 UG/L 1.0 U U Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
phthalate 5.0 UG/L 1.0 U U Yes S3VEM
Di-n-
octylphthal ate 5.0 UG/L 1.0 U U Yes S3VEM
Benzogz)r:'e“"ram 50 UGIL 10 U U Yes S3VEM
Benzo(k)fluorant 50 UGIL 10 U u Yes S3VEM
hene
Benzo(a)pyrene 5.0 UG/L 1.0 U U Yes S3VEM
Indeno(1,2,3- 50 UGIL 10 U u Yes S3VEM
_ cd)pyrene
Dibenzo(a hjanth 50 UGIL 10 U U Yes SBVEM
racene
Benzol(gag')pery 50 UGIL 10 U U Yes S3VEM
2,3,4,6-
Tetrachlorophen 5.0 UG/L 1.0 U U Yes S3VEM
ol
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  VBLK10 Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: pH: Sample Date: Sample Time:
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 50 UGIL 10 U U Yes SBVEM
methane
Chloromethane 5.0 UG/L 1.0 U ] Yes S3VEM
Vinyl chloride 5.0 UG/L 1.0 U U Yes S3VEM
Bromomethane 50 UG/L 1.0 U uJ Yes S3VEM
Chloroethane 5.0 UG/L 1.0 U ] Yes S3VEM
Trichlorofluorom 50 UGIL 10 U U Yes SBVEM
ethane
1,1-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
1,1,2-Trichloro-
1,2,2- 5.0 UG/L 1.0 U U Yes S3VEM
trifluoroethane
Acetone 10 UG/L 1.0 U U Yes S3VEM
Carbon disulfide 50 UG/L 1.0 U ] Yes S3VEM
Methyl acetate 5.0 UG/L 1.0 U U Yes S3VEM
Methylene 5.0 UGIL 1.0 U U Yes SBVEM
chloride
trans-1,2-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
Methy! tert-buityl 50 UGIL 10 U U Yes S3VEM
ether
1,1-
Dichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
cis-1,2-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
2-Butanone 10 UG/L 1.0 U U Yes S3VEM
Bromochioromet 50 UGIL 10 U U Yes S3VEM
hane
Chloroform 50 UG/L 1.0 U ] Yes S3VEM
1,1,1-
Trichloroethane 50 UG/L 1.0 U U Yes S3VEM
Cyclohexane 5.0 UG/L 1.0 U U Yes S3VEM
Carbon 5.0 UGIL 10 U U Yes SIVEM
tetrachloride
Benzene 5.0 UG/L 1.0 U U Yes S3VEM
1,2-
Dichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
1,4-Dioxane 100 UG/L 1.0 U U Yes S3VEM
Trichloroethene 5.0 UG/L 1.0 U ] Yes S3VEM
Methy'%c' ohexa 50 UGIL 10 U U Yes SBVEM
Lz 5.0 UGIL 10 U U Yes SIVEM
Dichloropropane
Bromodichlorom 5.0 UG/L 1.0 U ] Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 5.0 UG/L 1.0 U U Yes S3VEM
_ Gsl3 5.0 UGIL 1.0 U U Yes SBVEM
Dichloropropene
4-Methy-2- 10 UGIL 1.0 U U Yes S3VEM
pentanone
Toluene 5.0 UG/L 1.0 U U Yes S3VEM
rans1,3- 5.0 UGIL 10 U U Yes SIVEM
Dichloropropene
1,1,2-
Trichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
Tetrac“'groethm 5.0 UGIL 1.0 U U Yes S3VEM
2-Hexanone 10 UG/L 1.0 U ] Yes S3VEM
Dibromachl orom 5.0 UGIL 1.0 U U Yes SBVEM
ethane
1,2-
Dibromoethane 5.0 UG/L 1.0 U U Yes S3VEM
Chlorobenzene 50 UG/L 1.0 U ] Yes S3VEM
Ethylbenzene 5.0 UG/L 1.0 U U Yes S3VEM
o-Xylene 5.0 UG/L 1.0 U U Yes S3VEM
m,p-Xylene 5.0 UG/L 1.0 U U Yes S3VEM
Styrene 5.0 UG/L 1.0 U U Yes S3VEM
Bromoform 5.0 UG/L 1.0 U ] Yes S3VEM
'wpromé' benzen 50 UGIL 10 U U Yes S3VEM
1,1,2,2-
Tetrachloroethan 50 UG/L 1.0 U ] Yes S3VEM
e
13 5.0 UGIL 10 U U Yes SIVEM
Dichlorobenzene
14 5.0 UGIL 1.0 U U Yes SBVEM
Dichlorobenzene
. 1,2- 50 UG/L 1.0 U U Yes S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 5.0 UG/L 1.0 U U Yes SBVEM
chloropropane
1,2,4-
Trichlorobenzen 5.0 UG/L 1.0 U ] Yes S3VEM
e
1,2,3-
Trichlorobenzen 50 UG/L 1.0 U ] Yes S3VEM
e
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  VBLK15 Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: pH: Sample Date: Sample Time:
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 50 UGIL 10 U U Yes SBVEM
methane
Chloromethane 5.0 UG/L 1.0 U ] Yes S3VEM
Vinyl chloride 5.0 UG/L 1.0 U U Yes S3VEM
Bromomethane 50 UG/L 1.0 U ] Yes S3VEM
Chloroethane 5.0 UG/L 1.0 U ] Yes S3VEM
Trichlorofluorom 50 UGIL 10 U U Yes SBVEM
ethane
1,1-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
1,1,2-Trichloro-
1,2,2- 5.0 UG/L 1.0 U U Yes S3VEM
trifluoroethane
Acetone 10 UG/L 1.0 U U Yes S3VEM
Carbon disulfide 50 UG/L 1.0 U ] Yes S3VEM
Methyl acetate 5.0 UG/L 1.0 U U Yes S3VEM
Methylene 5.0 UGIL 1.0 U U Yes SBVEM
chloride
trans-1,2-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
Methy! tert-buityl 50 UGIL 10 U U Yes S3VEM
ether
1,1-
Dichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
cis-1,2-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
2-Butanone 10 UG/L 1.0 U U Yes S3VEM
Bromochioromet 50 UGIL 10 U U Yes S3VEM
hane
Chloroform 50 UG/L 1.0 U ] Yes S3VEM
1,1,1-
Trichloroethane 50 UG/L 1.0 U U Yes S3VEM
Cyclohexane 5.0 UG/L 1.0 U U Yes S3VEM
Carbon 5.0 UGIL 10 U U Yes SIVEM
tetrachloride
Benzene 5.0 UG/L 1.0 U U Yes S3VEM
1,2-
Dichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
1,4-Dioxane 100 UG/L 1.0 U U Yes S3VEM
Trichloroethene 5.0 UG/L 1.0 U ] Yes S3VEM
Methy'%c' ohexa 50 UGIL 10 U U Yes SBVEM
Lz 5.0 UGIL 10 U U Yes SIVEM
Dichloropropane
Bromodichlorom 5.0 UG/L 1.0 U ] Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 5.0 UG/L 1.0 U U Yes S3VEM
_ Gsl3 5.0 UGIL 1.0 U U Yes SBVEM
Dichloropropene
4-Methy-2- 10 UGIL 1.0 U U Yes S3VEM
pentanone
Toluene 5.0 UG/L 1.0 U U Yes S3VEM
rans1,3- 5.0 UGIL 10 U U Yes SIVEM
Dichloropropene
1,1,2-
Trichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
Tetrac“'groethm 5.0 UGIL 1.0 U U Yes S3VEM
2-Hexanone 10 UG/L 1.0 U ] Yes S3VEM
Dibromachl orom 5.0 UGIL 1.0 U U Yes SBVEM
ethane
1,2-
Dibromoethane 5.0 UG/L 1.0 U U Yes S3VEM
Chlorobenzene 50 UG/L 1.0 U ] Yes S3VEM
Ethylbenzene 5.0 UG/L 1.0 U U Yes S3VEM
o-Xylene 5.0 UG/L 1.0 U U Yes S3VEM
m,p-Xylene 5.0 UG/L 1.0 U U Yes S3VEM
Styrene 5.0 UG/L 1.0 U U Yes S3VEM
Bromoform 5.0 UG/L 1.0 U ] Yes S3VEM
'wpromé' benzen 50 UGIL 10 U U Yes S3VEM
1,1,2,2-
Tetrachloroethan 50 UG/L 1.0 U ] Yes S3VEM
e
13 5.0 UGIL 10 U U Yes SIVEM
Dichlorobenzene
14 5.0 UGIL 1.0 U U Yes SBVEM
Dichlorobenzene
. 1,2- 50 UG/L 1.0 U U Yes S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 5.0 UG/L 1.0 U U Yes SBVEM
chloropropane
1,2,4-
Trichlorobenzen 5.0 UG/L 1.0 U ] Yes S3VEM
e
1,2,3-
Trichlorobenzen 50 UG/L 1.0 U ] Yes S3VEM
e
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  VBLK17 Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: pH: Sample Date: Sample Time:
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 50 UGIL 10 U U Yes SBVEM
methane
Chloromethane 5.0 UG/L 1.0 U ] Yes S3VEM
Vinyl chloride 5.0 UG/L 1.0 U U Yes S3VEM
Bromomethane 50 UG/L 1.0 U ] Yes S3VEM
Chloroethane 5.0 UG/L 1.0 U ] Yes S3VEM
Trichlorofluorom 50 UGIL 10 U U Yes SBVEM
ethane
1,1-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
1,1,2-Trichloro-
1,2,2- 5.0 UG/L 1.0 U U Yes S3VEM
trifluoroethane
Acetone 10 UG/L 1.0 U U Yes S3VEM
Carbon disulfide 50 UG/L 1.0 U ] Yes S3VEM
Methyl acetate 5.0 UG/L 1.0 U U Yes S3VEM
Methylene 26 UGIL 1.0 J J Yes SBVEM
chloride
trans-1,2-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
Methy! tert-buityl 50 UGIL 10 U U Yes S3VEM
ether
1,1-
Dichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
cis-1,2-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
2-Butanone 10 UG/L 1.0 U U Yes S3VEM
Bromochioromet 50 UGIL 10 U U Yes S3VEM
hane
Chloroform 50 UG/L 1.0 U ] Yes S3VEM
1,1,1-
Trichloroethane 50 UG/L 1.0 U U Yes S3VEM
Cyclohexane 5.0 UG/L 1.0 U U Yes S3VEM
Carbon 5.0 UGIL 10 U U Yes SIVEM
tetrachloride
Benzene 5.0 UG/L 1.0 U U Yes S3VEM
1,2-
Dichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
1,4-Dioxane 100 UG/L 1.0 U U Yes S3VEM
Trichloroethene 5.0 UG/L 1.0 U ] Yes S3VEM
Methy'%c' ohexa 50 UGIL 10 U U Yes SBVEM
Lz 5.0 UGIL 10 U U Yes SIVEM
Dichloropropane
Bromodichlorom 5.0 UG/L 1.0 U ] Yes S3VEM

Page 171 10:31 Tue, Jan 24, 2012



Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 5.0 UG/L 1.0 U U Yes S3VEM
_ Gsl3 5.0 UGIL 1.0 U U Yes SBVEM
Dichloropropene
4-Methy-2- 10 UGIL 1.0 U U Yes S3VEM
pentanone
Toluene 5.0 UG/L 1.0 U U Yes S3VEM
rans1,3- 5.0 UGIL 10 U U Yes SIVEM
Dichloropropene
1,1,2-
Trichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
Tetrac“'groethm 5.0 UGIL 1.0 U U Yes S3VEM
2-Hexanone 10 UG/L 1.0 U ] Yes S3VEM
Dibromachl orom 5.0 UGIL 1.0 U U Yes SBVEM
ethane
1,2-
Dibromoethane 5.0 UG/L 1.0 U U Yes S3VEM
Chlorobenzene 50 UG/L 1.0 U ] Yes S3VEM
Ethylbenzene 5.0 UG/L 1.0 U U Yes S3VEM
o-Xylene 5.0 UG/L 1.0 U U Yes S3VEM
m,p-Xylene 5.0 UG/L 1.0 U U Yes S3VEM
Styrene 5.0 UG/L 1.0 U U Yes S3VEM
Bromoform 5.0 UG/L 1.0 U ] Yes S3VEM
'wpromé' benzen 50 UGIL 10 U U Yes S3VEM
1,1,2,2-
Tetrachloroethan 50 UG/L 1.0 U ] Yes S3VEM
e
13 5.0 UGIL 10 U U Yes SIVEM
Dichlorobenzene
14 5.0 UGIL 1.0 U U Yes SBVEM
Dichlorobenzene
. 1,2- 50 UG/L 1.0 U U Yes S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 5.0 UG/L 1.0 U U Yes SBVEM
chloropropane
1,2,4-
Trichlorobenzen 2.3 UG/L 1.0 J J Yes S3VEM
e
1,2,3-
Trichlorobenzen 25 UG/L 1.0 J J Yes S3VEM
e
Cyclotrisiloxane, 10 NJ Yes SBVEM
hexamethyl-
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  VBLK19 Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: pH: Sample Date: Sample Time:
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 50 UGIL 10 U U Yes SBVEM
methane
Chloromethane 5.0 UG/L 1.0 U ] Yes S3VEM
Vinyl chloride 5.0 UG/L 1.0 U U Yes S3VEM
Bromomethane 50 UG/L 1.0 U ] Yes S3VEM
Chloroethane 5.0 UG/L 1.0 U ] Yes S3VEM
Trichlorofluorom 50 UGIL 10 U U Yes SBVEM
ethane
1,1-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
1,1,2-Trichloro-
1,2,2- 5.0 UG/L 1.0 U U Yes S3VEM
trifluoroethane
Acetone 10 UG/L 1.0 U U Yes S3VEM
Carbon disulfide 50 UG/L 1.0 U ] Yes S3VEM
Methyl acetate 5.0 UG/L 1.0 U U Yes S3VEM
Methylene 5.0 UGIL 1.0 U U Yes SBVEM
chloride
trans-1,2-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
Methy! tert-buityl 50 UGIL 10 U U Yes S3VEM
ether
1,1-
Dichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
cis-1,2-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
2-Butanone 10 UG/L 1.0 U U Yes S3VEM
Bromochioromet 50 UGIL 10 U U Yes S3VEM
hane
Chloroform 50 UG/L 1.0 U ] Yes S3VEM
1,1,1-
Trichloroethane 50 UG/L 1.0 U U Yes S3VEM
Cyclohexane 5.0 UG/L 1.0 U U Yes S3VEM
Carbon 5.0 UGIL 10 U U Yes SIVEM
tetrachloride
Benzene 5.0 UG/L 1.0 U U Yes S3VEM
1,2-
Dichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
1,4-Dioxane 100 UG/L 1.0 U U Yes S3VEM
Trichloroethene 5.0 UG/L 1.0 U ] Yes S3VEM
Methy'%c' ohexa 50 UGIL 10 U U Yes SBVEM
Lz 5.0 UGIL 10 U U Yes SIVEM
Dichloropropane
Bromodichlorom 5.0 UG/L 1.0 U ] Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 5.0 UG/L 1.0 U U Yes S3VEM
_ Gsl3 5.0 UGIL 1.0 U U Yes SBVEM
Dichloropropene
4-Methy-2- 10 UGIL 1.0 U U Yes S3VEM
pentanone
Toluene 5.0 UG/L 1.0 U U Yes S3VEM
rans1,3- 5.0 UGIL 10 U U Yes SIVEM
Dichloropropene
1,1,2-
Trichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
Tetrac“'groethm 5.0 UGIL 1.0 U U Yes S3VEM
2-Hexanone 10 UG/L 1.0 U ] Yes S3VEM
Dibromachl orom 5.0 UGIL 1.0 U U Yes SBVEM
ethane
1,2-
Dibromoethane 5.0 UG/L 1.0 U U Yes S3VEM
Chlorobenzene 50 UG/L 1.0 U ] Yes S3VEM
Ethylbenzene 5.0 UG/L 1.0 U U Yes S3VEM
o-Xylene 5.0 UG/L 1.0 U U Yes S3VEM
m,p-Xylene 5.0 UG/L 1.0 U U Yes S3VEM
Styrene 5.0 UG/L 1.0 U U Yes S3VEM
Bromoform 5.0 UG/L 1.0 U ] Yes S3VEM
'wpromé' benzen 50 UGIL 10 U U Yes S3VEM
1,1,2,2-
Tetrachloroethan 50 UG/L 1.0 U ] Yes S3VEM
e
13 5.0 UGIL 10 U U Yes SIVEM
Dichlorobenzene
14 5.0 UGIL 1.0 U U Yes SBVEM
Dichlorobenzene
. 1,2- 50 UG/L 1.0 U U Yes S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 5.0 UG/L 1.0 U U Yes SBVEM
chloropropane
1,2,4-
Trichlorobenzen 50 UG/L 1.0 U ] Yes S3VEM
e
1,2,3-
Trichlorobenzen 50 UG/L 1.0 U ] Yes S3VEM
e
Cyclotrisiloxane, 10 NJ Yes SBVEM
hexamethyl-
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  VBLK20 Method: VOA_Low_Med Matrix: Soil MA Number: DEFAULT
Sample Location: pH: Sample Date: Sample Time:
% Moisture: 0.00 % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 250 UGIKG 1.0 U U Yes SBVEM
methane
Chloromethane 250 UG/KG 1.0 U ] Yes S3VEM
Vinyl chloride 250 UG/KG 1.0 U U Yes S3VEM
Bromomethane 250 UG/IKG 1.0 U ] Yes S3VEM
Chloroethane 250 UG/KG 1.0 U ] Yes S3VEM
Trichlorcfluorom 250 UGIKG 1.0 U U Yes SBVEM
ethane
1,1-
Dichloroethene 250 UG/KG 1.0 U U Yes S3VEM
1,1,2-Trichloro-
1,2,2- 250 UG/KG 1.0 U U Yes S3VEM
trifluoroethane
Acetone 500 UG/KG 1.0 U U Yes S3VEM
Carbon disulfide 250 UG/IKG 1.0 U U Yes S3VEM
Methyl acetate 250 UG/IKG 1.0 U U Yes S3VEM
Methylene 110 UGIKG 1.0 J J Yes SBVEM
chloride
trans-1,2-
Dichloroethene 250 UG/KG 1.0 U U Yes S3VEM
Methye't:]eer:'b“ty' 250 UGIKG 10 U U Yes S3VEM
1,1-
Dichloroethane 250 UG/IKG 1.0 U U Yes S3VEM
cis-1,2-
Dichloroethene 250 UG/KG 1.0 U U Yes S3VEM
2-Butanone 500 UG/IKG 1.0 U U Yes S3VEM
Bromochioromet 250 UG/KG 10 U U Yes S3VEM
hane
Chloroform 250 UG/IKG 1.0 U ] Yes S3VEM
1,1,1-
Trichloroethane 250 UG/KG 1.0 U U Yes S3VEM
Cyclohexane 250 UG/IKG 1.0 U U Yes S3VEM
Carbon 250 UGIKG 10 U U Yes SIVEM
tetrachloride
Benzene 250 UG/IKG 1.0 U U Yes S3VEM
1,2-
Dichloroethane 250 UG/KG 1.0 U U Yes S3VEM
1,4-Dioxane 5000 UG/IKG 1.0 U U Yes S3VEM
Trichloroethene 250 UG/KG 1.0 U ] Yes S3VEM
Methy'%c' ohexa 250 UGIKG 1.0 U U Yes SBVEM
Lz 250 UGIKG 10 U U Yes SIVEM
Dichloropropane
Bromodichlorom 250 UG/IKG 1.0 U ] Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 250 UG/IKG 1.0 U U Yes S3VEM
_ Gsl3 250 UGIKG 1.0 U U Yes SIVEM
Dichloropropene
4-Methy-2- 500 UGIKG 1.0 U U Yes S3VEM
pentanone
Toluene 250 UG/IKG 1.0 U U Yes S3VEM
rans1,3- 250 UGIKG 10 U U Yes SIVEM
Dichloropropene
1,1,2-
Trichloroethane 250 UG/KG 1.0 U U Yes S3VEM
Tetrac“'groethm 250 UGIKG 1.0 U U Yes S3VEM
2-Hexanone 500 UG/KG 1.0 U ] Yes S3VEM
Dibromachl orom 250 UGIKG 1.0 U U Yes SBVEM
ethane
1,2-
Dibromoethane 250 UG/KG 1.0 U U Yes S3VEM
Chlorobenzene 250 UG/IKG 1.0 U ] Yes S3VEM
Ethylbenzene 250 UG/KG 1.0 U U Yes S3VEM
o-Xylene 250 UG/KG 1.0 U U Yes S3VEM
m,p-Xylene 250 UG/IKG 1.0 U U Yes S3VEM
Styrene 250 UG/KG 1.0 U U Yes S3VEM
Bromoform 250 UG/KG 1.0 U ] Yes S3VEM
'wpromé' benzen 250 UGIKG 10 U U Yes S3VEM
1,1,2,2-
Tetrachloroethan 250 UG/IKG 1.0 U ] Yes S3VEM
e
13 250 UGIKG 10 U U Yes SIVEM
Dichlorobenzene
14 250 UGIKG 1.0 U U Yes SBVEM
Dichlorobenzene
. 1,2- 250 UG/IKG 1.0 U U Yes S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 250 UGIKG 1.0 U U Yes S3VEM
chloropropane
1,2,4-
Trichlorobenzen 250 UG/KG 1.0 U ] Yes S3VEM
e
1,2,3-
Trichlorobenzen 250 UG/IKG 1.0 U ] Yes S3VEM
e
Cyclotrisiloxane, 10 NJ Yes SBVEM
hexameth_vl—
Cyclotetrasiloxa 10 NJ Yes SAVEM
ne, octamethyl-
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  VBLK27 Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: pH: Sample Date: Sample Time:
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 50 UGIL 10 U U Yes SBVEM
methane
Chloromethane 5.0 UG/L 1.0 U ] Yes S3VEM
Vinyl chloride 5.0 UG/L 1.0 U U Yes S3VEM
Bromomethane 50 UG/L 1.0 U ] Yes S3VEM
Chloroethane 5.0 UG/L 1.0 U ] Yes S3VEM
Trichlorofluorom 50 UGIL 10 U U Yes SBVEM
ethane
1,1-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
1,1,2-Trichloro-
1,2,2- 5.0 UG/L 1.0 U U Yes S3VEM
trifluoroethane
Acetone 10 UG/L 1.0 U U Yes S3VEM
Carbon disulfide 50 UG/L 1.0 U ] Yes S3VEM
Methyl acetate 5.0 UG/L 1.0 U U Yes S3VEM
Methylene 37 UGIL 1.0 J J Yes SBVEM
chloride
trans-1,2-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
Methy! tert-buityl 50 UGIL 10 U U Yes S3VEM
ether
1,1-
Dichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
cis-1,2-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
2-Butanone 10 UG/L 1.0 U U Yes S3VEM
Bromochioromet 50 UGIL 10 U U Yes S3VEM
hane
Chloroform 50 UG/L 1.0 U ] Yes S3VEM
1,1,1-
Trichloroethane 50 UG/L 1.0 U U Yes S3VEM
Cyclohexane 5.0 UG/L 1.0 U U Yes S3VEM
Carbon 5.0 UGIL 10 U U Yes SIVEM
tetrachloride
Benzene 5.0 UG/L 1.0 U U Yes S3VEM
1,2-
Dichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
1,4-Dioxane 100 UG/L 1.0 U U Yes S3VEM
Trichloroethene 5.0 UG/L 1.0 U ] Yes S3VEM
Methy'%c' ohexa 50 UGIL 10 U U Yes SBVEM
Lz 5.0 UGIL 10 U U Yes SIVEM
Dichloropropane
Bromodichlorom 5.0 UG/L 1.0 U ] Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 5.0 UG/L 1.0 U U Yes S3VEM
_ Gsl3 5.0 UGIL 1.0 U U Yes SBVEM
Dichloropropene
4-Methy-2- 10 UGIL 1.0 U U Yes S3VEM
pentanone
Toluene 5.0 UG/L 1.0 U U Yes S3VEM
rans1,3- 5.0 UGIL 10 U U Yes SIVEM
Dichloropropene
1,1,2-
Trichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
Tetrac“'groethm 5.0 UGIL 1.0 U U Yes S3VEM
2-Hexanone 10 UG/L 1.0 U ] Yes S3VEM
Dibromachl orom 5.0 UGIL 1.0 U U Yes SBVEM
ethane
1,2-
Dibromoethane 5.0 UG/L 1.0 U U Yes S3VEM
Chlorobenzene 50 UG/L 1.0 U ] Yes S3VEM
Ethylbenzene 5.0 UG/L 1.0 U U Yes S3VEM
o-Xylene 5.0 UG/L 1.0 U U Yes S3VEM
m,p-Xylene 5.0 UG/L 1.0 U U Yes S3VEM
Styrene 5.0 UG/L 1.0 U U Yes S3VEM
Bromoform 5.0 UG/L 1.0 U ] Yes S3VEM
'wpromé' benzen 50 UGIL 10 U U Yes S3VEM
1,1,2,2-
Tetrachloroethan 50 UG/L 1.0 U ] Yes S3VEM
e
13 5.0 UGIL 10 U U Yes SIVEM
Dichlorobenzene
14 5.0 UGIL 1.0 U U Yes SBVEM
Dichlorobenzene
. 1,2- 50 UG/L 1.0 U U Yes S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 5.0 UG/L 1.0 U U Yes SBVEM
chloropropane
1,2,4-
Trichlorobenzen 25 UG/L 1.0 J J Yes S3VEM
e
1,2,3-
Trichlorobenzen 2.7 UG/L 1.0 J J Yes S3VEM
e
Cyclotrisiloxane, 10 NJ Yes SBVEM
hexamethyl-
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  VBLK2S Method: VOA_Low_Med Matrix: Soil MA Number: DEFAULT
Sample Location: pH: Sample Date: Sample Time:
% Moisture: 0.00 % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 5.0 UGIKG 1.0 U U Yes SBVEM
methane
Chloromethane 5.0 UG/KG 1.0 U ] Yes S3VEM
Vinyl chloride 5.0 UG/KG 1.0 U U Yes S3VEM
Bromomethane 50 UG/IKG 1.0 U ] Yes S3VEM
Chloroethane 5.0 UG/KG 1.0 U ] Yes S3VEM
Trichlorcfluorom 5.0 UGIKG 1.0 U U Yes SBVEM
ethane
1,1-
Dichloroethene 5.0 UG/KG 1.0 U U Yes S3VEM
1,1,2-Trichloro-
1,2,2- 5.0 UG/KG 1.0 U U Yes S3VEM
trifluoroethane
Acetone 10 UG/KG 1.0 U U Yes S3VEM
Carbon disulfide 5.0 UG/IKG 1.0 U U Yes S3VEM
Methyl acetate 5.0 UG/IKG 1.0 U U Yes S3VEM
Methylene 5.0 UGIKG 1.0 U U Yes SBVEM
chloride
trans-1,2-
Dichloroethene 5.0 UG/KG 1.0 U U Yes S3VEM
Methy! tert-butyl 50 UGIKG 10 U U Yes S3VEM
ether
1,1-
Dichloroethane 5.0 UG/IKG 1.0 U U Yes S3VEM
cis-1,2-
Dichloroethene 5.0 UG/KG 1.0 U U Yes S3VEM
2-Butanone 10 UG/IKG 1.0 U U Yes S3VEM
Bromochioromet 50 UG/KG 10 U U Yes S3VEM
hane
Chloroform 50 UG/IKG 1.0 U ] Yes S3VEM
1,1,1-
Trichloroethane 50 UG/KG 1.0 U U Yes S3VEM
Cyclohexane 5.0 UG/IKG 1.0 U U Yes S3VEM
Carbon 5.0 UGIKG 10 U U Yes SIVEM
tetrachloride
Benzene 5.0 UG/IKG 1.0 U U Yes S3VEM
1,2-
Dichloroethane 5.0 UG/KG 1.0 U U Yes S3VEM
1,4-Dioxane 100 UG/IKG 1.0 U U Yes S3VEM
Trichloroethene 5.0 UG/KG 1.0 U ] Yes S3VEM
Methy'%c' ohexa 5.0 UGIKG 1.0 U U Yes SBVEM
Lz 5.0 UGIKG 10 U U Yes SIVEM
Dichloropropane
Bromodichlorom 5.0 UG/IKG 1.0 U ] Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 5.0 UG/IKG 1.0 U U Yes S3VEM
_ Gsl3 5.0 UGIKG 1.0 U U Yes SIVEM
Dichloropropene
4-Methy-2- 10 UGIKG 1.0 U U Yes S3VEM
pentanone
Toluene 5.0 UG/IKG 1.0 U U Yes S3VEM
rans1,3- 5.0 UGIKG 10 U U Yes SIVEM
Dichloropropene
1,1,2-
Trichloroethane 5.0 UG/KG 1.0 U U Yes S3VEM
Tetrac“'groethm 5.0 UGIKG 1.0 U U Yes S3VEM
2-Hexanone 10 UG/KG 1.0 U ] Yes S3VEM
Dibromachl orom 5.0 UGIKG 1.0 U U Yes SBVEM
ethane
1,2-
Dibromoethane 5.0 UG/KG 1.0 U U Yes S3VEM
Chlorobenzene 50 UG/IKG 1.0 U ] Yes S3VEM
Ethylbenzene 5.0 UG/KG 1.0 U U Yes S3VEM
o-Xylene 5.0 UG/KG 1.0 U U Yes S3VEM
m,p-Xylene 5.0 UG/IKG 1.0 U U Yes S3VEM
Styrene 5.0 UG/KG 1.0 U U Yes S3VEM
Bromoform 5.0 UG/KG 1.0 U ] Yes S3VEM
'wpromé' benzen 50 UGIKG 10 U U Yes S3VEM
1,1,2,2-
Tetrachloroethan 50 UG/IKG 1.0 U ] Yes S3VEM
e
13 5.0 UGIKG 10 U U Yes SIVEM
Dichlorobenzene
14 5.0 UGIKG 1.0 U U Yes SBVEM
Dichlorobenzene
. 1,2- 50 UG/IKG 1.0 U U Yes S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 50 UGIKG 1.0 U U Yes S3VEM
chloropropane
1,2,4-
Trichlorobenzen 5.0 UG/IKG 1.0 U uJ Yes S3VEM
e
1,2,3-
Trichlorobenzen 50 UG/IKG 1.0 U uJ Yes S3VEM
e

Page 180 10:31 Tue, Jan 24, 2012




Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  VHBLKO1 Method: VOA_Low_Med Matrix: Water MA Number: DEFAULT
Sample Location: pH: Sample Date: Sample Time:
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 50 UGIL 10 U U Yes SBVEM
methane
Chloromethane 5.0 UG/L 1.0 U ] Yes S3VEM
Vinyl chloride 5.0 UG/L 1.0 U U Yes S3VEM
Bromomethane 50 UG/L 1.0 U ] Yes S3VEM
Chloroethane 5.0 UG/L 1.0 U ] Yes S3VEM
Trichlorofluorom 50 UGIL 10 U U Yes SBVEM
ethane
1,1-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
1,1,2-Trichloro-
1,2,2- 5.0 UG/L 1.0 U U Yes S3VEM
trifluoroethane
Acetone 10 UG/L 1.0 U U Yes S3VEM
Carbon disulfide 50 UG/L 1.0 U ] Yes S3VEM
Methyl acetate 5.0 UG/L 1.0 U U Yes S3VEM
Methylene 2.2 UGIL 1.0 B J Yes SBVEM
chloride
trans-1,2-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
Methy! tert-buityl 50 UGIL 10 U U Yes S3VEM
ether
1,1-
Dichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
cis-1,2-
Dichloroethene 5.0 UG/L 1.0 U U Yes S3VEM
2-Butanone 10 UG/L 1.0 U U Yes S3VEM
Bromochioromet 50 UGIL 10 U U Yes S3VEM
hane
Chloroform 50 UG/L 1.0 U ] Yes S3VEM
1,1,1-
Trichloroethane 50 UG/L 1.0 U U Yes S3VEM
Cyclohexane 5.0 UG/L 1.0 U U Yes S3VEM
Carbon 5.0 UGIL 10 U U Yes SIVEM
tetrachloride
Benzene 5.0 UG/L 1.0 U U Yes S3VEM
1,2-
Dichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
1,4-Dioxane 100 UG/L 1.0 U U Yes S3VEM
Trichloroethene 5.0 UG/L 1.0 U ] Yes S3VEM
Methy'%c' ohexa 50 UGIL 10 U U Yes SBVEM
Lz 5.0 UGIL 10 U U Yes SIVEM
Dichloropropane
Bromodichlorom 5.0 UG/L 1.0 U ] Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 5.0 UG/L 1.0 U U Yes S3VEM
_ Gsl3 5.0 UGIL 1.0 U U Yes SBVEM
Dichloropropene
4-Methy-2- 10 UGIL 1.0 U U Yes S3VEM
pentanone
Toluene 5.0 UG/L 1.0 U U Yes S3VEM
rans1,3- 5.0 UGIL 10 U U Yes SIVEM
Dichloropropene
1,1,2-
Trichloroethane 5.0 UG/L 1.0 U U Yes S3VEM
Tetrac“'groethm 5.0 UGIL 1.0 U U Yes S3VEM
2-Hexanone 10 UG/L 1.0 U ] Yes S3VEM
Dibromachl orom 5.0 UGIL 1.0 U U Yes SBVEM
ethane
1,2-
Dibromoethane 5.0 UG/L 1.0 U U Yes S3VEM
Chlorobenzene 50 UG/L 1.0 U ] Yes S3VEM
Ethylbenzene 5.0 UG/L 1.0 U U Yes S3VEM
o-Xylene 5.0 UG/L 1.0 U U Yes S3VEM
m,p-Xylene 5.0 UG/L 1.0 U U Yes S3VEM
Styrene 5.0 UG/L 1.0 U U Yes S3VEM
Bromoform 5.0 UG/L 1.0 U ] Yes S3VEM
'wpromé' benzen 50 UGIL 10 U U Yes S3VEM
1,1,2,2-
Tetrachloroethan 50 UG/L 1.0 U ] Yes S3VEM
e
13 5.0 UGIL 10 U U Yes SIVEM
Dichlorobenzene
14 5.0 UGIL 1.0 U U Yes SBVEM
Dichlorobenzene
. 1,2- 50 UG/L 1.0 U U Yes S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 5.0 UG/L 1.0 U U Yes SBVEM
chloropropane
1,2,4-
Trichlorobenzen 50 UG/L 1.0 U ] Yes S3VEM
e
1,2,3-
Trichlorobenzen 50 UG/L 1.0 U ] Yes S3VEM
e
Cyclotrisiloxane, 10 NJ Yes SBVEM
hexameth_vl—
Cyclotetrasiloxa 10 NJ Yes SAVEM
ne, octamethyl-
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Case No: 42053 Contract: EPW11031 SDG No: B7FW4 Lab Code: KAP

Sample Number:  VHBLKO02 Method: VOA_Low_Med Matrix: Soil MA Number: DEFAULT
Sample Location: pH: Sample Date: Sample Time:
% Moisture: 0.00 % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Dichlorodifluoro 5.0 UGIKG 1.0 U U Yes SBVEM
methane
Chloromethane 5.0 UG/KG 1.0 U ] Yes S3VEM
Vinyl chloride 5.0 UG/KG 1.0 U U Yes S3VEM
Bromomethane 50 UG/IKG 1.0 U ] Yes S3VEM
Chloroethane 5.0 UG/KG 1.0 U ] Yes S3VEM
Trichlorcfluorom 5.0 UGIKG 1.0 U U Yes SBVEM
ethane
1,1-
Dichloroethene 5.0 UG/KG 1.0 U U Yes S3VEM
1,1,2-Trichloro-
1,2,2- 5.0 UG/KG 1.0 U U Yes S3VEM
trifluoroethane
Acetone 10 UG/KG 1.0 U U Yes S3VEM
Carbon disulfide 5.0 UG/IKG 1.0 U U Yes S3VEM
Methyl acetate 5.0 UG/IKG 1.0 U U Yes S3VEM
Methylene 5.0 UGIKG 1.0 U U Yes SBVEM
chloride
trans-1,2-
Dichloroethene 5.0 UG/KG 1.0 U U Yes S3VEM
Methy! tert-butyl 50 UGIKG 10 U U Yes S3VEM
ether
1,1-
Dichloroethane 5.0 UG/IKG 1.0 U U Yes S3VEM
cis-1,2-
Dichloroethene 5.0 UG/KG 1.0 U U Yes S3VEM
2-Butanone 10 UG/IKG 1.0 U U Yes S3VEM
Bromochioromet 50 UG/KG 10 U U Yes S3VEM
hane
Chloroform 50 UG/IKG 1.0 U ] Yes S3VEM
1,1,1-
Trichloroethane 50 UG/KG 1.0 U U Yes S3VEM
Cyclohexane 5.0 UG/IKG 1.0 U U Yes S3VEM
Carbon 5.0 UGIKG 10 U U Yes SIVEM
tetrachloride
Benzene 5.0 UG/IKG 1.0 U U Yes S3VEM
1,2-
Dichloroethane 5.0 UG/KG 1.0 U U Yes S3VEM
1,4-Dioxane 100 UG/IKG 1.0 U U Yes S3VEM
Trichloroethene 5.0 UG/KG 1.0 U ] Yes S3VEM
Methy'%c' ohexa 5.0 UGIKG 1.0 U U Yes SBVEM
Lz 5.0 UGIKG 10 U U Yes SIVEM
Dichloropropane
Bromodichlorom 5.0 UG/IKG 1.0 U ] Yes S3VEM
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Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
ethane 5.0 UG/IKG 1.0 U U Yes S3VEM
_ Gsl3 5.0 UGIKG 1.0 U U Yes SIVEM
Dichloropropene
4-Methy-2- 10 UGIKG 1.0 U U Yes S3VEM
pentanone
Toluene 5.0 UG/IKG 1.0 U U Yes S3VEM
rans1,3- 5.0 UGIKG 10 U U Yes SIVEM
Dichloropropene
1,1,2-
Trichloroethane 5.0 UG/KG 1.0 U U Yes S3VEM
Tetrac“'groethm 5.0 UGIKG 1.0 U U Yes S3VEM
2-Hexanone 10 UG/KG 1.0 U ] Yes S3VEM
Dibromachl orom 5.0 UGIKG 1.0 U U Yes SBVEM
ethane
1,2-
Dibromoethane 5.0 UG/KG 1.0 U U Yes S3VEM
Chlorobenzene 50 UG/IKG 1.0 U ] Yes S3VEM
Ethylbenzene 5.0 UG/KG 1.0 U U Yes S3VEM
o-Xylene 5.0 UG/KG 1.0 U U Yes S3VEM
m,p-Xylene 5.0 UG/IKG 1.0 U U Yes S3VEM
Styrene 5.0 UG/KG 1.0 U U Yes S3VEM
Bromoform 5.0 UG/KG 1.0 U ] Yes S3VEM
'wpromé' benzen 50 UGIKG 10 U U Yes S3VEM
1,1,2,2-
Tetrachloroethan 50 UG/IKG 1.0 U ] Yes S3VEM
e
13 5.0 UGIKG 10 U U Yes SIVEM
Dichlorobenzene
14 5.0 UGIKG 1.0 U U Yes SBVEM
Dichlorobenzene
. 1,2- 50 UG/IKG 1.0 U U Yes S3VEM
D|chlqrobenzene
1,2-Dibromo-3- 50 UGIKG 1.0 U U Yes S3VEM
chloropropane
1,2,4-
Trichlorobenzen 5.0 UG/IKG 1.0 U uJ Yes S3VEM
e
1,2,3-
Trichlorobenzen 50 UG/IKG 1.0 U uJ Yes S3VEM
e
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